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Abstract 
 
The development of therapeutic thermal ablative techniques become viable alternative method to 
treat patients who cannot be treated by surgery because of high surgical risk or unfavourable 
tumour location. Microwave ablation is the least invasive technique recently developed for cancer 
treatment because of its low cost, smaller antenna size and shorter recovery time. However, there 
are shortcomings of microwave ablation therapy needed to be fulfilled. Unsuccessfully ablated 
tumour and destruction of large portion of surrounding healthy tissues due to usage of 
exceptionally high input power which yields lack of control over heating encountered with 
previously proposed applicator designs. This work investigates the efficacy of using low power 
ultra-wide band (UWB) microwave applicator in cancer ablation. A novel Tear Drop Flared tipped 
(TDFT) antenna was proposed as microwave applicator for treating focal malignant tumours using 
low input power by the means of directed axial radiation. TDFT antenna is modelled and analysed 
in different surroundings such as saline, healthy and malignant tissue models. Semi-analytical 
numerical model is introduced to calculate current distributions required on antenna and 
consequent near-field distribution for achieving homogenous heating conformal to the targeted 
lesion to overcome nonuniform field distribution of omni-directional radiation. Electromagnetic 
simulations showed that TDFT antenna achieved minimum reflection stability of -25.89 dB over 
ultra-wide bandwidth. Electromagnetic and thermal simulations proved that directed axial 
radiation within targeted lesion produce confined uniform heating at significantly low input power. 
Moreover, 60 ℃ temperatures were attained for successful ablation and provided more control 
over heating within the targeted lesion. Highest SAR value attained of 967.3 W/kg for only 3W 
input power. Thermal analysis revealed that TDFT antenna can achieve a successful ablation of 
spherical cancerous lesions of diameters of 15.5 mm in 3 minutes for input power of 3W. TDFT 
antenna was fabricated and tested in egg-white solution and bovine liver. A good agreement 
between the measured and simulated results were observed where overall efficiency of 99.99% 
was recorded at the operating frequency. Ablation experiments were conducted in egg-white 
solution and bovine liver for 1W input power. Feasibility of TDFT antenna as a microwave 
coagulator was clearly observed in creating confined heating manifested in ablated lesions of 
16×19.5×19.5 mm3 for 15-min ablation. Highly-directed End-fire radiation of TDFT antenna 
noticeably achieves confined heating that facilitates using only 60% of the lowest input power 
recorded in literature to attain successful ablation in standard radiation exposure time of 15 mins. 
This reduces power consumption of microwave applicator by almost 40% of the lowest input 
power used in literature.
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Chapter One  
Introduction and Background of Cancer Treatment Techniques 
1.1. Background on Cancer Treatment Techniques 
 
Cancer is the uncontrolled growth and spread of cells. It can affect almost any part of the body for 
example lung, liver, kidney, breast and bones. Therefore, it is desirable to remove the cancer from 
the human body as soon as possible. Cancer causes 1 in 8 deaths worldwide and is rapidly 
becoming a global pandemic. The global cancer burden is expected to nearly double to 21.4 million 
cases and 13.5 million deaths by 2030 (Siegel, et al., 2015).  
Treatment options for cancer patients include surgical resection, chemotherapy, radiation therapy, 
transplantation and tumour ablation techniques. Surgical resection is considered the gold standard 
treatment option for cancer patients. However, it is limited for patients with early stage cancer and 
ineffective for treating metastasis stage where cancer cells have grown into blood vessels and 
produce cancer recurrence in other part of the body. Surgical resection is also not an option for 
patients with too spread cancer cells as it might hinder the functional capability of the organ after 
the operation (Petrich-Munzinger, et al., 2014). In addition, only small percentage of patients with 
metastasis tumours are amenable to surgical resection due to high surgical risk or un-favourable 
tumour location. Eligibility of organ transplant for cancer patients depends on finding the suitable 
organ donor which is not always possible. Chemotherapy is not suitable for treating selected 
tumour tissues within the body and it comes at the expense of damaging large portion of healthy 
tissues (Kassner, 2000). Radiation therapy uses high energy levels to kills the cancer cells by 
destroying their DNA but on the other hand, it destroys the DNA of healthy tissues surrounding 
the tumour (Bentzen, 2006). All the treatments mentioned measures prove to be ineffective as the 
tumour can reoccur in the patients in any part of their body which is called cancer metastasis. 
(Thongsopa & Thosdeekoraphat, 2013). 
Such limitations give rise to the development of thermal ablative techniques to be less invasive 
more effective in eradicating tumours that cannot be treated using the conventional treatment 
options. The main purpose of ablative treatments is the ability to treat patients who cannot be 
treated through surgery, resection or any other means as there is high surgical risk, or un-
favourable tumour location. Sometimes, these treatments are also used in patients waiting for organ 
transplant or during surgery to be sure the treatment aimed at the right place.  
Ablation refers to the method of selectively killing a well-defined target tissue by the application 
of heat based (radiofrequency ablation and microwave ablation), cold (cryotherapy), chemicals 
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(percutaneous ethanol injection), or laser hyperthermia techniques directly to a tumour causing 
cell death. 
The most common cancers treated by thermal tumour ablation are liver, lung, kidney (renal) and 
bone cancers. Ablative treatments typically do not require a hospital stay and more than 90% of 
patients are released from the hospital the day after the procedure. Ablation is an image guided 
treatment which refers to the method of killing selectively targeted tumour tissues by the 
application of heat-based therapy such as Radio frequency ablation, microwave ablation, cold 
based therapy (Cryo-ablation), focused ultrasound ablation and Laser ablation and direct current 
catheter ablation. Each of these techniques work in different ways in order to eradicate tumour 
tissues with saving as much surrounding healthy tissues as possible, all while maintaining 
minimally invasive and relatively less painful procedure to the patient. Ablation can be performed 
in open surgery using a catheter based applicator or percutaneously by inserting a needle or probe 
- which is called applicator - into the tumour through the skin. This requires only a tiny hole, 
usually less than 3 mm via which the probe is introduced (McGahan & Raalte, 2005; Kaur & 
Maini, Surita, 2014). Ultrasound, Computer Tomography (CT) scanning or Magnetic Resonance 
Imaging (MRI) are used to guide the needle or the probe into the tumour (Vrba Jr, Jan & Vrba, 
David, 2014). When the probe is within the cancer, it is connected to a generator which provide 
the required power to “burn” or “freeze” the cancer. “Burning” refers to increasing the temperature 
of the tumour to such a level that causes internal coagulation which results in cell death. This is 
usually achieved by radio or microwave frequency probes, referring to the type of energy used to 
increase the tissue temperature.  “Freezing” refers to Cryo-ablation which decreases the 
temperature to -75 °C which also kills the cancer cells. 
Thermal ablation is not only limited to treat cancer patients, but also has a numerous beneficial 
clinical effects for example, it is used to provide an efficient means for coagulating vessels to stop 
bleeding during open surgery or carefully eradicate tissues that may not be cancerous e.g. cardiac 
arrhythmias, prostatic hypertrophy and varicose veins (Prasantamrongsiri, S, et al., 2012; Suseela, 
Sreekala, et al., 2013; Rosen, Arye, et al., 2002). 
Both RF and microwave-based tumour ablation techniques are used to ablate tissue by heating it 
to cytotoxic temperatures. Temperatures in excess of 60 °C are known to cause relatively 
instantaneous cell death, while temperatures from 50-60 °C will induce coagulation and cell death 
in a matter of minutes, depending upon temperature, previous thermal injury (Brace, 2009).  
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Despite both RF and microwave energy can heat tissue to cytotoxic levels, the mechanisms of RF 
and microwave heating are quite different and must be considered for ablation of different tissue 
types.  
1.2. Overview on Types of Tumour Ablation Techniques  
 
1.2.1. Cryo-ablation  
 
It is the oldest method of thermal ablation, utilizes nitrogen or argon gas flowing through a cryo-
probe to create extremely cold temperatures as low as -75ºC (NG, et al., 2003). Living tissues 
including both healthy and un-healthy cannot survive in such low temperatures and will cause cell 
death. The limitations encountered in Cry-ablation are small lesion size and the time required to 
attain adequate results. The long time required for such operation is due series of repeatedly 
freezing the targeted tumour tissue to assure the unhealthy tissues are completely destroyed 
(Rubinsky, 2000). 
1.2.2. Focused Ultra Sound (FUS) Ablation  
 
FUS ablation technique utilizes both low and high intensity Ultra-Sound for Imaging and 
increasing the tumour tissue temperature (i.e. between 60 ºC to 100 ºC using frequency ranges 
from 2 to 20 MHz) (Habash, et al., 2007; Zhou, 2011), respectively. This technique requires no 
incision and Ultra-Sound energy will travel through the body to the targeted tissue for ablation. 
The main drawbacks of FUS are the high attenuations found due to the existence of bones within 
the body in addition sharp focus of energy requires longer ablation time for larger tumour size.  
1.2.3. Laser Ablation  
 
Laser ablation utilizes fibre-optic probe as an applicator to deliver Laser energy pulses which heat 
and evaporate the targeted tissue (McGahan & Raalte, 2005; Pacella, et al., 2016; Schwartzberg, 
et al., 2016; Leuthardt, et al., 2016). Laser ablation is considered one of the most expensive 
treatment options for tissue ablation which is one of its major drawbacks. In addition, laser 
penetration though blood hinders the use of Laser for tissue ablation.  
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1.2.4. Direct Current (DC) catheter ablation 
It utilizes catheter to deliver a direct current from defibrillator to generate an electric shock in the 
targeted area (McRury & Haines, 1996; Friberg, et al., 2016; Wonnell, et al., 1992). The high 
levels of applied voltage are very difficult to control and may cause extensive damage to the 
surrounding healthy tissues. This technique was eventually developed and replaced by 
radiofrequency ablation to provide more controlled of the amount of energy delivered to the 
targeted area.  
1.2.5. Radio Frequency (RF) Ablation  
 
RF ablation is the most commonly used technique for tissue ablation due to its safety, 
effectiveness. Its mechanism is similar to DC catheter ablation but with different energy source. 
The key of RF ablation is electrical conduction through the tissue where a complete electrical 
circuit is created through the body. The most common frequencies used in RF ablation are 13.56 
and 27.12 MHz according to Industrial, Scientific, and Medical (ISM) frequencies. RF current is 
able to pass through tissue because of the abundance of ionic fluid present; however, tissue is not 
a perfect conductor and RF current causes resistive heating. The most important tissue properties 
in RF ablation are electrical and thermal conductivity which describe how quickly heat can be 
transferred to the surrounding tissues. Tissue impedance is inversely proportional to conductivity 
and increased rapidly with the increase in tissue temperature during RF ablation procedure which 
hinders RF current to pass through tissues heated to 100°C because the water needed for ion flow 
is boiled off (Tacke, et al., 2004; Lee, et al., 2003; Chou, 1995; Pop, Mihaela, et al., 2010; Liu, 
Zhengjun, et al., 2006; Solazzo, et al., 2005; Lee, et al., 2003; Hancock, et al., 2015). The major 
disadvantage of RF ablation that it depends on the electrical current passing through the complete 
circuit formed by RF probe, tissue and ground pads attached to the skin which limits its use of only 
one probe. In addition, the increase in tissue impedance as the temperature increases hinders the 
current passing though the targeted tissue and decays the power rate during the procedure. 
Moreover, the resistive heating of the ground pads due to the increase in the impedance may result 
in skin burns and discomfort of the patient after the procedure (Gananadha, Sivakumar & Morris, 
David Lawson, 2004; Goldberg, S Nahum, et al., 1996; Goldberg, SN, et al., 1998; Hines-Peralta, 
Andrew, et al., 2006). 
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1.2.6. Microwave Ablation 
 
The limitations and shortcomings of aforementioned tissue ablation techniques necessitate the 
investigation of an alternative technique to maintain high success rate while reducing the 
complications and limitations of tissue ablation. Microwave (MW) ablation is a special case of 
dielectric heating, where the dielectric material is the targeted tissue. Dielectric heating occurs 
when an alternating electromagnetic (EM) field is applied to an imperfect dielectric material. In 
tissue, heating occurs because the EM field forces water molecules in the tissue to oscillate out of 
phase in attempt to align with the applied EM waves which increases the internal kinetic energy 
elevating the tissue temperature. Heat transfer in biological tissues and the conversion of 
microwave energy into thermal energy is described by Bio-Heat equation as in (1) (Hancock, et 
al., 2015; PENNES, 1949) 
𝜌 𝑐 
𝜕𝑇
𝜕𝑡 
=  𝛻. 𝑘𝛻𝑇 + 𝐽. 𝐸 − ℎ𝑏𝑙(𝑇 − 𝑇𝑏𝑙) − 𝑄𝑒𝑙 + 𝑄𝑚, 
ℎ𝑏𝑙 =  𝜌𝑏𝑙  𝑐𝑏𝑙 𝜔𝑏𝑙 , 
(1) 
Where 𝜌: Tissue density [kg/m3], 𝑐: Specific heat capacity [J/kg.K], 𝑘: Thermal conductivity 
W/m.K], 𝐽: Current density [A/m2], 𝐸: Electric Field intensity [V/m], 𝑇𝑏𝑙: blood temperature [K], 
𝜌𝑏𝑙: blood density [kg/m
3], 𝑐𝑏𝑙: Blood specific heat capacity [J/kg.K], 𝜔𝑏𝑙: blood perfusion rate [s
-
1], ℎ𝑏𝑙: heat transfer coefficient due to blood perfusion [W/m
3], 𝑄𝑚: energy generated by the 
metabolic process [J] and 𝑄𝑒𝑙: electromagnetic energy transferred between the applicator and 
tissue [W/m3]. 
The term 𝐽. 𝐸 in (1) represents the energy deposited by the applicator and converted into heat. The 
criterion to measure the energy absorbed by a living tissue when exposed to electromagnetic 
radiation is the Specific Absorption Rate (SAR). SAR indicates the absorbed power per mass of a 
living tissue to determine the heating ability of microwave antenna and can be calculated in (2). 
    
𝑆𝐴𝑅 =  
𝐽 ∙  𝐸
𝜌
=  
𝜎 ∙  𝐸2
𝜌
, [𝑊/𝑘𝑔] 
(2) 
 
Microwave heating occurs in a volume around the applicator and unlike RF energy, microwaves 
require no electrically conductive path for propagation, and it can pass through and heat tissues at 
any temperature or any water content. A common measure used to describe how efficiently a 
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material will absorb microwave energy is effective conductivity where high conductivity tissues 
(high water content) readily absorb microwaves, while low conductivity tissues (low water 
content) allow microwave propagation. The most commonly frequencies used in microwave 
ablation are 433, 915, and 2450 MHz according to ISM frequencies (Hancock, et al., 2015; Luyen, 
Hung, et al., 2014; Luyen, Hung, et al., 2014; Luyen, et al., 2013; Muheremu & Niu, 2014). 
Microwave ablation requires the application of powerful hardware and specialized software which 
allow predicting the heating rate in a biological tissue near the radiating element of a needle-like 
applicator and several simplified approaches were proposed to calculate the coupled 
electromagnetic heat transfer into the tumour tissue including the numerical solution of Bio-heat 
equation. The relative permittivity and conductivity of biological tissues are dependent on water 
content and temperature levels. Furthermore, the variation of dielectric and thermal properties of 
biological tissues during ablation are frequency dependent. Numerically modeling the frequency 
dependent properties of living tissue is accomplished using multi-pole Cole-Cole model in a large 
frequency range (Gabriel, et al., 1996; Gabriel, et al., 1996; Schwan & Li, 1955; Brandy, et al., 
1981; Stuchly, et al., 1981; López, et al., 2015; Farina, et al., 2015; Wright, AS, et al., 2001). 
Moreover, the penetration depth of microwave field into tissue is dependent on the relative 
permittivity and conductivity of targeted tissue. Penetration depth, δ, of an electromagnetic field 
is defined as the distance required for the electric field of a plane wave to attenuate to 1/e 
(approximately 37%) of its initial value or the power to decay to 1/e2 (approximately 13.5%). 
𝛿 =  
1
𝜔 √𝜇𝜀√
1
2 (
√1 + (√
𝜎
𝜔𝜀)
2
− 1)
 
(3) 
 
Where 𝛿: the depth of penetration of the electric field in biological tissue [m], 𝜎: Conductivity 
[S/m], 𝜔: Angular frequency [rad/s], 𝜇: Magnetic permeability [H/m], 𝜀: Dielectric permittivity 
[F/m]. As illustrated in (3), the penetration depths for blood at 2.45 GHz and 14.5 GHz are 16.12 
and 1.68mm respectively, 24.303 and 2.042 mm for blood vessels, and 22.573 and 2.16 mm for 
dry skin, and 22.03 and 2.1 mm for wet skin, and 117.02 and 12.296 mm for fat.  
Most living tissues are considered good dielectric materials for microwave ablation frequencies 
therefore the penetration depth can be approximated as in (4)  
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𝛿 ≫
2
𝜎
√
𝜀
𝜇
 [𝑚]  𝑓𝑜𝑟 [
𝜎
𝜔𝜀
]
2
≪ 1 (4) 
 
The penetration depth is inversely proportional to conductivity, but heating rate is proportional to 
conductivity. The calculations of penetration depth mentioned in (3) and (4) are approximated as 
most of the microwave energy absorbed by the biological tissues is in the near field or Fresnel 
regions of the antenna and may not propagate as plane waves. As stated in (4), deeper penetration 
occurs at the expense of slower heating. 
One of the main advantages of MW ablation is that microwaves can focus its energy in the 
direction of the targeted tissue due to the shorter wavelength than that of RF ablation which allows 
faster ablation times and more uniform ablation zones. Faster and uniform ablation zone is very 
important parameter specially in regions with higher blood perfusion rate in the vicinity of large 
vessels which mediates ablation zone size because it tends to sink heat away from the ablation 
zone periphery (Chiang, Jason, et al., 2012; Gamez, ES, et al., 2013).  
Trade-offs between penetration depth and heat generation is very important in determining which 
microwave frequency is suitable in treating certain tumour tissue. However, the recent research 
demonstrated the feasibility of using higher frequencies for tissue ablation. Despite deeper 
penetration depth of lower frequencies, tumour tissues not being successfully ablated were 
observed under the same power levels and same duration when exposed for both lower and higher 
frequency radiation (Chaichanyut, M, et al., 2013). Moreover, the size of ablation zones obtained 
using higher frequency are comparable to those obtained at lower frequencies. Additionally, higher 
microwave frequencies offer the advantage of smaller antenna lengths which makes microwave 
ablation less invasive. In addition, microwave ablation may be performed using compact multi-
element array that can create ablation zones not achievable from large single element antennas 
used in conventional low frequency tissue ablation (Luyen, Hung, et al., 2014; Luyen, et al., 2013; 
Luyen, Hung, et al., 2014). 
1.3. Benefits of Microwave ablation compared to other thermal ablation 
Techniques  
 
Most important factor that distinguishes microwaves from other sources of thermal therapy 
techniques that microwaves can propagate through all types of tissues including dehydrated, 
charred and desiccated tissues created during the ablative process unlike RF, laser and ultrasound 
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energies can be substantially affected by different tissue types, especially as a result of thermal 
ablation. Microwaves also offer more direct and fast heating than other ablation energies, making 
them more potent in organs with high blood perfusion or near vascular heat sinks and provide 
shorter treatment time (Singal, et al., 2018; Yhamyindee, P, et al., 2012; Luyen, et al., 2017). 
Despite RF ablation is the most widely used modality in cancer treatment, it has several limitations 
and shortcomings which gave rise to the development of microwave ablation with less invasive 
and more effective method in cancer treatment. The differences between RF and microwave 
heating in each organ given that the properties of each tissue type, are demonstrated in Table 1. As 
illustrated in Table 1, RF heating is limited in areas of high blood perfusion rate (kidney and liver), 
in tissues with poor electrical and thermal conductivity (lung and bone), while microwaves offer 
all of the same benefits as RF energy for thermal ablation, but are not as dependent on tissue 
properties, have the ability to heat faster in a larger volume, less affected by perfusion and may be 
able to penetrate deeper into low conductivity materials (lung and bone) (Suseela, Sreekala, et al., 
2013; Rosen, Arye, et al., 2002; McGahan & Raalte, 2005; Kaur & Maini, Surita, 2014; Tacke, et 
al., 2004; Lee, et al., 2003; Hulsey, et al., 2015; Phairoh, et al., 2015; Sanpamch, et al., 2015; 
Brace, 2009).i  
1.4. Microwave ablation system 
 
Microwave ablation system consists of Microwave power source such as solid state semiconductor 
devices or vacuum tube devices such as magnetron. Coaxial cable is used to carry the microwave 
power from the generator to the antenna. Most thermal ablation devices intended for percutaneous 
use are currently between 1.5 mm and 3 mm in diameter. Smaller antenna diameters are preferred 
for percutaneous applications while larger needle diameters are associated with increased risk of 
complications such as bleeding. On the other hand, small diameter coaxial cables have lower 
power handling ability which is not desirable in microwave ablation system. Increased power 
delivery has been associated with faster and potentially more effective treatments, particularly 
when targeting large tumours (Brace, Christopher L, 2010; Vojackova, Lucie, et al., 2014; Phairoh, 
C, et al., 2013). At the same time, input powers exceeding the cable power rating can have 
detrimental effects. Using only smaller size antenna will facilitate active cooling and antenna 
arrays can help increase energy delivery and hence produce larger ablation zones (Taj-Eldin, 
                                             
i (Chou, 1995; Pop, Mihaela, et al., 2010; Liu, Zhengjun, et al., 2006; Solazzo, et al., 2005; Lee, et al., 2003; Hancock, et al., 2015; 
Luyen, Hung, et al., 2014; Luyen, Hung, et al., 2014; Luyen, et al., 2013; Muheremu & Niu, 2014). 
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Mohammed & Prakash, Punit, 2014). The antenna contains a rigid shaft and the radiating section 
at the distal end of the applicator as shown in Fig. 1.  
. 
 
Table 1. Comparison between RF and microwave ablation treatment according to organ specific consideration 
Organ RF Ablation  Microwave Ablation  
L
iv
er
 
-It is limited only to treat only small tumours 
less than 3 cm in diameter. 
-It is ineffective to ablate tumours in high 
perfusion regions such as tumours near large 
vessels of diameter 3mm (Hancock, et al., 2015; 
Singal, et al., 2018). 
-It can ablate tumour  tissues around large vessels 
due to faster heating, higher temperature levels 
provided by microwaves in high perfusion region 
(e.g. Liver) (Hancock, et al., 2015). 
-higher effective conductivity attained in microwave 
ablation produced larger ablation lesions Increasing 
(Brace, 2009). 
  
L
u
n
g
 
- RF current isnot able to penetrate through low 
conductivity aerated lung. 
-It has limited amount of power deposited into 
tissue due to the increased impedance seen by 
generator (Brace, 2009). 
-Poor thermal conductivity of aerated lung 
during RF ablation  results  in small ablation 
zone (Brace, Christopher L, 2010; Wonnell, et 
al., 1992). 
 
-The lower permittivity and conductivity of aerated 
lung allows deeper microwave penetration 
(Sanpamch, et al., 2015). 
-Microwave heating is not substantially hampered by 
low-conductivity tumour tissue which can actively 
produce larger ablation zones (Lee, et al., 2003). 
-Due to better propagation of microwave in low 
conductivity lung,  better thermal gradient achieved 
maximum temperature exceeds 150 °C (Colebeck, 
Erin, et al., 2013).  
-Change in tissue properties during ablation 
procedures won’t affect microwave energy as much 
as RF energy (Hulsey, et al., 2015). 
 
K
id
n
ey
 
-It is Limited only to treat small tumours due to 
high perfusion rate of kidney (Pop, Mihaela, et 
al., 2010). 
-Tissue dehydration hampers RF current as the 
temperature increases during the procedure 
-It is Ineffective for treating large tumours (>3 
cm in diameter) or centrally located tumours 
(Brace, 2009; Goldberg, SN, et al., 1998). 
-Higher heating  rate is observed during microwave 
ablation procedure due to high water content of 
kidney (Brace, 2009). 
 
-Less sucesptable to tissue dehydration as It allows 
better  microwave propagation (Hancock, et al., 
2015).  
 
-Faster heating ability of microwave energy will 
overcome the high perfusion rate of kidney (Suseela, 
et al., 2015). 
 
B
o
n
e 
-Limited ablation zones due to poor 
conductivity and thermal conduction of bone 
(Brace, 2009; Solazzo, et al., 2005).  
 
-Microwave penetration is more effective due to low 
permittivity and conductivity of bone tumours 
(Gamez, ES, et al., 2013). 
 
-Microwave applicators are developed to provide 
more precised controlled ablation lesions and 
achieve more functioning limb after the procedure 
(Phairoh, et al., 2015; Martínez-Valdez, R., et al., 
2017; Luján, et al., 2017). 
 
 
Microwave ablation requires the application of powerful hardware and specialized software which 
allow predicting the heating rate in a biological tissue near the radiating element of a needle-like 
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(coaxial) applicator and several simplified approaches were proposed to calculate the coupled 
electromagnetic heat transfer into the tumour tissue including the numerical solution of EM 
PENNES Bio-heat equation. Furthermore, to monitor the variation of dielectric and thermal 
properties of biological tissues during ablation are temperature dependent. Despite recent advances 
in the nonlinear modelling to estimate the heating rate in the ablation zone taking into account the 
temperature dependent dielectric properties of the biological tissue, the results of simulations agree 
with experimental data only to a certain degree especially at high powers (Colebeck, Erin, et al., 
2013; Komarov, 2014; Trujillo, M & Berjano, E, 2013)ii  
 
Figure 1. Coaxial cable runs the length of the shaft, with the radiating element at the distal end of the antenna. 
Energy is produced around the radiating element (Brace, Christopher L, 2010) 
 
To validate the simulated and numerical results of microwave ablation, the heating pattern can be 
visualized by means of static phantoms and temperature variations in a fixed point of biological 
medium volume can be determined with fibre optical sensor. In-vivo and In-vitro monitoring 
techniques are also used to visualize and validate the heating pattern and temperature variation of 
the coagulation zone (Cepeda Rubio, Mario Francisco Jesús, et al., 2013; De Sieyes, et al., 1981). 
Antenna properties relevant to thermal ablation include near field radiation pattern, reflection 
coefficient, operating bandwidth, Specific Absorption Rate (SAR) value and temperature levels 
achieved during the procedure. In general, the lowest return loss is desirable to maximize power 
transfer from the antenna into the tissue. Power reflected from the antenna reduces tissue heating, 
while increasing unwanted heating of the antenna shaft. In extreme cases, high return loss may 
necessitate short ablation times to prevent thermal damage along the antenna shaft. Most antennas 
currently radiate in the normal (broadside) mode, with propagation directed radially outward from 
the antenna. This is especially true of antennas designed for tumour ablation applications, where 
the ideal radiation pattern is focused and Omni-directional to match the Advantages of 
approximately spherical shape of many tumours. Antennas designed in the axial (End-fire) mode 
                                             
ii (Watanabe, et al., 2012; Ji, Zhen & Brace, Christopher L, 2011; Yang, Deshan, et al., 2007; Pop, Mihaela, et al., 2010; Asili, 
Mustafa, et al., 2013; Wang, Peng & Brace, Christopher L, 2012; Zhang, Huijuan, et al., 2012) 
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have been developed for cardiac applications to produce localized heating of a spot at the end of a 
catheter. Therefore, the desired antenna radiation pattern is highly dependent on the tumour cell-
host organ (Gu, Zeji, et al., 1999).  
 
1.5. Problems and Limitations Found in Microwave Ablation Technology 
 
Despite microwave ablation is the most recent ablative technique and has several advantages over 
other complementary methods for cancer treatment such as low cost, smaller antenna size, shorter 
recovery time and effective prevention of the metastasis of tumour cells, there are still 
shortcomings and challenges accompanied with microwave ablation therapy needed to be fulfilled 
(Hassan, et al., 2018; Hassan, et al., 2016). 
 The tissue impedance increases as the water content evaporates during the tissue ablation 
which results in shifting in the resonating frequency of the antenna. Therefore, the return 
loss will increase and as most of the current microwave ablation systems use narrowband 
antenna, this will create elongated ablation zone and damage the surrounding healthy 
tissues (Hulsey, et al., 2015; Hancock, 2011; Brace, Christopher L, et al., 2004; Brace, 
Christopher L, et al., 2005). 
 The overheating of cabling used to transfer power from the generator to the applicator due 
to high mismatch losses between the antenna and coaxial cable while increasing unwanted 
heating of the antenna shaft. In extreme cases, high return loss may necessitate short 
ablation times to prevent thermal damage along the antenna shaft and damage of the 
healthy tissues along the antenna shaft and lead to shorter ablation time (Luyen, et al., 2015). 
 The most common frequencies used in microwave ablation are 433, 912 and 2450 MHz 
which produce non uniform SAR pattern resulting in unsuccessfully ablated areas within 
the target tissue (Luyen, Hung, et al., 2014; Luyen, Hung, et al., 2014; Luyen, et al., 2013; 
Hancock, Chris P, et al., 2013; Sawicki, et al., 2015; Hodgson, et al., 1999; Yoon, et al., 
2011; Komarov, 2014; Hines-Peralta, Andrew U, et al., 2006; Ahn, Hee-Ran & Lee, 
Kwyro, 2005). Recent studies demonstrated that nanosecond pulsed electric fields (nsPEF) 
used as purely electrical cancer therapy without the need of hyperthermia or drugs.  nsPEF 
electrodes can provide acceptable level of homogeneity in SAR pattern. However, the SAR 
homogeneity is only confined in a small volume within the separation of the 2 electrodes 
and inhomogeneous in the vicinity surrounding the electrodes. It was observed that the 
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homogeneity of SAR pattern depends on the distance between the electrodes (Beebe, et al., 
2002; Soueid, et al., 2015).  
 The need of using baluns increases the size of the antenna which results in less comfortable 
and less invasive treatment procedures for percutaneous applicators which may cause 
complications after surgery (Lin, James C & Wang, Yu-Jin, 1996; Hancock, Chris P, et al., 
2013; Maini, Surita & Marwaha, Anupma, 2012; Maini, Surita & Marwaha, Anupama, 
2013; Luyen, et al., 2015; Luyen, Hung T., et al., 2015; Longo, Iginio, et al., 2003; Maini, 
2016; Lara, et al., 2015). 
Several scenarios have been investigated in literature regarding antenna designs proposed for 
microwave ablation. Nonetheless, high reflection and lack of control over heating due to use of 
high input power still represent the main shortcomings associated with these designs. High 
reflection encountered during ablation due the change of tissue properties with the increase of 
temperature which can be attributed to narrow band feature which hinders large portion of 
microwave power from being deposited within targeted tissue. This yielded using high input power 
to force eradication of targeted tumour at the expense of overheating of the cable and lack of control 
over heating. These drawbacks give rise to claim a novel antenna design to alleviate complications 
and overcome limitations of previously proposed applicator designs achieve successful ablation 
using low microwave power by confinement of heating within the targeted tissues rather than its 
surroundings.  
1.6. Research Aim and Objectives 
Major concern of this work is to alleviate complications and overcome limitations of previously 
proposed applicator designs especially regarding control overheating of the cable, overly-treated 
lesions and unconfined heating. The aim of this research is to design and develop a compact 
microwave antenna for treating focal tumours to achieve confined heating within targeted tumour 
by using low input power producing minimum reflection over a wider bandwidth.  
The research aim can be achieved via the following objectives:  
• Review recent research about tissue ablation therapy highlighting the pros and cons found 
in previously proposed work which is consolidated in a comprehensive literature. 
• Determine limitations of previously proposed solutions regarding applicator designs which 
gave rise to the problems encountered in microwave ablation. 
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• Design less invasive antenna structure by choosing to operate the antenna at high microwave 
frequency bands which will provide smaller compact design and targeted higher thermal 
conductivity yielding higher absorption by the targeted region. 
• Apply analytical solutions by solving Maxwell equations and boundary conditions to 
determine current distribution required on the antenna surface to attain highly directed axial 
near-field radiation which yields confined heating within targeted tumour model.  
•  Synthesize the antenna structure using numerical simulations so that it has less abrupt 
transitions which will be exploited in achieving minimum reflection over wide bandwidth.  
• Apply parametric studies to the antenna structure so that it has minimum backward radiation 
and directed axial radiation towards the targeted tumour which helps achieving homogenous 
absorption within targeted tumour and reaching the temperature levels required for ablation 
at low power level while alleviating radiation towards healthy tissues surrounding the 
targeted tumour. 
• Apply embedded choke approach in the antenna structure which yields compact sized 
applicator and minimizes return currents excited in the outer conductor of the coaxial cable. 
This controls overheating of the cable and reduces the damage of healthy tissues along the 
antenna shaft. 
• Manufacturing and testing the developed antenna in either real biological tissues or 
synthesized solutions to prove the efficacy of the proposed design as microwave coagulator 
in providing successful ablation at low input power by exploiting directed axial radiation 
and determine the total ablated volume obtained after the procedure.  
1.7. Research Contribution   
 
The main concern of the proposed solution is to address the shortcomings of antenna designs 
proposed in literature to effectively overcome the related complications encountered in microwave 
ablation especially regarding control over heating, high reflection, and overheating of the cable.  
This work addresses the significance of using ultra-wideband antenna to offer low power 
microwave ablation by introducing teardrop flared tipped (TDFT) antenna to alleviates the 
limitations found in microwave cancer ablation. This is accomplished by the following findings:  
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• Prior understanding of tumour shape and its peripherals contributes greatly in determining 
electromagnetic (EM) radiation that creates a heating conformal to tumour shape and provide 
successful ablation. This is accomplished by calculating current distribution by building semi-
analytical and numerical model that facilitates synthesising the optimum applicator structure 
to provide the required near-field radiation. As a result, this helps synthesize applicator 
structure to provide symmetrical no-null radiation and help producing nearly equal power 
deposition in the region surrounding TDFT antenna yielding homogeneous heating within 
targeted region.  
• Axial End-fire radiation with higher directivity is found to be more efficient in achieving more 
confined heating within targeted lesion than broadside radiation associated with previously 
proposed designs; and minimizes unwanted radiation exposure towards surrounding healthy 
tissues. This highly directed radiation significantly alleviates the input power required for 
successful ablation –i.e. 3:5W– by 66% of the minimum power reportedly used in literature 
i.e.10 to over 60 W.  
• Proposed UWB TDFT antenna provides minimum reflection stability– 99.17% overall 
efficiency over UWB including at operating frequency– and provide wideband mapping of 
heterogeneous dielectric properties of biological tissues operating at low input power level.  
• Synthesizing antenna structure with self-imbedded choke provides more compact sized 
applicator– i.e. maximum diameter of the proposed TDFT applicator including dielectric 
shield 3.4 mm and minimum diameter of 1.025 mm–, alleviates return currents on the outer 
conductor of coaxial cable by approximately 36% and hence reduces overheating problem 
which minimizes damage of healthy tissues along antenna shaft. This is noticeably manifested 
from thermal simulations and ablation experiments where no cable overheating or damage of 
tissues along antenna shaft observed.   
• TDFT antenna is distinguished by efficiently treating several cancer types such as liver, 
kidney, breast and bone cancer where directed axial radiation provides exceptionally confined 
heating of approximately 30 mm diameter tumour at lower input power of 3W in only 3 
minutes comparable to that obtained at much higher input power. Experimental results also 
show successful ablation of a lesion of volume 16×19.5×19.5 mm3 achieved for much less 
power–i.e. 1W– in 15 min comparable to that attained at higher input power reported in 
literature.  
• TDFT antenna with highly-directed radiation noticeably creates confined heating zones which 
uses only 60% of the lowest input power to attain comparable successfully ablated lesions to 
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that recorded in literature in minimum duration of 15 mins in standard ablation operations. 
This reduces the input power required by microwave applicator by almost 40% of the lowest 
input power used in literature.  
• It was found that input power used, and duration of radiation exposure greatly depend on the 
size and location of tumour. In addition, using lower input power helps eradicating critically 
located tumours such as bone tumours or tumours near large vessels which minimizes organ 
mal-function after ablation. This also facilitates the possibility of having longer ablation 
operations in much safer manner without the risk of patients being exposed to high radiation 
using higher input power as presented in literature. 
• Therapeutic temperature level recorded using TDFT antenna is 72.375 °C for 3W input power 
which is much less than that required for tissue vaporization –i.e. temperatures in excess of 
100 ℃. In addition, ablated lesions achieved– temperatures above 50°C– in a diameter of 
approximately 30 mm in only 3 mins which less than typical time for ablation i.e. 15 mins. 
This minimizes problems previously encountered with instability of MW equipment and 
overheating during ablation due to tissue vaporization using higher power or longer treatment 
time; and gives better and more control over antenna performance in achieving temperatures 
in therapeutic ranges within targeted area.  
 
1.8. Research Process  
 
A research process is being constantly updated, searching for better ways of making observations, 
understanding, hypothesis, analysis and conclusions which are incorporated into set of rules and 
procedures of research methodology. Scientific methodology comprises of three main elements 
theory and background, computational results and analysis using simulation tools; and practical 
measurements for validation. Research process is clarified in the following steps: 
 
Step 1: Research begins with defining what is already known about tissue ablation therapy and 
reviewing the literature of previously proposed studies. Determining the pros and cons found in 
microwave ablation therapy through observations specially in applicator designs proposed in the 
literature.  
Chapter One                                         Introduction and Background of Cancer Treatment Techniques 
17 
 
Step 2: A research question arises based on these observations which is will better ablation 
performance and confinement of heating zone within the targeted tissues rather than its 
surroundings be attained using low microwave power? 
 Step 3: Propose teardrop flared tipped antenna design as a solution for problems found in 
microwave ablation therapy of focal tumours. Modelling and simulating the antenna design in 
liver, saline and tumour using Electronics Desktop suite and Ansys workbench software packages.  
Step 4: After analysing and applying parametric studies performed, the required results of return 
loss, Nearfield radiation patterns, bandwidth, SAR pattern and thermal profile are obtained and 
compared with that previously proposed MW applicator to determine whether better antenna 
performance is achieved using proposed TDFT antenna design.   
Step 5: Manufacture and test the proposed antenna in Egg-white and biological tissue to validate 
the simulated results. The testing will determine the extent of ablated volume attained using 
teardrop flared tipped antenna. After finishing the validation phase, summarizing research findings 
and writing up the whole PhD thesis will be the final step. 
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1.8.1. Research Process Chart 
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5. Summarize the results and develop ideas for further research   
Results agree partially with research 
question? 
Ultra-Wide band with much lower power would give better ablation
performance and produce more confined temperature profile2. Research hypothesis
1. background and 
literature review 
Most microwave applicators proposed have omni-directional radiation 
with narrow bandwidth and high power levels
Overheating of cabling
Inhomogeneous SAR pattern and uncontrolled temperature profile 
Organ malfunctioning after ablation
What are the limitations of previously proposed designs that cause the 
shortcomings found in microwave ablation?
4. Comparing the results of the TDFT structure with that of 
previously proposed designs  
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1.9. Thesis outline  
 
This report is structured as follows: 
• Chapter One starts with a brief introduction to traditional cancer treatment options and an 
overview on various types of tumour ablation techniques focusing on the advantages 
microwave ablation therapy compared to other tumour ablation techniques. This chapter 
also highlights the problems found in microwave ablation therapy which in-turn identifies 
the aim, objectives and contribution of this research.  
• Chapter Two presents a literature review of the most recent researches related to microwave 
ablation therapy explaining different aspects of microwave applicator design, shortcomings 
and limitations yet to be addressed. Research process chart is also presented in this chapter.  
• Chapter Three introduces a semi-analytical numerical model of TDFT antenna and 
calculation of radiated electric field within biological tissue to be further compared to 
simulation and experimental results  
• Chapter Four presents the proposed TDFT design exploited in solving the research 
problems stated earlier highlighting the factors that distinguish the proposed solution among 
previously proposed applicator designs. Simulation results (reflection coefficient, nearfield 
pattern, SAR patterns, temperature distribution…etc.) are presented in this chapter. In 
addition, reflection measurements and ablation experimental results are provided in this 
chapter.  
• Chapter Five presents the assessment of TDFT antenna design highlighting the main 
advantages of the proposed solution and how it addresses the limitations found in literature. 
• Chapter Six covers the conclusion of this study and future studies yet to be investigated 
regarding tumours exist near a vessel wall.
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Chapter Two  
Related Work and Literature Review 
 
2.1. Introduction  
This section consolidates more details about applicator designs proposed in the literature for 
microwave ablation therapy. Different topologies have been introduced regarding the structure of 
the antenna designs proposed as applicators for microwave ablation therapy which can be 
categorized as follows: 
2.1.1. Linear Element Based Applicator Designs  
 
The antenna proposed in (Preston, et al., 2018) provides a possible way to treat the inaccessible 
nodules. The device comprises a microwave conveying structure, 1 meter in length, capable of 
delivering energy at 5.8GHz. The use of a hollow structure within the cable allowed for the 
inclusion of a CMOS sensor for visualization and navigation through the bronchial tree. The 
radiative tip comprises an inner and outer conductor initially manufactured from brass enclosing a 
Polyether Ether Ketone (PEEK) dielectric structure and was chamfered to allow for easy 
penetration into tissue as shown in Fig. 2. The length of the tip was preliminary set to a quarter 
wavelength with geometry to provide an impedance match between the lower impedance cable 
and the higher impedance tissue.  
 
 
Figure 2. The radiative tip of the proposed antenna (Preston, et al., 2018). 
Simulation results showed a match at 5.8GHz in the simulated S parameters of 14.87 dB or 96.8% 
being delivered into the tissue. Initially continuous power delivery was used, but this resulted in 
excess heating both at the tip and along the cable in the time needed to achieve the required ablation 
size. Pulsing was subsequently used to ensure that both tip and cable temperature remained within 
acceptable limits. Measurements of ablation zones were taken during varied time delivery with 
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pulsed power of 2s on, 5s off with a power of approximately 19.12W. Due to high reflection and 
narrowband width, large portion of the input power was absorbed by tissues along the antenna 
shaft which necessitates shorter ablation times.  
 
In (Luyen, Hung, et al., 2017), A technique to reduce the overall diameter of coax-fed antennas 
equipped with coaxial baluns is presented. The technique involves introducing an impedance-
matched air-filled coax section at the end of the Teflon-filled coax feed. Due to the lower relative 
permittivity of air, the air-filled coax has a smaller diameter than the Teflon-filled coax for the 
same inner conductor diameter and characteristic impedance. Prototypes of a Choked Dipole (CD), 
based on the design in (Nevels, Robert D., et al., 1998), and a Floating Sleeve Dipole (FSD), based 
on the design in (Yang, Deshan, et al., 2006), are modelled to demonstrate the efficacy of the 
proposed design concept. Simulations and ablation experiments were conducted to compare the 
performances of these antennas to those of conventional CD and FSD antennas.  
 
 
Figure 3. (a) Impedance-matched transition between a Teflon-filled and an air filled coaxial cable. Topology of (b) a 
modified choke dipole and (c) a modified floating sleeve dipole implemented on the air-filled coax sections. Black 
represents metal, grey (Luyen, Hung, et al., 2017). 
 
As shown in Fig. 3, Both CD and FSD antennas are embedded in a Teflon catheter with an outer 
diameter of 2.5 mm. The operating frequency of 7 GHz for the antennas was chosen to balance 
between the advantage of shorter antenna lengths and the disadvantage of higher ohmic losses. 
The dimensions of these antennas were optimized using CST Studio and then incorporated in 
transient thermal simulations to predict temperature rises in the tissues for 5 min ablation with an 
input power of 30 W for each antenna. At the design frequency of 7 GHz, the measured S11 value 
was −24 dB for the conventional CD, −23 dB for the modified CD, −27 dB for the conventional 
FSD and −18 dB for the modified FSD. The experimental results conducted in porcine liver tissue 
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showed ablation lesions of dimensions 4.1 × 2.7 cm2 for the conventional CD, 4.0 × 2.8 cm2 for 
the modified CD, 4.3 × 2.8 cm2 for the conventional FSD, and 3.7 × 2.8 cm2 for the modified FSD 
antenna. From the simulation results, the modified CD and FSD designs presented good impedance 
matching and 30% more size compactness. Nevertheless, higher reflection coefficients than that 
of the conventional designs were attained due to the application of air-filled coax section. 
Furthermore, elongated ablation zones attained may damage the surrounding healthy tissues. 
 
In (Fallahi, Hojjatollah, et al., 2017), an antenna for a minimally invasive MWA for eradicating 
bilateral adrenal adenomas, symptomatic of Conn’s syndrome was developed in this study shown 
in Fig. 4. The small size of the adrenal gland and targeted adenomas (~10 mm sphere), make the 
existing MWA devices, which have been developed for creating large ablation zones, unsuitable. 
Dielectric properties of different zones of adrenal glands were measured to provide the realistic 
parameters for MWA applicator design. First, coaxial dielectric measurement technique was 
employed to measure the broadband (0.5 – 20 GHz) dielectric properties of ex vivo adrenal glands 
to be included in electromagnetic and thermal analysis of the proposed antenna. A dielectric-
loaded coaxial monopole antenna was initially chosen to operate at 2.45 GHz due to the constraints 
of short ablation zones. Water was selected for dielectric loading due to its high permittivity (ɛr 
~78 at 2.45 GHz) in addition, it serves as means to actively cool the coaxial cable, thereby limiting 
passive heating along the length of the device.  
 
Figure 4. Illustration of the (a) antenna tip and (b) geometry employed for 2D computational model (Fallahi, 
Hojjatollah, et al., 2017). 
Compared to MWA applicators in current use, where ablation zone length is typically ~30-40 mm, 
the proposed device offered improved control in heating along the length of the applicator. Water 
inflow/outflow channel increase the total size of the antenna which increase the invasiveness of 
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the antenna makes it less desirable for percutaneous applications. Further investigation and 
optimization of antenna designs, future efforts should characterize the relationship between 
applied power levels and ablation duration on ablation zone size.  
 
Authors in (Mohtashami, Yahya, et al., 2017) presented a reflector-backed slot/monopole antenna 
for generation of directional heating patterns in MWA. This design constituted of a monopole 
antenna backed with a reflector made by extending a portion of the outer conductor of the coaxial 
cable as shown in Fig. 5. The presence of the reflector decreases the radiation of the monopole 
behind the reflector, creating an asymmetric SAR pattern. To further reduce the radiation behind 
the reflector, A semi-cylindrical slot is etched in the outer conductor of the feeding coaxial cable 
away from the base of the monopole. The electric field generated by this slot constructively 
interferes with that generated by slot and monopole combine destructively.  
 
 
Figure 5. Topology of the three structures studied in this paper. Yellow, grey, and white represent Teflon, copper, 
and air, respectively. (a) Axisymmetric monopole antenna. (b) reflected backed monopole antenna (c) Reflector 
backed slot monopole antenna (Mohtashami, Yahya, et al., 2017). 
 
From the simulation and thermal results, the proposed reflector-backed slot attained highly 
directional SAR and heating patterns in which the SAR values behind the reflector are 15 dB below 
the values in the region facing the slot opening and monopole. A prototype of this antenna was 
fabricated to perform MWA experiments in egg white at a power level of 20 W for 5 min. The 
proposed design is relatively narrowband (1.8%) and the resulting radiation can be prone to 
elongated patterns which increases the reflection during the ablation process due to shifting in the 
frequency of operation. Moreover, introduction of slots causes excessive backward heating along 
the antenna shaft without design modification.  
In (Luyen, et al., 2017), authors presented a coax-fed interstitial antenna design for MWA using a 
tapered slot balun. The balun is created by tapering the outer conductor of the coax to make a 
smooth transition from a coaxial line to a parallel-wire line as shown in Fig. 6. Two tapered-slot 
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balun designs, a single-slot and a double-slot balun, were investigated for their use with 
corresponding dipole antennas. The single-slot tapered balun was created by linearly tapering outer 
conductor into a single strip. One arm of the dipole is created by extending the inner conductor. 
The other arm is placed in the slot created by tapering the outer conductor and connected to the 
strip at its distal end using a conductive ring. At its operating frequency, the balun provides 
balanced currents for two arms of the dipole.  
 
Figure 6. Topology of the interstitial antenna design with a single-slot tapered balun and two active segments 
(Luyen, et al., 2017). 
 
For Single slot tapered balun antenna, simulation results revealed VSWR of approximately 1.38 
corresponding to │S11│ value of -16 dB at 6 GHz, demonstrating that the single-slot design 
provided a good impedance match between the dipole and the feed line. SAR levels are reduced 
by 20 dB near the proximal end of the second dipole arm connected to the tapered outer conductor 
and by 30 dB near the proximal end of the tapered balun. Thermal analysis showed that maximum 
lateral dimensions of the ablation zone in the two cut planes are the same and equal to 24 mm. In 
the y-z plane, the maximum lateral radius of the ablation zone is 13.25 mm for the lower side and 
10.75 mm for the upper side. The dimensions of the double-slot balun and the three active segments 
of the dipole, noted in Fig. 7 were optimized in the simulations to achieve a localized SAR pattern 
and good impedance match at 6 GHz. From simulation results, the double-slot tapered balun 
achieves a slightly better impedance matching (│S11│= -20 dB) than the two-segment dipole at 
the operating frequency of 6 GHz. Thermal analysis revealed that antenna using the double-slot 
balun produced a compact volume enclosed by the -30 dB contours, of which the lateral diameter 
(about 26 mm) is even larger than that of the single slot design.  
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Figure 7. Topology of the interstitial antenna design with a double-slot tapered balun and three active segments 
(Luyen, et al., 2017). 
 
A prototype of the antenna with the double-slot tapered balun was fabricated to conduct ablation 
experiments in ex vivo bovine livers. The antenna produced ablation zones with dimensions of up 
to 4.6 × 3.5 × 3.5 cm3 for the case of a 10-minute ablation using 30W input power. Given the 
complexity of the design to achieve more compact SAR Pattern, asymmetrical SAR patterns were 
obtained in both single and double slot tapered balun antennas along with elongated ablation zones 
which may damage the healthy tissues along the insertion path of the antenna.  
 
In (Tal & Leviatan, 2017), authors proposed another method to reduce the microwave ablation 
antenna diameter where they didn’t use antennas whose input impedance matches that of a standard 
50 Ω coaxial cable feed-line. In this work, an extremely thin antenna shown in Fig. 8. designed for 
liver tumour treatment at 10 GHz. The diameter of the central conductor is 0.5 mm, the inner and 
outer diameters of the outer conductor are 0.7 mm and 1.1 mm, respectively. This results in a 
characteristic impedance of 14 Ω. The antenna is then assumed to be embedded in a homogeneous 
lossy dielectric mimicking the liver tumour. Simulations of the antenna that have been performed 
with CST Multiphysics studio, reveal nearly spherical ablated zone around the antenna tip.  
 
Figure 8. Proposed MWA antenna cross section area (Tal & Leviatan, 2017). 
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From simulation results, the proposed design achieved nearly spherical ablation zone. However, 
on the other hand, operating the antenna at such high frequencies as 10 GHz increases the ohmic 
losses which was clearly observed from high mismatch loss of -8 dB at 10 GHz. Operating the 
antenna at frequencies such as that proposed in (Luyen, Hung, et al., 2017) compromised between 
smaller antenna size and higher ohmic losses. In addition, coaxial feed with small diameters hinder 
the power handling capabilities of the coax cable which leads to less power deposited in the 
targeted tissue.  
 
In (Alnassan, Hussein, et al., 2014), numerical simulation of microwave ablation was proposed as 
a step in the implementation of system design to calculate the temperature distribution of targeted 
radiation dipole antenna for microwave ablation at 2.45GHz. This experiment achieved power in 
the range 50W, 60W and 70W through the temperature profile around the antenna. In addition, the 
ablation time was set in the range 300s, 600s and 900s. The goal was to develop a device for 
directional tumour ablation avoiding destruction of healthy structures. The antenna was designed 
and simulated by varying the directive windows angle during the ablation. A metal catheter with 
diameter of 3mm was chosen to guide the generated electromagnetic waves to the dielectric 
window as shown in Fig. 9.  
 
 
Figure 9. Antenna top and side section (Alnassan, Hussein, et al., 2014). 
 
This model was designed using COMSOL 4.3 computer simulation for temperature distribution 
around the antenna tip on two opposite sides (active window side and non-active side). The 
numerical simulation showed ablation zone on active side with radius of 2cm and l cm on non-
active side for 600s. One other feature of this device is the SAR patterns are clearly uneven on the 
opposed sides that means the difference values of absorbed heat energy by tissues.  
 
The feasibility of using high frequency microwaves for tissue ablation by comparing the 
performance of a 10 GHz microwave ablation system with that of a 1.9 GHz system was 
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demonstrated in (Luyen, Hung, et al., 2013; 2014). Two 1.9 GHz and 10 GHz floating sleeve 
dipoles antenna prototypes were designed and simulated using CST Microwave Studio. In the full-
wave EM simulations, the sleeve lengths were optimized to achieve localized SAR patterns at 1.9 
GHz and 10 GHz. The ablation experiments were conducted in bovine liver. At the frequencies 
where the ablation experiments are conducted, an S11 of lower than -15 dB was achieved. 
  
 
Figure 10. Topology of the floating sleeve dipole antenna used in ablation experiments. (a) Side view. (b) Cross-
sectional view (Luyen, Hung, et al., 2013; 2014). 
 
 
Figure 10 shows the floating sleeve antennas designed and fabricated for use in ex vivo 
experiments with bovine liver. The 10 GHz and 1.9 GHz experiments resulted in comparable 
ablation zone dimensions. While at higher frequencies the penetration depth of EM waves into 
biological tissues reduces, the higher conductivity at these frequencies results in significantly 
higher temperature levels near the antenna. This high temperature level in conjunction with 
thermal diffusion is believed to be responsible for creating the large ablation zone observed at 10.0 
GHz (Thongsopa & Thosdeekoraphat, 2013; Vojackova, Lucie, et al., 2014). The multi floating 
sleeve antenna proposed added to the total diameter of the applicator which leads to less intrusive 
design which is less desirable by the patients undergo such treatment procedures.  
 
In (Maini, Surita & Marwaha, Anupama, 2013), a new multi section floating sleeve interstitial 
coaxial antenna for microwave ablation was proposed. The antenna has an asymmetrical floating 
sleeve featuring a split tip on the tip as shown in Fig. 11. Performance of the antenna has been 
evaluated numerically, taking into account the temperature distribution, antenna impedance 
matching, size and shape of the thermal lesion at the operating frequency 2.45GHz. A power of 60 
Watt provided to the proposed design for 66 sec. The corresponding increase in temperature has 
been evaluated by the Bio heat equation. COMSOL Multiphysics FEMLAB version 3.4 has been 
used as primary computer simulation tools.  
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Figure 11. Schematic diagram of multi-section floating sleeve antenna (Maini, Surita & Marwaha, Anupama, 2013). 
 
The proposed antenna results depicted that with reflection coefficient -27 dB, the antenna was well 
matched and having capability of creating spherical ablation zones up to 2 cm in radius using 60-
Watt input power at 2.45 GHz. In addition, the surface heat is well distributed and strong near the 
tip of the antenna of spherical shape, leading to the high temperatures, but heat lesion gets weaker 
as it goes far from the antenna tip. The multi section floating sleeve antenna proposed a good 
agreement between temperature distribution, heat lesion, and reflection coefficient in comparison 
with the floating sleeve antenna. The multi floating sleeve antenna proposed had much larger 
diameter than the conventional floating sleeve antenna.  
 
Taj-Eldin, Mohammed and Prakash, Punit (2014) compared microwave ablation with interstitial 
single and multi-antenna configurations operating at 915 MHz vs. 2.45 GHz while controlling 
transmitted power and treatment duration. Full Wave finite element method (FEM) simulations 
were employed to compare sizes and patterns of ablation zones achievable after 10 min ablations. 
Coaxial dipole antenna was designed and employed to radiate into liver tissue at 915 MHz and 
2.45 GHz, as well as an intermediate frequency of 1.5 GHz as shown in Fig. 12.  
 
 
Figure 12. Simulated heating patterns (Taj-Eldin, Mohammed & Prakash, Punit, 2014). 
 
Simulation and experimental results indicated that a single antenna operating at 2.45 GHz yielded 
an ablation zone diameter ~25% larger than an antenna operating at 915 MHz when powered with 
30 W for 10 min and at higher frequencies, shorter antenna lengths lead to shorter and more 
spherical ablation zones. Experiments performed in ex vivo muscle tissue were in good agreement 
with simulation; more spherical ablation zones were observed for the synchronous array (48 mm 
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× 46 mm) compared to the asynchronous array (57 mm × 42 mm). These results suggest that 
antennas operating at 2.45 GHz may be better suited for rapid creation of spherical ablation zones 
in liver tissue. 
 
The applicator design proposed in (Maini, 2016) is basically a floating sleeve antenna with 
miniaturized tapered cap, which is electrically connected to inner conductor as shown in Fig. 13. 
The structure of tapered cap floating sleeve antenna has been optimized with finite element 
modelling of MWA antennas. It can be observed that with the optimized length of the tapered cap 
of 5 mm with a base diameter of 0.25 mm and angle of 28° the antenna resonates at the operating 
frequency of 2.45 GHz. 
 
 
Figure 13. Schematic diagram of multi-section floating sleeve antenna (Maini, 2016) 
 
At 2.45 GHz the value of reflection coefficient S11 is of the order of -24.8 dB. The ablation lesion 
produced was more of elliptical shape than spherical shape which might not be suitable for treating 
spherical focal tumours and might damage the healthy tissues surrounding the tumour. Several 
designs proposed in the literature provided lower reflection which results in more deposited power 
in the centre and surface of the tumour.  
 
In (Maini, Surita & Marwaha, Anupma, 2012), heating characteristics of coaxial dipole antenna 
and coaxial slot antenna were studied. The two-dimensional finite element method (FEM) were 
used to measure and simulate the results of the coaxial ring slot antenna and coaxial dipole antenna. 
The tip of the dipole antenna is a whole piece of metal, while the inside of the tip of a slot antenna 
is the dielectric of the coaxial cable as shown in Figs 14 and 15, respectively. 
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Figure 14. Schematic of the coaxial dipole antenna (Maini, Surita & Marwaha, Anupma, 2012). 
  
Figure 15. Schematic of the coaxial slot antenna (Maini, Surita & Marwaha, Anupma, 2012). 
 
It was found that from the surface temperature distribution, dipole coaxial antenna had a long tail 
and more prone to backward heating which causes detrimental tissue heating along the antenna 
insertion region with respect to coaxial slot antenna. The lesion produced depend upon the power 
supplied to the antennas, when the input power was increased, larger lesions produced, but with 
backward heating problem caused burning of healthy tissues which poses a huge challenge for 
microwave antenna designs. In the proposed designs, specific tumour geometries needed to be 
modelled. Array configurations of both designs could enhance the results for more localized 
heating pattern. 
 
The design and development of a multi-functional near-field antenna that met the challenge of 
matching the impedance of a rigid 2.2 mm diameter coaxial transmission line to the impedance of 
cancerous tissue was proposed in (Hancock, Chris P, et al., 2013), enabled in situ tissue type/state 
measurements to be made, and allowed biopsy samples to be extracted from (or material to be 
introduced into) the body, all in a single structure. The antenna structure supports the propagation 
of microwave energy at 14.5 GHz for 50W at the distal end was delivered into tissue. The first 
phase of the design was based around a small diameter antenna structure for near-field propagation 
into biological tissue that could be used to perform tissue ablation and measurement only. The 
second phase included the design of an integrated hollow channel to remove material from, or 
introduce material into, the body as shown in Fig. 16. 
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Figure 16. Close-up of the design of the radiating tip that includes the channel used to transport biological tissue or 
introduce radioactive pellets (Hancock, Chris P, et al., 2013). 
 
The near-field antenna structures were designed and simulated using Computer Simulation 
Technology Microwave Studio. A biopsy tube was modelled running down the axis of the centre 
conductor of the coaxial line, and through the end of the ceramic tip. The arrangement of the 4 
holes between the inner and outer conductors was modified and spaced by 180 ⁰ to try to reduce 
the mismatch and loss. In the proposed design, there was lowering of the peak absorption with 
introduction biopsy sample in the hollow channel as the power was spread over a larger volume, 
as there was more power absorbed near the tip, and biopsy worsens the match of the antenna, so 
less total power is delivered to tumour tissue. 
 
2.1.2. Slot Based Applicator Designs  
The authors in (Liu, et al., 2017) introduced minimally invasive multiple-slots antennas with a 
large radiation pattern for microwave tissue ablation at 2.45 GHz and 60 W.  this work presented 
multiple-slots antenna to perform ablation slices within liver tumours of large sizes. The following 
model illustrated in Fig. 17 which contains a basic liver tissue and three multiple-slots coaxial 
antenna. The simulation was carried out in commercial software MULTIPHYSICS COMSOL.  
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Figure 17. 3D representation of the proposed structure (Liu, et al., 2017). 
 
From simulation results, the ablation has a width of 10 cm and a length of 15 cm. The simulation 
results will do a great help to the actual application process when the tumours in patients have 
large size. According to the results, the microwave power was absorbed in the tissue creating 
cylindrical shape around the antenna and its highest values obtain close to the slot. The simulated 
heating area formed a flat plane, which will be helpful for the operation. From the results proposed 
above directional and flat shaped radiation could be achieved using microstrip antenna designs to 
minimize the complications associated with multiple incisions which may cause superficial burns 
from excessive backward heating with the high-power level used above.  
 
The work presented in (Luján, et al., 2017) consists of the modelling of two microwave antennas 
to treat bone tumours. The main goal to design antennas to treat specifically bone tumors is to 
focus the electromagnetic energy to the bone while the surrounding healthy tissue is minimally 
affected. The several study scenarios were proposed to evaluate the performance of each antenna: 
1) slot length, 2) antenna insertion, 3) antenna irradiating bone 4) antenna irradiating a multi-layer 
tissue and 5) input power and application time. Figure 18 describes the geometry of the proposed 
antennas. 2.45 GHz was chosen as a work frequency.  
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Figure 18. Geometry description of the proposed antennas. a) One Slot antenna, b) One slot choked antenna, c) 
Transversal description of the antenna body, d) Model used to predict the outcome when bone tissue is irradiated, e) 
Model used to predict the outcome when a multi-layer tissue is irradiated (Luján, et al., 2017). 
 
 
From thermal results, tissue overheating was observed near slot which can be attributed to the lack 
of control on the amount of power and long duration of radiation exposure. The temperature levels 
required to perform bone drilling or eradicating bone lesions as proposed in literature exceeds 
100°C (Phairoh, C, et al., 2013) which using either proposed designs may hinder necessary longer 
ablation times to provide more confined zones and protect surrounding healthy tissues.   
 
In (Trujillo-Romero, CJ, et al., 2017), a new micro-coaxial double slot antenna for thermal ablation 
in bone was analysed. The antenna was modelled to predict temperature increase in bone, due to 
the MW energy. The ability to heat up bone tissue at hyperthermia, ablation and vaporization 
levels, among other parameters, was analysed. A double slot micro-coaxial antenna was proposed 
with each slot guide the EM radiation to the targeted tissue. The operating frequency of the antenna 
was chosen to be 2.45 GHz. As shown in Fig. 19, a 3D model, which consists of a micro-coaxial 
antenna and a femur section, was proposed. The antenna was made of micro-coaxial cable and the 
slots were located over the external conductor as a ring.  
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Figure 19. Geometries used to model the micro-coaxial antennas. a) 2D Axisymmetric view of the 3D double slot 
antenna, b) 3D model of the antenna inserted in the bone section to be heated, and an example of the mesh used for 
the analyses based on the finite element (Trujillo-Romero, CJ, et al., 2017). 
 
First the EM simulations were completed and the specific absorption rate (SAR) was calculated 
which was used as an input to the thermal models. To know the performance and the efficiency of 
the double slot antenna to generate thermal ablation in bone, the next case scenarios were analysed. 
Three input power levels were studied. Two constant input powers (5 W and 10 W) and a variable 
input power (analytical function, which describes an input power varying from 8 W to 3 W during 
the 15 minutes of treatment). For variable input power, performance of the antenna is better. The 
volume of tissue under vaporization was lower and the volumes of the tissue under hyperthermia 
and ablation (therapeutic effect) were keep at the highest values. From simulation results, 
Reduction of the treatment time may be considered to avoid overheating (>100ºC) and therefore 
reduction of the amount of tissue under vaporization. Reduction of the input power levels to 
achieve therapeutic temperatures may result in longer ablation time. In addition, the applicator 
must be moved to cover more volume in case of low input power which might be inconvenient for 
patients undergo such procedure.  
 
In (Martínez-Valdez, R., et al., 2017), A 2D axisymmetric model, which consists of the micro-
coaxial antenna and a rectangular section to simulate the bone tissue, was proposed. The antenna 
was made of micro-coaxial cable and the slot was located over the external conductor as a ring. 
EM simulations were completed and the specific absorption rate (SAR) was calculated which was 
used as an input to the thermal models.  Parametric studies were applied to determine the worst 
and the best parameters (frequency, slot length and location), to get the worst and the best results 
regarding SWR and area covered by therapeutic temperatures. From simulation results, Reduction 
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of the treatment time may be considered to avoid overheating (>100ºC) and therefore reduction of 
the amount of tissue under vaporization. Slot based antennas suffers from excessive backward 
heating which necessitates the use of baluns to minimize the damage of healthy tissues along the 
antenna shaft.  
 
 
Figure 20. Geometry used to model the micro-coaxial antenna. a) 2Daxisymmetric view of the micro-coaxial 
antenna with one slot and its insertion in bone tissue, b) example of the mesh used for the analyses based on the 
finite element method (Martínez-Valdez, R., et al., 2017). 
 
In (Sawarbandhe, Mahesh D., et al., 2016), coaxial slot antenna was designed as shown in Fig. 
21(a). Copper is used as inner and outer conductor while dielectric between them is PTFE. The 
distance of slot from the tip is one fourth of effective wavelength; because that the slot antenna 
behaves same as dipole antenna. Return Loss recorded in simulation and experimental results -
13.3 dB and -18.7 dB respectively. Radiation pattern of the proposed antenna is omnidirectional 
and the obtained VSWR was found to be 1.54 at the operating frequency.  
 
 
Figure 21. (a) Structure of Coaxial Antenna (all units in mm), (b). HFSS simulation of Antenna (Sawarbandhe, 
Mahesh D., et al., 2016). 
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From the simulation and experimental results, the reflection recorded was so much higher than 
that of several slot-based coaxial antennas introduced in literature which hinders the antenna to 
effectively eradicate the tumour tissues.  
 
In (Razib, Alimul, et al., 2016), the simulation analysis of single slot Microwave Coaxial Antenna 
(MCA) for different slot positions was studied. Figure 22 shows 3D model of a basic breast tissue 
with a tumor and a single slot coaxial antenna which using COMSOL with different slot positions. 
MCA was excited at operating frequency of 2.45 GHz with a power of 10 W.  
 
 
Figure 22. Schematic diagram of a breast tissue with tumor (Razib, Alimul, et al., 2016).  
 
From simulation results, the highest surface temperature is 477K for t =2min and the slot position 
is at 50% of the tumor where the tumour gets fully burnt with less damage to normal tissues. 
However, more healthy tissues get damaged and tumour was not fully destroyed for slot position 
of 75% and 25% of the tumor. In addition, in all cases, the microwave power was absorbed in the 
tumor creating ellipsoidal shape around the antenna slot and its highest values obtain close to the 
slot and decreases with the distance. From the simulation analysis, microwave power absorption, 
SAR distribution, temperature distribution was directly dependent on slot positions. From the 
analysis, when the antenna is placed in the centre of tumour tissue, equal distribution of microwave 
power will be generated within the cancerous cells results in tissue being successfully ablated after 
the ablation procedure. In addition, lower power levels are recommended as they provide more 
control over the resulting ablated lesion and minimize radiation exposure of surrounding healthy 
tissues. Temperature levels generated in all cases will produce charred or desiccated tissues which 
degrades the antenna performance during the procedure.  
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(Gas & Szymanik, 2018) described the coupled electro-thermal problem of local heating of hepatic 
tumors during microwave ablation treatment using proposed multi-slot coaxial antenna. A 2D 
axisymmetric model of multi-slot antenna has simple structure as illustrated in Fig. 23. Such thin 
needle applicator is made of two coaxial conductors separated by a cylindrical dielectric layer with 
a 50-ohm feeding.  
 
 
Figure 23. multi-slot coaxial antenna and its model including the antenna dimensions (Gas & Szymanik, 2018). 
 
S-parameter was found to be -44.24 dB at 2.45 GHz. A 20.53 W power achieved ablation zone of 
radius 8.5 mm. The obtained S11- parameter distribution confirmed that, for new dimensions of 
the antenna slots and their arrangement, the antenna resonant frequency. In the next step of 
optimization procedure, the total input power elevations of the microwave applicator were selected 
in such a way that the tissue temperature does not exceed the limit values for thermal ablation, i.e. 
50 – 110°C. 
 
2.1.3. Looped, Helical Based Applicator Designs  
Authors in (Maini & Shekhawat, 2018) proposed Copper Tube Sleeve Coaxial Spiral Antenna. 
The proposed design was optimized with 10 numbers of turns for liver at a frequency of 2.45 GHz 
as shown in Fig. 24. The important feature of the proposed antenna is that it increases the area of 
conduction of microwaves which increases the capacitance per unit length of the coaxial line, 
which can be considered as effective parallel capacitors.  
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Figure 24. Copper Tube Sleeve Coaxial Spiral Antenna (Maini & Shekhawat, 2018). 
 
From simulation results, it was found that the proposed design provides reflection coefficient (S11) 
of the order of -37.19 dB for number of turns 10. SAR was observed that 9.99 watt was accepted 
by the liver from 10-Watt incident power. For the entire tissue mass 0.538 Kg with the average 
power of -17.27 dBm, the total SAR in terms of power is 42.64 dBm/kg. From the electromagnetic 
and thermal analysis of the proposed design, despite the compact size of the antenna, the radiation 
within the liver model is rectangular shaped pattern, therefore, it more suitable for treating tumours 
with rectangular shapes. Operating the antenna at low frequency bands produces inhomogeneous 
SAR patterns and the ablation process will be prone to hot spots in the targeted lesion. 
 
In (Vojackova, Lucie, et al., 2014), the article demonstrated the possibility of utilization of 
interstitial applicators virtually organized in several configurations for the treatment of the breast 
cancer by microwave thermos-ablation. The interstitial helix antenna was adapted and numerically 
tested, using full wave EM simulator SEMCAD X, at the 2.45 GHz shown in Fig. 25. A simple 
homogeneous breast phantom with a 2mm skin layer considered here was taken from literature. 
For this study a spherical tumour of diameter d = 20 mm was virtually placed into the breast 
phantom. First, one applicator was examined, and results showed that part of power was absorbed 
by skin and healthy tissue, also it was obvious that the SAR distribution quantity was not 
homogenous in the whole tumour volume.  Then two applicators were placed and SAR in the 
volume of a sphere is more homogeneous.  
 
 
Figure 25. Detail of a helix modelled in SEMCAD X (Vojackova, Lucie, et al., 2014). 
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Thermal simulations for the configurations with one and two applicators were done to ensure 
thermos-ablation procedure (temperature higher than 45). It was found that due to the tumour 
volume the use only one or two applicators was enough. Usage of two applicators is better because 
the temperature in skin is not so high in comparison to the case with one applicator. Array 
configuration of the proposed applicator may not be suitable for treating tumours near vessels 
which need more directional heating patterns depending on the tumour shape to avoid radiation 
exposure to vessels or healthy tissues (Karampatzakis, Andreas, et al., 2013; Thongsopa & 
Thosdeekoraphat, 2013; Ortega-Palacios, Rocío, et al., 2012; McWilliams, Brogan, et al., 2015). 
 
In (Luyen, Hung T., et al., 2015), two new classes of recently developed in (Luyen, et al., 2015; 
2014) for interstitial MWA were discussed. The first class of antennas comprises a balun free 
helical radiator fed at its base with a coaxial cable shown in Fig. 26. When this antenna is operated 
at its second resonant frequency, the feed point acts as a natural high impedance point and chokes 
the current flow on the outer surface of the feeding coaxial cable. Due to the large impedance 
mismatch between the feeding coaxial cable and the antenna, an impedance matching network is 
used within the feeding coaxial cable that matches the high feed-point impedance to the lower 
impedance of the feeding cable.  
 
 
Figure 26. (a)Topology of the proposed helical antenna and matching section. Dark grey represents copper, light 
grey represents Teflon, and white represents air. (b) Equivalent circuit model of the matching section (Luyen, Hung, 
et al., 2015; 2014). 
 
The second class of antennas comprises balanced dipole or loop antennas fed with balanced, 
shielded two-wire transmission lines. In this case, the balanced two-wire line is placed inside a 
hollow conductor that acts as a floating shield and does not allow the fields of the line to penetrate 
the surrounding region. The antennas were operated at 10 GHz. Figure 27 shows an example of a 
dipole and a loop antenna fed using such a line. In such a structure, the current flowing on one 
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conductor of the feeding line (and one antenna arm) is balanced by the current flowing on the other 
conductor (and the other antenna arm). Therefore, no RF current flows on the outer surface of the 
floating shield. 
 
 
Figure 27. Topology of a balanced dipole a) and loop (b) antenna fed with a shielded two-wire line (Luyen, Hung T., 
et al., 2015). 
 
In aforementioned designs, limitations of the fabrication process yielded to use lower performance 
pi matching network instead of using better performance quarter wavelength transformer (i.e. 
broader bandwidth and better impedance matching). Smaller diameter of catheter is needed for 
smaller sized antennas to achieve more comfortable less invasive procedures for the patients.  
 
2.2. Critical Evaluation of Literature  
 
Several antenna designs have been proposed in the aformentioned literature to achieve more 
compact applicator with low return loss to increase the power deposited within the tumour tissue 
and in turn achieve  the required temperature levels and SAR value for successful ablation 
procedure. Most of antenna designs proposed use either linear element or coaxial slot as their 
primary mode of radiation and can be categorized as follows: 
➢ Designs primarily comprised of a linear element include monopoles, dipoles, tri-axial, cap disk 
and tapered cap antenna design as shown in Fig. 28. These antennas are highly efficient with 
good broadside radiation patterns. However, without design modification they are relatively 
narrowband and have elongated patterns. Moreover, Broadside radiation is found not to be  
suitable radiation for ablating large focal tumours with nearly spherical shape. These designs 
may result in existing tumour tissues not being successfully ablated which justified the use of 
high input power to force full destruction of untreated cancereous lesions (Sanpamch, et al., 
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2015; Brace, Christopher L, et al., 2005; Alnassan, Hussein, et al., 2014; Hürter, W, et al., 
1991; Labonte, Sylvain, et al., 1996; Tal, et al., 2015; Huang, Chi-Fang, et al., 2014; Schaller, 
Gerd, et al., 1996; Strickland, AD, et al., 2002). 
 
 
Figure 28.  Schematic cross sections of monopole, dipole, tri-axial, Cap Disk and Tapered Cap antenna designs for 
microwave ablation. 
 
➢ Coaxial or slot antenna designs radiate from a smaller point and can be designed to produce 
relatively low reflections with acceptable radiation patterns and their smaller radiation point can 
be desirable for ablation of small volumes. However, single slot antennas suffer from excessive 
backward heating along the antenna shaft without design modification which may damage 
healthy tissues surrounding the tumour and antenna shaft. Baluns such as floating sleeves and 
chokes are proposed to overcome the backward heating problem associated with coaxial slots 
as depicted in Fig. 29. However, baluns add to the total antenna diameter, making them less 
attractive for use in percutaneous applications. The word balun is referred to the structure that 
links a balanced two-conductors’ transmission line to unbalanced line such as coaxial 
transmission line (John & Ronald , 2002). Natural chokes are proposed in the literature by 
selecting the operating frequency to be at the second harmonic frequency with much higher 
reflection which necessitate the use of matching sections such as quarter wavelength 
transformer or pi-network to lower the high reflection at the selected operating frequency and 
minimize the damage of the surrounding healthy tissues due to backward heating (Luyen, Hung 
T., et al., 2015; Lin, James C & Wang, Yu-Jin, 1996; Hancock, Chris P, et al., 2013; Maini, 
Surita & Marwaha, Anupma, 2012; Maini, Surita & Marwaha, Anupama, 2013; Longo, Iginio, 
et al., 2003; Luyen, et al., 2015; Hamada, L, et al., 2000; Gas & Szymanik, 2018). 
 
 
Figure 29. Schematic cross sections of choked and floating sleeve coaxial slot antennas. 
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➢ Looped and helical antenna designs illustrated in Fig. 30 have been reported for tissue 
ablation treatment. Looped antenna designs have been described for cardiac ablation (Gu, 
et al., 1999; Shock, et al., 2004; Reimann, Carolin, et al., 2016; Mays, R. Owen, et al., 2016). 
With the advantage of size compactness and homogenous SAR distribution, helical 
antennas operating in normal mode have been described for liver and breast ablation 
treatment (Vojackova, et al., 2014; Luyen, et al., 2015; Yu, Nam C, et al., 2006). 
 
 
Figure 30. Schematic cross section of spiral and helical antenna presented in the literature for tumour ablation. 
 
Since the helix dimensions are very small fraction compared to wavelength, helix will 
operate in normal mode (n L<< λ) where n is the number of turns and L is the length of 
single turn. Its radiation pattern is an Omni-directional pattern similar to short straight 
conductor parallel to the helix axis. However, helical antenna designs operating in normal 
mode given the critical dimensions of the helix provide omni-directional patterns and large 
portion of the applied power was absorbed by the skin and healthy tissues surrounding the 
targeted tumour due to high mismatch losses. 
 
 
A brief comparison between antenna designs proposed in microwave ablation therapy is illustrated 
in Table 2 highlighting the advantages and drawbacks of each design approach and expected 
solutions suggested by previous research which still have limitations yet to be alleviated.  
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Table 2. Comparison between Antenna Designs proposed in Literature 
A
n
te
n
n
a
 
ty
p
e
 
Structure Features  
Shortcomings yet to be 
solved 
Proposed Solutions  
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-Highly efficient 
-Omni-directional 
radiation 
-Relatively narrowband 
-Elongated patterns 
-Unsuitable for ablating 
large focal tumours with 
nearly spherical shape 
(cancer cells not being 
sucessfully ablated). 
- Floating sleeves and chokes are proposed as baluns to overcome the 
backward heating problem. 
- Increased antenna size which may lead to superficial skin burns . 
- Less desirable for percautaneous applications (Martínez-Valdez, R., 
et al., 2017; Sawarbandhe, Mahesh D., et al., 2016; Brace, 
Christopher L, 2010; Luyen, Hung, et al., 2017; Luján, et al., 2017; 
Preston, et al., 2018; Fallahi, Hojjatollah, et al., 2017; Mohtashami, 
Yahya, et al., 2017). 
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-Relatively low 
reflections 
-Acceptable 
radiation patterns 
-Suitable for 
ablation of small 
volumes. 
-Excessive backward 
heating along the antenna 
shaft which may damage 
healthy tissues 
surrounding the tumour 
and antenna shaft. 
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-Compact size 
-Homogenous 
SAR distribution 
due to high power 
density 
-High Mismatch losses 
-Large portion of applied 
power absorbed by skin 
and healthy tissues 
surrounding the targeted 
tumour. 
-Selecting the operation frequency at the second harmonic frequency 
to produce natural chokes with much higher reflection. 
-Matching sections such as quarter wavelength transformer or pi-
network are indispensible to minimize the damage of the surrounding 
healthy tissues due to backward heating (Gu, Zeji, et al., 1999; 
Reimann, Carolin, et al., 2016; Mays, R. Owen, et al., 2016; Yu, Nam 
C, et al., 2006; Vojackova, et al., 2014; Maini & Shekhawat, 2018) . 
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A brief overview on several conventional designs was presented in the literature. These designs 
were classified as a linear element, coaxial slot, looped, or helical-based designs. These are highly 
power efficient designs, with good broadside radiation patterns. However, they are relatively 
narrowband, and radiation can be prone to hot spots or elongated patterns. In addition, coaxial or 
slot antennas are designed to produce relatively low reflections with acceptable radiation patterns 
and are desirable for ablation of only small volumes. However, proposed slot antenna designs 
suffer from excessive backward heating along the antenna shaft without design modification. 
Coaxial chokes were proposed to reduce the backward heating by eliminating the current on the 
outer conductor of the coaxial cable. However, chokes add to the total antenna diameter, making 
them less desirable for use in percutaneous applications. Continually improving antenna 
performance such as minimum reflection, wider bandwidth, size compactness along with focused 
energy radiation are considered indispensable and most challenging requirements of antenna 
design to ensure optimal microwave ablation treatment procedure.  
 
2.3. Applicator Design Considerations for Successful Ablation 
 
The following applicator design considerations are summarized to narrow down the basic 
requirements to attain optimum applicator design and successful ablation  
 Prior understanding of tumour shape and its peripherals helps synthesizing the required 
electric field which generates heating conformal to the actual tumour shape and minimizes 
unnecessary radiation exposure.  
 Creating EM radiation conformal to a cancerous lesion shape is manifested by calculating 
current distributions on antenna surface using Maxwell equations and applying boundary 
conditions to reach the desired EM radiation. 
 Highly-directed (End-Fire) radiation within targeted region is more efficient in creating 
confined homogeneous heating reaching sufficient temperature levels required for 
successful ablation i.e. temperature greater than or equal 50℃ rather than omni-directional 
(Broadside) radiation with zero-radiation regions and undesired radiation towards 
surrounding healthy tissues (Hancock, 2014; Brace, Christopher L, et al., 2005; (Balanis, 
Constantine A., 2005).  
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 Achieving the acceptable ablation safety margins where 50℃ contour encompasses and 
eradicates a radial distance extending from 5 to 10 mm of surrounding healthy tissues away 
from tumour boundary to assure no transfer of cancerous cells through blood vessels ensure 
complete eradication of tumour and its peripherals. This alleviates the possibility of cancer 
recurrence (Prakash, Punit, 2010; Poulou, Loukia S, et al., 2015; Singh & Repaka, 2017). 
 Operating at higher frequencies than 0.9, 1.5 and 2.45 GHz commonly used in microwave 
ablation targets higher thermal conductivity which in-turn increases energy absorption 
within targeted regions and provide more size compactness of the applicator and confined 
heating (Hulsey, et al., 2015; Hancock, 2011; Brace, Christopher L, et al., 2004; Brace, 
Christopher L, et al., 2005). 
 Directed radiation helps lower the input power required for ablation and provide more 
control over heating within the targeted lesion.  
 Maintaining less than -10-dB reflection (maximum acceptable voltage standing wave ratio 
VSWR is 2.0) stability over wide frequency range is indispensable to overcome increase 
in reflection during ablation (Balanis, Constantine A., 2005). 
 Heterogeneous dielectric properties and disparity of water content in single biological 
tissue hinder creating successfully ablated lesion using narrowband operation which 
enquires wide band feature to helps provide minimum reflection stability during ablation, 
save as much healthy tissues as possible and alleviates possibility of tissue not being 
successfully ablated. 
Chapter Three                            Semi-Analytical Numerical Nearfield Calculation of TDFT Antenna  
46 
 
Chapter three  
Semi-analytical Numerical Nearfield Calculation of TDFT Antenna 
3.1. Introduction and Overview af Opened-Out Coaxial Line Antennas 
 
Research began with investigating several types of antenna designs, differentiating between the 
performance of each antenna based on the previous considerations by identifying the drawbacks 
and advantages of each design. It was found that most commonly used antenna designs have a 
narrowband feature and used high input power which was ineffective in treating a single biological 
tissue with such heterogeneous properties according to the percentage of water content and fats 
within the tissue. Moreover, choosing the antenna design is basically determined by the shape of 
the radiation and the consequent thermal heating desired to successfully eradicate the targeted 
lesion. Slot based designs as mentioned earlier in chapter 2, suffer from excessive backward 
heating and it is basically suitable for small tumours. In addition, looped or helical antennas have 
the advantage of providing high power density. But on the other hand, helical antennas with normal 
mode operation have critical dimensions and offer a narrowband feature which hinders the stability 
of antenna performance as it significantly deteriorates with the shifting of the operating frequency 
during ablation. This can be observed in overheating of the cable and high reflection encountered 
with helical antennas yielding superficial skins burns and complications during ablation 
(Vojackova, Lucie, et al., 2014; Maini & Shekhawat, 2018).  
 
For linear based element such as dipole, monopole and triaxial designs, they are distinguished by 
easy of insertion and high efficiency over a very narrow band and inhomogeneous radiation 
especially in the axial direction which cause the antenna performance to be susceptible to change 
in frequency of operation as a result of tissue dehydration and provide tissues not being 
successfully destroyed after ablation (Brace, Christopher L, 2010).  
 
Also, it was believed that designing a specific type of antenna to create a customized thermal 
profile is one of the major limitations of these designs as it requires selectively heating targeted 
lesion with minimum radiation exposure towards surrounding healthy tissue. Existing microwave 
applicators produce unconformable electromagnetic radiation which yields inhomogeneous energy 
deposition and results in tissues not being successfully eradicated. 
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In this section, we investigate that controlling the shape of applied electric field yields to control 
SAR pattern which in-turn synthesizes controlled and confined temperature profiles using low 
input power. As demonstrated from literature, temperature distribution is found greatly dependent 
on SAR pattern and applied electric field which can be evaluated by identifying the corresponding 
current distribution on the antenna surface. Synthesizing a customized temperature profile was 
proposed in literature using an array of linear-based antennas to achieve the desired electric field 
distribution, by using a linear-based array of discrete current sources (Sharma, Shashwat & Sarris, 
Costas D., 2016).  
 
This research proposes a synthesized microwave antenna to provide axially and rotationally 
uniform directed electric field yielding homogeneous and confined heating within the targeted 
cancerous lesion. Using low power along with alleviating high reflection due to shift in frequency 
of operation during ablation associated with narrow-band designs, ultra-wide band feature was 
chosen to overcome such limitations providing enhanced performance and maintaining minimum 
reflection stability during ablation.   
 
Antenna types are defined and categorized based on how they are initially synthesized for instance 
wire, stubs, slots and aperture antenna designs. These types are classified and arranged as an 
evolutionary sequence from wide to narrow bandwidth over various studies and research. Due to 
the advent of modern digital communication techniques, several antenna designs have been 
developed over the years to fulfil the grown demand in higher-bandwidth antennas. Ultra-
Wideband (UWB) is a widely recognized in wireless technology for low power, interference 
immune and high data rate applications like radar imaging, position localization, sensor data 
collection and medical imaging. Therefore, numerous antenna designs have been proposed in 
literature to achieve the most significant requirements for UWB technology.  
Applicator designs as previously mentioned in section 2.2 such as slot-based designs are suitable 
for treating only small tumours and excessive backward heating hinders these designs to apply 
confined heating with minimum damage towards surrounding healthy tissues. In addition, due to 
critical dimensions of helical-based designs and change in dielectric properties of the surrounding 
tissues during ablation, antenna performance deteriorates significantly during ablation and as they 
provide broadside radiation, undesired radiation towards surrounding healthy tissues is 
encountered and damage large portion of the organ after the procedure. Therefore, investigating 
linear-based radiator to achieve more directed axial radiation with wide band feature is the main 
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challenge in this work to provide directed EM radiation and hence confined heating within the 
targeted area.  
 
 One of commonly known designs evolved for UWB technology are opened-out coaxial-line based 
designs. Figure 31 illustrates the classification of coaxial-line based antennas. They are introduced 
in such a way that provides better understanding of how one type evolves into another. It is clearly 
observed from Fig. 31, that antennas with abrupt discontinuities have large reflections such as 
conventional monopole antenna where reflections cancel over very narrow frequency bands, while 
antennas with small and gradual discontinuities such as volcano-smoke antenna have small 
reflections over wide frequency bands (Kraus, John D & Marhefka, Ronald J, 2002). 
As shown in Fig. 31, Opened-out coaxial line antennas are evolved from the very broadband 
gradually tapered “Volcano-smoke” through intermediate bandwidth “Conical antennas” to the 
narrowband of quarter-wavelength monopole antenna. In addition, these designs are 
omnidirectional in the azimuth plane with null radiation along the vertical (zenith) direction.  
 
 
 
Figure 31. Evolution from (a) broadband gradually tapered volcano smoke through (b) intermediate bandwidth 
Conical antenna to (c) narrow bandwith λ/4 monopole (John & Ronald , 2002).  
 
It is believed that the volcano smoke antenna (VSA) topology offers the unique advantages of 
simplicity, exceptional bandwidth over other broadband antennas. Nevertheless, one of the 
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limitations associated with VSA is the fabrication process which is prone to inaccuracy and leads 
to inadequate results.  Due to the abrupt transition between the coaxial cable and 3D bulb structure 
associated with conventional VSA, high impedance mismatch occurs at the junction between the 
bulb and coaxial feed which affects all frequencies of operations and lead to disruption of VSWR 
(Lopez, Aida Garcia, et al., 2013; Paulsen, Lee, et al., 2003). In addition, all antenna designs 
presented in Fig. 31 have relatively low directivities and offers broadside radiation with null along 
the antenna axis. 
 
Several antenna designs are widely evolved in the history of UWB development activities due to 
constant demand of higher data rate and multiservice wireless applications (Yeoh & Rowe, 2015; 
Schantz, 2012). One of which are conical-based antenna designs. Several examples of conical 
antennas are proposed in the literature, such as conventional conical monopole and biconical 
antenna (Balanis, Constantine A., 2005), and the planar inverted cone antenna (PICA) (Suh, et al., 
2004). Conical monopole antenna is adopted in this work because of its exceptional wideband 
feature, compact size and ease of implementation. Extensive parametric studies distinctly 
presented in literature of conical structures to achieve impedance matching over ultra-wide 
bandwidth for several wireless applications. Figure 32 shows an example of conical antenna design 
and its radiation pattern at different operating frequencies. As stated in (Yeoh & Rowe, 2015), it 
was noticeably showed that the wider the flaring of radiating end of the antenna structure is, the 
narrower the beam-width of the radiation pattern is, hence more directional radiation especially at 
higher frequencies when antenna dimensions become larger compared to wavelength as depicted 
in Fig. 32 (Yeoh & Rowe, 2015). It was also investigated that wider flaring angle gives shorter 
conical length at the same frequency of operation (Yeoh, et al., 2010).  
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Figure 32. Conical monopole antenna and its radiation pattern in both elevation (on the left) and azimuth planes (on 
the right) (Yeoh & Rowe, 2015). 
 
Nevertheless, their exceptional impedance matching over ultra-wide bandwidth, most conical 
monopole antennas have a flat truncated tip which abruptly minimizes currents excited on the 
antenna tip and gives broadside radiation with null along cone axis regardless how wide the cone 
angle theta is. To provide EM radiation equally distributed within the selected area as mentioned 
earlier, axially directed radiation is essential to directed maximum power within the selected 
tumour. This directional radiation helps creating confined heating and reaching temperature levels 
required for complete cell destruction i.e. temperatures exceed 50 ℃ where irreversible changes 
of tissue properties occur and results in instantaneous cell death when temperatures reach 60 ℃ 
and above. To provide such radiation, a study of structural optimization of conical monopole 
antenna is performed to investigate the potential of axially directed EM radiation in providing 
confined heating and successful ablation. In order to achieve axial directed radiation, a taller and 
fine elongated tip is implemented on a classical conical monopole antenna as a new radiating 
element to create longer path for currents excited on the antenna surface and cause slow 
deceleration of charges on the antenna tip which generates electric field in the axial direction 
perpendicular to direction of currents excited on the antenna tip according to boundary conditions 
of electric field illustrated in the following equations (Balanis, Constantine A., 2005; John & 
Ronald, 2002).  
𝑛12 ×  (𝐸2 −  𝐸1) = 0 
𝑛12  ×  (𝐷2 −  𝐷1) =  𝜎𝑠 
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Where 𝑛12 is the normal vector on the interface surface between medium 1 and medium 2, 𝐸2 and 
𝐸1 are Electric field intensities in medium 2 and medium 1, respectively. 𝐷2 and 𝐷1 are electric 
displacement field in medium 2 and 1, respectively and 𝜎𝑠 surface charge on interface surface. 
Proven from Faraday’s law i.e. Difference in electric field and any tangential component on the 
interface surface have a dot product equal to zero and therefore electric field has only one 
component parallel to normal vector (𝑛12) and its cross-product with normal vector (𝑛12)  to the 
interface surface is equal to zero (Balanis, Constantine A., 2012).  
 
Extensive parametric analysis is to be conducted taking into consideration that there are critical 
factors to be preserved when designing an antenna as microwave applicator of cancer ablation 
which are listed as follows: 
• Maximum diameter of the antenna should not exceed 3.5 mm in order not to cause 
complications after the ablation procedure (see chapter 1 section 1.4) (Brace, Christopher 
L, 2010; Brace, 2009; Hancock, et al., 2015).  
• Minimum diameter of the antenna to facilitate fabrication, give better power handling 
capability of the coaxial feed and to dissipate heat especially at high frequencies is 1mm. 
With considerations mentioned above, there will be constraints on the degree of gradient of conical 
angle i.e. flaring of conical tip to attain the performance required for successful ablation (see 
section 2.3 in chapter 2). In the next section, analytical and computational evaluation of the current 
distribution and consequent nearfield distribution produced by the new radiating MW applicator 
is presented and will be further compared and validated using the one obtained using commercial 
software packages.   
 
3.2. Synthesis of Antenna geometry 
 
New hemispherical tipped conical monopole antenna is presented in this chapter. Since the new 
antenna is teardrop like structure, it is referred as teardrop flared tipped (TDFT) antenna and 
illustrated in Fig. 33. TDFT design is proposed as interstitial microwave applicator for treating 
focal spherical hepatocellular tumours to provide more precise ablation zones. TDFT design is 
evolved from a conventional monopole antenna where a hemispherical cab is introduced to excite 
currents and its subsequent electric field in the axial direction of the antenna unlike fields produced 
by conventional monopole antenna. TDFT structure consists of a hemispherical tip connected to 
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an inverted conical structure hypothetically connected at its vertex lowermost to a feed point i.e. 
assumed to be inner conductor of a coaxial cable whose central axis is coaxially aligned with the 
axis of the teardrop structure as depicted in Fig. 33. The semi-vertical angle of the conical structure 
is 𝜃𝑜 and 𝐻, 𝑅𝑜, 𝑎 are cone height, slant cone height and upper radius of the inverted cone, 
respectively. The height of the inner conductor of a coaxial feed are denoted as ℎ𝑜. The radius of 
the hemispherical tip is the same as the upper radius of the inverted cone at 𝑧 = 𝐻 and 𝜓 is the 
semi-subtended angle that extends along the perimeter of the hemispherical tip as shown in Fig. 
33. 
 
Figure 33. Geometrical representation of proposed TDFT antenna. 
 
3.2.1. Geometrical Relations on the Hemisphere 
 
The upper hemispherical surface has a radius 𝑎 and center point at (𝑥 = 0, 𝑦 = 0, 𝑧 = 𝐻) and is 
described by the following equation in Cartesian coordinates (Balanis, Constantine A, 2012), 
𝑥2 + 𝑦2 + (𝑧 − 𝐻)2 = 𝑎2 (1) 
 
To get equation (1) in spherical coordinates, one can use the following relations. 
𝑟2 = 𝑥2 + 𝑦2 + 𝑧2 (2-a) 
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𝑧 = 𝑟 cos 𝜃 (2-b) 
 
Where 𝑟 is the radial distance,  𝜃 is the polar angle and 𝜙 is the azimuthal angle. 
This results in the following expression for the spherical surface equation 
𝑟2 − 2𝐻 𝑟 cos𝜃 + 𝐻2 = 𝑎2  (3-a) 
 
Equation (3-a) can be rewritten as: 
𝜃 = cos−1 (
𝐻2 − 𝑎2 + 𝑟2
2𝐻𝑟
)  (3-b) 
 
The following partial derivatives can be obtained from (3) 
𝜕𝑟
𝜕𝜃
= −
𝐻 𝑟 sin 𝜃
𝑟 − 𝐻 cos 𝜃
  (4-a) 
 
𝜕𝑟
𝜕𝜃
= −𝑟
sin 𝜗
cos 𝜗
  (4-b) 
 
𝜕𝜃
𝜕𝑟
= −
𝑟 − 𝐻 cos 𝜃
𝐻 𝑟 sin 𝜃
  (4-b) 
 
𝜕𝜃
𝜕𝑟
= −
1
𝑟
cos 𝜗
sin 𝜗
  (4-c) 
 
The spherical surface can be described by the following equations. 
𝑎 𝑐𝑜𝑠 𝜓 = 𝑟 𝑠𝑖𝑛 𝜃 (5-a) 
𝑎 𝑠𝑖𝑛 𝜓 = 𝑟 𝑐𝑜𝑠 𝜃 − 𝐻 (5-b) 
 
𝜓 = 𝑠𝑖𝑛−1 𝜉 (6-a) 
cos 𝜓 = √1 − 𝜉2 (6-b) 
where, 
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𝜁 =
1
𝑎
 (𝑟 cos 𝜃 − 𝐻) (7) 
 
From the antenna geometry shown in Fig. 33, one can notice 
𝜋
2
− 𝜓 = 𝜗 + 𝜃 (8) 
 
sin 𝜗 =
1
𝑎
𝐻 sin 𝜃 (9-a) 
 
cos 𝜗 =
1
𝑎
 (𝑟 − 𝐻 cos 𝜃) (9-b) 
 
𝑟 = 𝑎 cos 𝜗 +  𝐻 cos 𝜃 (9-c) 
 
𝜕𝜗
𝜕𝑟
= −
1
𝑟
cos 𝜃
sin 𝜃
  (10) 
 
𝜕𝜗
𝜕𝜃
=
𝐻
𝑎
cos 𝜃
cos 𝜗
  (11) 
 
Making use of the relations given by (1) - (7), 
𝜕𝜓
𝜕𝜃
=
1
√1 − 𝜉2
 
𝜕𝜉
𝜕𝜃
=
−𝑟 sin 𝜃 +
𝜕𝑟
𝜕𝜃 cos 𝜃
𝑎√1 − 𝜉2
=
−𝑟 sin 𝜃
𝑎 cos 𝜓
(1 +
𝐻 cos 𝜃
𝑟 − 𝐻 cos 𝜃
) =
− 𝑟
𝑟 − 𝐻 cos 𝜃
 (12-a) 
 
𝜕𝜓
𝜕𝜃
=
− 𝑟
𝑟 − 𝐻 cos 𝜃
 (12-b) 
 
Then it can be reduced to  
𝜕𝜓
𝜕𝜃
=
− 𝑟
𝑎 cos 𝜗 
 (12-c) 
Chapter Three                            Semi-Analytical Numerical Nearfield Calculation of TDFT Antenna  
55 
 
𝜕𝜓
𝜕𝑟
=
1
√1 − 𝜉2
 
𝜕𝜉
𝜕𝑟
=
−𝑟 sin 𝜃
𝜕𝜃
𝜕𝑟 + cos 𝜃
𝑎√1 − 𝜉2
=
(
𝑟 − 𝐻 cos 𝜃
𝐻 + cos 𝜃)
𝑎 cos 𝜓
=
1
𝐻 sin 𝜃
 (13-a) 
 
𝜕𝜓
𝜕𝑟
=
1
𝐻 sin 𝜃
 (13-b) 
 
Then it can be rewritten as 
𝜕𝜓
𝜕𝑟
=
1
𝑎 sin 𝜗
 (13-c) 
 
Half the perimeter of the longitudinal section of the TDFT structure can be expressed as 
ℒ = 𝑅𝑜 − 𝑟𝑜 +
𝜋
2
𝑎 (14) 
 
3.3. Current Distribution on the Antenna Surface 
 
Current distribution on antenna surface varies significantly with antenna length (𝓛) compared to 
wavelength at the operating frequency. Two study scenarios are considered in the analytical model 
adopting two forms of current distributions, one for free space radiation and the other when antenna 
is immersed in a lossy homogeneous dielectric medium i.e. biological tissue. Wavelength λ can be 
calculated using the following formula (John & Ronald , 2002), 
𝜆𝑒𝑓𝑓 =  
𝑐
𝑓√𝜀𝑟
  
Where c is the speed of light in vacuum 3 × 108 m/s, f is the frequency of operation in Hz and 𝜀𝑟 
is the complex relative dielectric permittivity of the surrounding medium (John & Ronald , 2002).  
𝜀𝑟 = 𝜖𝑟 −  𝑗
𝜎
𝜔𝜖𝑜
 
where, 𝜖𝑜 is the permittivity of free space, 𝜖𝑟 is the dielectric constant of the medium and 𝜎 is 
electrical conductivity of dielectric medium in S/m. 
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3.3.1. Current Distribution on Electrically Short Antenna (𝓛 < 𝝀/𝟐) 
 
For free space radiation, antenna length is considered electrically short compared to the 
wavelength. Therefore, on the conical surface, the current has only a radial component 𝐽𝑟 and can 
be described as (John & Ronald , 2002; Balanis, Constantine A, 2005), 
𝐉 = 𝐽𝑜
ℒ − (𝑟 − 𝑟𝑜)
ℒ
 ?̂?𝑟 , 𝑟𝑜 ≤ 𝑟 ≤ 𝑅𝑜, 𝜃 = 𝜃𝑜 (15) 
While on the surface of the hemisphere, the current has two components 𝐽𝑟 and 𝐽𝜃 and can be 
described as (John & Ronald , 2002; Balanis, Constantine A, 2005), 
𝐉 = 𝐽𝑜
𝑎
ℒ
 (
𝜋
2
− 𝜓) [cos(𝜃 + 𝜓) ?̂?𝑟 − sin(𝜃 + 𝜓) ?̂?𝜃], 𝑅𝑜 < 𝑟 ≤ 𝐻 + 𝑎, 0 ≤ 𝜃 ≤ 𝜃𝑜 (16-a) 
 
The last expression (16-a) can be rewritten as 
𝐉 = 𝐽𝑜
𝑎
ℒ
(𝜃 + 𝜗) [sin 𝜗 ?̂?𝑟 − cos 𝜗 ?̂?𝜃], 𝑅𝑜 < 𝑟 ≤ 𝐻 + 𝑎, 0 ≤ 𝜃 < 𝜃𝑜 (16-b) 
 
Also, the last expression (16-b) can be rewritten as 
𝐉 =
𝐽𝑜
ℒ
(𝜃 + 𝜗) [𝐻 sin 𝜃  ?̂?𝑟 − (𝑟 − 𝐻 cos 𝜃) ?̂?𝜃], 𝑅𝑜 < 𝑟 ≤ 𝐻 + 𝑎, 0 ≤ 𝜃 < 𝜃𝑜 (16-c) 
 
𝐽𝑟 = 𝐽𝑜
𝑎
ℒ
(𝜃 + 𝜗) sin 𝜗 , 𝑅𝑜 < 𝑟 ≤ 𝐻 + 𝑎, 0 ≤ 𝜃 < 𝜃𝑜 (17-a) 
𝐽𝜃 = −𝐽𝑜
𝑎
ℒ
(𝜃 + 𝜗) cos 𝜗 , 𝑅𝑜 < 𝑟 ≤ 𝐻 + 𝑎, 0 ≤ 𝜃 < 𝜃𝑜 
 
(17-b) 
3.3.2. Current Distribution on Electrically Long Antenna (𝓛 ≥ 𝝀/𝟐) 
 
For radiation in lossy homogeneous dielectric medium, antenna length becomes greater faction of 
wavelength and it is considered electrically long compared to wavelength. Therefore, on the 
conical surface, the current has only a radial component 𝐽𝑟 and can be described as (John & Ronald 
, 2002; Balanis, Constantine A, 2005) 
𝐉𝑐 = 𝐽𝑜(1 − 𝑟𝑐) cos 𝜅𝑟𝑐 ?̂?𝑟 , 𝑟𝑜 ≤ 𝑟 ≤ 𝑅𝑜, 𝜃 = 𝜃𝑜 (18) 
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where, 
𝑟𝑐 =
𝑟 − 𝑟𝑜
ℒ
 (19) 
 
𝜅 =
2𝜋ℒ
𝜆
 (20) 
 
On the surface of the hemisphere, the current has two components 𝐽𝑟 and 𝐽𝜃 and can be described 
as (John & Ronald , 2002; Balanis, Constantine A, 2005),  
𝐉𝑠 = 𝐽𝑜 (1 − 𝜉) cos 𝜅𝜉  [sin 𝜗 ?̂?𝑟 − cos 𝜗 ?̂?𝜃], 𝑅𝑜 < 𝑟 ≤ 𝐻 + 𝑎, 0 ≤ 𝜃 ≤ 𝜃𝑜 (21) 
 
where, 
𝜉 =
𝑅𝑜 − 𝑟𝑜 + 𝜓𝑎
ℒ
 (22) 
 
The expression (21) can be rewritten as 
𝐽𝑟
𝑠  = 𝐽𝑜 (1 − 𝜉) cos 𝜅𝜉 sin 𝜗 (21-a) 
 
𝐽𝜃
𝑠  = −𝐽𝑜 (1 − 𝜉) cos 𝜅𝜉 cos 𝜗 (21-b) 
 
Superscript s and c denoted to current component on the spherical and conical structure, 
respectively.  
3.4. Evaluation of the Near Field Distribution 
For a current distribution 𝐉 flowing on conducting medium of surface area S, the radiated electric 
field can be obtained as follows (John & Ronald , 2002; Balanis, Constantine A, 2005), 
𝐄 = −𝑗𝜔𝐀 − 𝛁Φ (23) 
 
where 𝐀 is the vector magnetic potential, it can be expressed as (Balanis, Constantine A, 2005),  
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𝐀 =
𝜇
4𝜋
∫ 𝐉 𝐺(𝑅) 𝑑𝑆
𝑆
 (24) 
 
and Φ is the scalar electric potential, it can be expressed as (Balanis, Constantine A, 2005), 
Φ =
𝑗
4𝜋𝜀𝜔
∫(?́?. 𝐉) 𝐺(𝑅) 𝑑𝑆
𝑆
 (25) 
where (?́?. 𝐉) is the surface divergence of 𝐉 at a point on the antenna surface and 𝐺(𝑅) is the Green’s 
function (Balanis, Constantine A, 2005), 
𝐺(𝑅) =
e−𝑗𝑘𝑅
𝑅
, 𝑅 = |𝐫𝑓 − ?́?| (26) 
 
Where 𝐫𝑓 = (𝑟𝑓 , 𝜃𝑓, 𝜙𝑓) is the position vector of a point in radiation zone (near or far) and ?́? =
(?́?, ?́?, ?́?)  is the position vector of a point on the antenna surface. 
Let us set the following, 
𝐀 =
𝜇
4𝜋
𝓙 (27) 
where, 
𝓙 = ∫ 𝐉 𝐺(𝑅) 𝑑𝑆
𝑆
 (28) 
and, 
Φ =
𝑗
4𝜋𝜀𝜔
𝒢 (29) 
where, 
𝒢 = ∫(𝛁𝑠. 𝐉) 𝐺(𝑅) 𝑑𝑆
𝑆
 (30) 
 
Making use of (26) and (28), the expression (22) for the radiated electric field can be written as 
follows, 
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𝐄 = −
𝑗𝜇𝜔
4𝜋
𝓙 −
𝑗
4𝜋𝜀𝜔
𝛁𝒢 (31) 
 
The vector 𝓙 can be expressed in terms of its components as  
𝓙 = 𝒥𝑟 ?̂?𝑟 + 𝒥𝜃 ?̂?𝜃 + 𝒥𝜙 ?̂?𝜙 = 𝒥𝑥 ?̂?𝑥 + 𝒥𝑦 ?̂?𝑦 + 𝒥𝑧 ?̂?𝑧 (32) 
where, 
𝒥𝑥 = ∫ 𝐽𝑥 𝐺(𝑅) 𝑑𝑆
𝑆
, 𝒥𝑦 = ∫ 𝐽𝑦 𝐺(𝑅) 𝑑𝑆
𝑆
, 𝒥𝑧 = ∫ 𝐽𝑧 𝐺(𝑅) 𝑑𝑆
𝑆
 (33) 
 
The vector magnetic potential 𝐀 cannot be evaluated directly in the spherical coordinates using 
(24) or, alternatively, (27). Instead, it can be evaluated using the integrals in (33). This requires 
the transformation of the current distribution vector 𝐉 into the Cartesian coordinates as follows 
(Balanis, Constantine A, 2005), 
(
𝐽𝑥
𝐽𝑦
𝐽𝑧
) = (
sin ?́? cos ?́? cos ?́? cos ?́? − sin ?́?
sin ?́? sin ?́? cos ?́? sin ?́? cos ?́?
cos ?́? − sin ?́? 0
) (
𝐽𝑟
𝐽𝜃
𝐽𝜙
) (34) 
 
The integrals in (32) can, then, be used to evaluate the components of the vector magnetic potential 
𝐀 in the Cartesian coordinates. The following transformation should be done to get the components 
of 𝐀 expressed in the spherical coordinates (Balanis, Constantine A, 2005). 
(
𝐴𝑟
𝐴𝜃
𝐴𝜙
) = (
sin 𝜃𝑓 cos 𝜙𝑓 sin 𝜃𝑓 sin 𝜙𝑓 cos 𝜃𝑓
cos 𝜃𝑓 cos 𝜙𝑓 cos 𝜃𝑓 sin 𝜙𝑓 −sin 𝜃𝑓
−sin 𝜙𝑓 cos 𝜙𝑓 0
) (
𝐴𝑥
𝐴𝑦
𝐴𝑧
) (35) 
 
The expression in (26) can be used to evaluate the components of 𝐀. The numerical operations to 
get the components of 𝐀 in the spherical coordinates can be carried out as follows, 
𝒥𝑟 = 𝒥𝑟
𝑠 + 𝒥𝑟
𝑐 (36-a) 
 
𝒥𝜃 = 𝒥𝜃
𝑠 + 𝒥𝜃
𝑐 (36-b) 
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𝒥𝜙 = 𝒥𝜙
𝑠 + 𝒥𝜙
𝑐  (36-c) 
 
The terms denoted by superscripts s and c refer to the integrals being evaluated on hemispherical 
and conical surfaces, respectively which contribute in calculation of the components of magnetic 
vector potential 𝐀.  For simplicity, let us assume that the evaluation of magnetic vector potential 
𝐀  is at a point in radiation zone (near or far) (𝑟𝑓 , 𝜃𝑓, 𝜙𝑓) on x-z plane where 𝜙𝑓 = 0  
The contribution of the current flowing on the hemispherical surface to the vector magnetic 
potential 𝐀 can be expressed as follows, 
𝐼𝑟
𝑠 = 𝐽𝑟
𝑠(sin 𝜃𝑠 cos 𝜙𝑠 sin𝜃𝑓 +  cos 𝜃𝑠 cos𝜃𝑓) + 𝐽𝜃
𝑠(cos 𝜃𝑠 cos 𝜙𝑠 sin𝜃𝑓 −  sin 𝜃𝑠 sin𝜃𝑓) (37-a) 
 
𝐼𝜃
𝑠 = 𝐽𝑟
𝑠(sin 𝜃𝑠 cos 𝜙𝑠 cos𝜃𝑓 −  cos 𝜃𝑠 sin𝜃𝑓) + 𝐽𝜃
𝑠(cos 𝜃𝑠 cos 𝜙𝑠 cos𝜃𝑓 +  sin 𝜃𝑠 sin𝜃𝑓) (37-b) 
 
𝐼𝜙
𝑠 = 𝐽𝑟
𝑠 sin 𝜃𝑠 sin 𝜙𝑠 + 𝐽𝜃
𝑠 cos 𝜃𝑠 sin 𝜙𝑠 (37-c) 
 
The contribution of the current flowing on the conical surface to the vector magnetic potential 𝐀 
can be expressed as follows, 
𝐼𝑟
𝐶 = 𝐽𝑟
𝐶(sin 𝜃𝑐 cos 𝜙𝑐 sin𝜃𝑓 +  cos 𝜃𝑐 cos𝜃𝑓) (38-a) 
 
𝐼𝜃
𝐶 = 𝐽𝑟
𝐶(sin 𝜃𝑐 cos 𝜙𝑐 cos𝜃𝑓 −  cos 𝜃𝑐 sin𝜃𝑓) (38-b) 
 
𝐼𝜙
𝐶 = 𝐽𝑟
𝐶 sin 𝜃𝑐 sin 𝜙𝑐 (38-c) 
𝒥𝑟 = ∫ 𝐼𝑟
𝑆 𝐺𝑆 𝑑𝑆
Hemisphere
 +  ∫ 𝐼𝑟
𝐶  𝐺𝐶  𝑑𝑆
Cone
  (39) 
 
𝒥𝜃 = ∫ 𝐼𝜃
𝑆 𝐺𝑆 𝑑𝑆
Hemisphere
 +  ∫ 𝐼𝜃
𝐶  𝐺𝐶  𝑑𝑆
Cone
  (40) 
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𝒥𝜙 = ∫ 𝐼𝜙
𝑆  𝐺𝑆 𝑑𝑆
Hemisphere
 +  ∫ 𝐼𝜙
𝐶  𝐺𝐶  𝑑𝑆
Cone
  (41) 
 
 
 
3.5. Evaluation of Surface Integrals 
 
3.5.1. Infinitesimal Surface Area in Spherical Coordinates 
 
In spherical coordinates, consider a small infinitesimal length element between 2 points which can 
be decomposed into (Balanis, Constantine A, 2005), 
 
𝐝𝐥 = 𝑑𝑟 ?̂?𝑟 + 𝑟 𝑑𝜃 ?̂?𝜃 + 𝑟 sin𝜃 𝑑𝜙 ?̂?𝜙 (42) 
 
Where ?̂?𝑟 is the radial unit vector, ?̂?𝜃 is the unit vector that points in the direction of increasing 𝜃 
and ?̂?𝜙is the unit vector rays in the direction of increasing 𝜙.  
For a surface of revolution around the 𝑧-axis (the surface equation is independent of 𝜙), the 
infinitesimal surface element can be expressed as (Balanis, Constantine A, 2005), 
𝐝𝐒 = (𝑑𝑟 ?̂?𝑟 + 𝑟 𝑑𝜃 ?̂?𝜃) × (𝑟 sin𝜃 𝑑𝜙 ?̂?𝜙) (43) 
 
Performing the cross product in (43), one gets 
 
𝐝𝐒 = (𝑟 𝑑𝜃  ?̂?𝑟 − 𝑑𝑟 ?̂?𝜃) 𝑟 sin𝜃 𝑑𝜙 (44) 
 
By implicit differentiation of both sides of (3) one gets, 
𝑑𝑟 = −
𝐻 𝑟 sin 𝜃
𝑟 − 𝐻 cos 𝜃
 𝑑𝜃 (45) 
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𝑑𝜃 = −
𝑟 − 𝐻 cos 𝜃
𝐻 𝑟 sin 𝜃
 𝑑𝑟  (46) 
 
Substituting from (29) into (27), one gets the infinitesimal surface element on the hemispherical 
surface which can be expressed as,  
𝐝𝐒𝑠 = − (
𝑟 − 𝐻 cos 𝜃
𝐻 sin 𝜃
  ?̂?𝑟 +  ?̂?𝜃)  𝑟 sin 𝜃  𝑑𝑟 𝑑𝜙 (47) 
 
𝑑𝑆𝑠 = |𝐝𝐒| =
𝑟
𝐻
√𝑟2 − 2𝐻 𝑟 cos𝜃 + 𝐻2  𝑑𝑟 𝑑𝜙 (48) 
 
Substituting from (3) into (48), one gets the following expression for the hemispherical surface 
described above, 
𝑑𝑆𝑠 =
𝑎
𝐻
  𝑟 𝑑𝑟 𝑑𝜙 (49) 
 
From the geometrical representation of TDFT structure illustrated in Fig. 33, (49) can be written 
as, 
𝑑𝑆𝑠 =
𝑎
𝑅𝑜 cos 𝜃𝑜
  𝑟 𝑑𝑟 𝑑𝜙  (50) 
 
To verify the correctness of the expressions in (49) and (50), let us calculate the surface area of 
the hemisphere by integrating 𝑑𝑆 over the domain: 𝑅𝑜 ≤ 𝑟 ≤ 𝐻 + 𝑎, 0 ≤ 𝜙 ≤ 2𝜋 (Balanis, 
Constantine A, 2012). 
𝑆𝑠 = ∫ 𝑑𝑆𝑠
𝑆
= ∫ ∫
𝑎
𝐻
  𝑟 𝑑𝑟 𝑑𝜙
𝐻+𝑎
𝑅𝑜
2𝜋
0
=
2𝜋𝑎
𝐻
∫   𝑟 𝑑𝑟
𝐻+𝑎
𝑅𝑜
=
2𝜋𝑎
𝐻
[
𝑟2
2
]
𝑅𝑜
𝐻+𝑎
=
2𝜋𝑎
𝐻
[
𝑎2 − (𝑅𝑜
2 − 𝐻2) + 2𝑎𝐻
2
] = 2𝜋𝑎2 
(51) 
 
The expression (51) is exactly the surface area of a hemisphere of radius 𝑎. 
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As the hemispherical surface is independent of 𝜙, the expression in (49) can be further reduced to 
(Balanis, Constantine A, 2012),  
𝑑𝑆𝑠 =
2𝜋𝑎
𝐻
  𝑟 𝑑𝑟   on the hemisphere (52) 
 
On the conical surface defined as 𝜃 = 𝜃𝑜, 0 ≤ 𝑟 ≤ 𝑅𝑜, the surface area element is expressed as 
(Balanis, Constantine A, 2012), 
𝑑𝑆𝑐 =  𝑟 sin 𝜃𝑜 𝑑𝑟 𝑑𝜙 (53) 
𝑑𝑆𝑐 =  
𝑎
𝑅𝑜
 𝑟 𝑑𝑟 𝑑𝜙  (54) 
Where r is the radial distance along the slant height of the cone, 𝜃 is the semi-vertical angle that 
extends from z axis where 𝜃 = 0 to 𝜃𝑜. 
For simplicity, since the height of inner conductor of the coaxial feed ℎ𝑜 is very small compared 
to the wavelength, let us assume than the conical structure extends from the origin to a height H 
and slant height 𝑅𝑜  
To verify the correctness of the expressions in (53) and (54), let us calculate the lateral surface 
area of the cone by integrating 𝑑𝑆 over the domain: 0 ≤ 𝑟 ≤ 𝑅𝑜, 0 ≤ 𝜙 ≤ 2𝜋. 
𝑆𝑐 = ∫ 𝑑𝑆𝑐
𝑆𝑐
= ∫ ∫
𝑎
𝑅𝑜
  𝑟 𝑑𝑟 𝑑𝜙
𝑅𝑜
0
2𝜋
0
=
2𝜋𝑎
𝑅𝑜
∫   𝑟 𝑑𝑟
𝑅𝑜
0
=
2𝜋𝑎
𝑅𝑜
[
𝑟2
2
]
0
𝑅𝑜
= 𝜋𝑎𝑅𝑜 (55) 
 
The expression (55) is exactly the lateral surface area of a cone of radius 𝑎 and slant height 𝑅𝑜. 
As the conical surface is independent of 𝜙, the expression in (54) can be further simplified to 
𝑑𝑆𝑐 =
2𝜋𝑎
𝑅𝑜
 𝑟 𝑑𝑟   on the cone 
 
(56) 
3.5.2. Evaluation of Surface Current Divergence on the Hemisphere 
 
𝛁𝑠. 𝐉 = 𝜂𝑟 + 𝜂𝜃 + 𝜂𝜙 (57) 
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Where 𝜂𝑟 , 𝜂𝜃, 𝜂𝜙 is the divergence of current element in radial, polar and azimuthal direction, 
respectively.   
Since current components on both hemispherical and conical surfaces are in radial and polar 
directions, divergence of current element in azimuthal direction is zero as expressed in (60) 
(Balanis, Constantine A, 2005).  
 
𝜂𝑟 =
1
𝑟2
𝜕
𝜕𝑟
(𝑟2𝐽𝑟) (58) 
𝜂𝜃 =
1
𝑟 sin 𝜃
𝜕
𝜕𝜃
(𝐽𝜃 sin 𝜃) (59) 
 
𝜂𝜙 =
1
𝑟 sin 𝜃
𝜕 𝐽𝜙
𝜕𝜙
= 0 (60) 
 
Current component in polar direction (𝜃) exists only on the hemispherical surface which gives a 
divergence in the polar direction over a surface extends only from 𝑅𝑜 < 𝑟 ≤ 𝐻 + 𝑎, 0 ≤ 𝜃 < 𝜃𝑜 
as written in (61) 
𝜂𝜃 = { 
𝜂𝜃
𝑠 , 𝑅𝑜 < 𝑟 ≤ 𝐻 + 𝑎, 0 ≤ 𝜃 < 𝜃𝑜
0,                               Otherwise                     
  (61) 
 
Current components in radial direction exist on both conical and hemispherical surface which gives 
a divergence in a radial direction as follows  
 
𝜂𝑟 = { 
𝜂𝑟
𝑠, 𝑅𝑜 < 𝑟 ≤ 𝐻 + 𝑎, 0 ≤ 𝜃 < 𝜃𝑜
𝜂𝑟
𝑐 ,              𝑟𝑜 ≤ 𝑟 ≤ 𝑅𝑜,                 𝜃 = 𝜃𝑜     
  (62) 
 
3.5.2.1. Expressions for 𝜼𝜽
𝒔 , 𝜼𝒓
𝒔 and 𝜼𝒓
𝒄 for Short Antenna (𝓛 < 𝝀/𝟐) 
 
𝐽𝜃 = −𝐽𝑜
𝑎
ℒ
(
𝜋
2
− 𝜓) sin(𝜃 + 𝜓),      𝑅𝑜 < 𝑟 ≤ 𝐻 + 𝑎, 0 ≤ 𝜃 < 𝜃𝑜 (63-a) 
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From (8), the expression (63-a) can be rewritten as, 
𝐽𝜃 = −𝐽𝑜
𝑎
ℒ
(𝜃 + 𝜗) cos 𝜗,              𝑅𝑜 < 𝑟 ≤ 𝐻 + 𝑎, 0 ≤ 𝜃 < 𝜃𝑜 (63-b) 
 
From (59), 𝜂𝜃
𝑠  can be evaluated as,   
𝜂𝜃
𝑠 =
1
𝑟 sin 𝜃
(𝐽𝜃 cos 𝜃 +
𝜕𝐽𝜃
𝜕𝜃
 sin 𝜃) (64) 
Where  
𝜕𝐽𝜃
𝜕𝜃
= −𝐽𝑜
𝑎
ℒ
[(
𝜋
2
− 𝜓) cos(𝜃 + 𝜓) (1 +
𝜕𝜓
𝜕𝜃
) − sin(𝜃 + 𝜓)
𝜕𝜓
𝜕𝜃
] (65) 
 
From (12-b), expression (65) can be written as  
𝜕𝐽𝜃
𝜕𝜃
= 𝐽𝑜
𝑎
ℒ
{ 
 𝑟
𝑟 − 𝐻 cos 𝜃
[(
𝜋
2
− 𝜓) cos(𝜃 + 𝜓) − sin(𝜃 + 𝜓)] − (
𝜋
2
− 𝜓) cos(𝜃 + 𝜓)} (66) 
 
𝜕(𝐽𝜃 sin 𝜃)
𝜕𝜃
= 𝐽𝑜
𝑎
ℒ
 {
 𝑟 sin 𝜃
𝑟 − 𝐻 cos 𝜃
[(
𝜋
2
− 𝜓) cos(𝜃 + 𝜓) − sin(𝜃 + 𝜓)]
− (
𝜋
2
− 𝜓) [sin(𝜃 + 𝜓) cos 𝜃 + cos(𝜃 + 𝜓) sin 𝜃]
} (67-a) 
 
Making use of the geometrical relations on the antenna surface shown in Fig. 33, and equation (8), 
equation (67-a) can be reduced to (Balanis, Constantine A, 2005),  
𝜕(𝐽𝜃 sin 𝜃)
𝜕𝜃
= 𝐽𝑜
𝑎
ℒ
 {
 𝑟 sin 𝜃
𝑟 − 𝐻 cos 𝜃
[(𝜗 + 𝜃) sin 𝜗 − cos 𝜗]
−(𝜗 + 𝜃)[cos 𝜗 cos 𝜃 + sin 𝜗 sin 𝜃]
} (67-b) 
Then  
𝜂𝜃
𝑠 = 𝐽𝑜
𝑎
ℒ 𝑟 sin 𝜃
 {
 𝑟 sin 𝜃
𝑟 − 𝐻 cos 𝜃
((𝜗 + 𝜃) sin 𝜗 − cos 𝜗)
−(𝜗 + 𝜃) cos(𝜗 − 𝜃)
} (68-a) 
 
𝜂𝜃
𝑠 =
𝐽𝑜
ℒ
 {
(𝜗 + 𝜃) sin 𝜗 − cos 𝜗
1
𝑎
(𝑟 − 𝐻 cos 𝜃)
− (𝜗 + 𝜃)
𝑎
𝑟
 
cos(𝜗 − 𝜃)
sin 𝜃
} (68-b) 
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Substituting from (9-b) into (68-b), 
𝜂𝜃
𝑠 =
𝐽𝑜
ℒ
 [(𝜗 + 𝜃) (
sin 𝜗
cos 𝜗
−
𝑎
𝑟
 
cos(𝜗 − 𝜃)
sin 𝜃
) − 1]  (69) 
 
An alternative way to arrive at (69) can be as follows 
 
From (58), divergence of current component in radial direction can be written as follows (Balanis, 
Constantine A, 2005),  
𝜂𝑟 =
1
𝑟2
𝜕
𝜕𝑟
(𝑟2𝐽𝑟) =
1
𝑟2
(𝑟2
𝜕𝐽𝑟
𝜕𝑟
 + 2𝑟 𝐽𝑟) (70) 
 
Which can be reduced to  
𝜂𝑟 =
𝜕𝐽𝑟
𝜕𝑟
 +
2
𝑟
 𝐽𝑟 (71) 
Recall from equation (16-b), current component in radial direction on the hemispherical surface 
can be written as 
𝐽𝑟
𝑠 = 𝐽𝑜
𝑎
ℒ
(𝜃 + 𝜗) sin 𝜗,      𝑅𝑜 < 𝑟 ≤ 𝐻 + 𝑎, 0 ≤ 𝜃 < 𝜃𝑜 (72) 
 
𝜕𝐽𝑟
𝑠
𝜕𝑟
=
𝐽𝑜
ℒ
𝑎 [(
𝜕𝜃
𝜕𝑟
+
𝜕𝜗
𝜕𝑟
) sin 𝜗 + (𝜗 + 𝜃) cos 𝜗
𝜕𝜗
𝜕𝑟
] (73) 
 
From equations (4-c) and (10), equation (73) can be written as  
𝜕𝐽𝑟
𝑠
𝜕𝑟
= −
𝐽𝑜
ℒ
𝑎 [(
1
𝑟
cos 𝜗
sin 𝜗
+
1
𝑟
cos 𝜃
sin 𝜃
) sin 𝜗 + (𝜗 + 𝜃) cos 𝜗
1
𝑟
cos 𝜃
sin 𝜃
] (74) 
 
Substituting in (71), 𝜂𝑟
𝑠 can be written as  
𝜂𝑟
𝑠 =
𝐽𝑜
ℒ
𝑎 [
2
𝑟
(𝜗 + 𝜃) sin 𝜗 −
1
𝑟
(𝜗 + 𝜃) cos 𝜗
cos 𝜃
sin 𝜃
−
1
𝑟
(
cos 𝜗
sin 𝜗
+
cos 𝜃
sin 𝜃
) sin 𝜗] (75) 
 
Equation (75) can be simplified to  
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𝜂𝑟
𝑠 =
𝐽𝑜
ℒ
𝑎
𝑟
 {(𝜗 + 𝜃) [2 sin 𝜗 − cos 𝜗
cos 𝜃
sin 𝜃
] − cos 𝜗 − sin 𝜗
cos 𝜃
sin 𝜃
} (76) 
𝜂𝑟
𝑠 =
𝐽𝑜
ℒ
 
𝑎
𝑟 sin 𝜃
 {(𝜗 + 𝜃)[sin 𝜗 sin 𝜃 − (cos 𝜗 cos 𝜃 − sin 𝜗 sin 𝜃)]
− (cos 𝜗 sin 𝜃 + sin 𝜗 cos 𝜃)} 
(77) 
Then  
𝜂𝑟
𝑠 =
𝐽𝑜
ℒ
 
𝑎
𝑟 sin 𝜃
 {(𝜗 + 𝜃)[sin 𝜗 sin 𝜃 − cos(𝜗 + 𝜃)] − sin(𝜗 + 𝜃)}  (78) 
 
From equation (15), current component in radial direction on the conical surface can be written as 
𝐽𝑟
𝑐 =
𝐽𝑜
ℒ
[ℒ − (𝑟 − 𝑟𝑜)], 𝑟𝑜 ≤ 𝑟 ≤ 𝑅𝑜, 𝜃 = 𝜃𝑜 (79) 
 
Then the divergence of radial current component on the conical surface can be written as 
𝜂𝑟
𝑐 =
𝐽𝑜
ℒ
{−1 +
2
𝑟
[ℒ − (𝑟 − 𝑟𝑜)]} (80) 
 
𝜂𝑟
𝑐 = −
𝐽𝑜
ℒ
[3 −
2(ℒ + 𝑟𝑜)
𝑟
]  (81) 
 
3.5.2.2. Expressions for 𝜼𝜽
𝒔 , 𝜼𝒓
𝒔 and 𝜼𝒓
𝒄 for Long Antenna (𝓛 ≥ 𝝀/𝟐) 
 
Let us assume 𝜉 to be  
𝜉 =
𝑅𝑜 − 𝑟𝑜 + 𝜓𝑎
ℒ
 (22) 
 
Making useful derivatives of 𝜉 with respect to radial distance and polar angle which can be 
evaluated as  
𝜕𝜉
𝜕𝑟
=
𝑎
ℒ 
𝜕𝜓
𝜕𝑟
  (82) 
 
Substitute from (13-c) in (84), one gets  
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𝜕𝜉
𝜕𝑟
=
1
ℒ sin 𝜗
  (83) 
𝜕𝜉
𝜕𝜃
=
𝑎
ℒ 
 
𝜕𝜓
𝜕𝜃
 (84) 
 
From (12-c), (84) can be rewritten as  
𝜕𝜉
𝜕𝜃
=
−𝑟
ℒ cos 𝜗
 (85) 
Making use of equation (82) and (84), one gets 
𝜕
𝜕𝑟
[(1 − 𝜉) cos 𝜅𝜉 ] = [−(1 − 𝜉) 𝜅 sin 𝜅𝜉 − cos 𝜅𝜉] 
𝜕𝜉
𝜕𝑟
 (86) 
 
𝜕
𝜕𝑟
[(1 − 𝜉) cos 𝜅𝜉 ] = −
1
ℒ sin 𝜗
 [(1 − 𝜉) 𝜅 sin 𝜅𝜉 + cos 𝜅𝜉]  (87) 
 
Then the differentiation of radial component of current element on hemispherical surface from 
(21), one can get 
𝜕𝐽𝑟
𝑠
𝜕𝑟
= 𝐽𝑜 [ −
1
ℒ sin 𝜗
 [(1 − 𝜉) 𝜅 sin 𝜅𝜉 + cos 𝜅𝜉] sin 𝜗 + (1 − 𝜉) cos 𝜅𝜉 cos 𝜗 (−
cos 𝜃
𝑟 sin 𝜃
) ] (88) 
 
𝜕𝐽𝑟
𝑠
𝜕𝑟
=
−𝐽𝑜
𝑟 sin 𝜃
[ 
𝑟
ℒ
 sin 𝜃  [(1 − 𝜉) 𝜅 sin 𝜅𝜉 + cos 𝜅𝜉] + (1 − 𝜉) cos 𝜅𝜉 cos 𝜗 cos 𝜃 ] (89) 
 
Recall from (58) divergence of current element in radial direction on the hemispherical surface 
which can be written as  
𝜂𝑟
𝑠 =
𝜕𝐽𝑟
𝑠
𝜕𝑟
 +
2
𝑟
 𝐽𝑟
𝑠 (90) 
Where radial component of current element on the hemispherical surface can be written from (21-
a) 
𝐽𝑟
𝑠  = 𝐽𝑜 (1 − 𝜉) cos 𝜅𝜉  sin 𝜗 (21-a) 
 
Then divergence of current element in radial direction on the hemispherical surface which can be 
evaluated as follows 
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𝜂𝑟
𝑠 =
−𝐽𝑜
𝑟 sin 𝜃
[ 
𝑟
ℒ
 sin 𝜃  [(1 − 𝜉) 𝜅 sin 𝜅𝜉 + cos 𝜅𝜉] + (1 − 𝜉) cos 𝜅𝜉 cos 𝜗 cos 𝜃
− 2  (1 − 𝜉) cos 𝜅𝜉  sin 𝜗 sin 𝜃] 
(91) 
 
Making useful derivatives with respect to polar angle 𝜃 
𝜕
𝜕𝜃
[(1 − 𝜉) cos 𝜅𝜉 ] = [−(1 − 𝜉) 𝜅 sin 𝜅𝜉 − cos 𝜅𝜉] 
𝜕𝜉
𝜕𝜃
 (92) 
 
Substituting from (85) in (92), one gets  
𝜕
𝜕𝜃
[(1 − 𝜉) cos 𝜅𝜉 ] =
𝑟
ℒ cos 𝜗
[(1 − 𝜉) 𝜅 sin 𝜅𝜉 + cos 𝜅𝜉] (93) 
 
Recall from equation (21-b), the component of current element in direction of polar angle 𝜃 on the 
hemispherical surface can be written as  
𝐽𝜃
𝑠  = −𝐽𝑜 (1 − 𝜉) cos 𝜅𝜉  cos 𝜗 (21-b) 
 
𝜕𝐽𝜃
𝑠
𝜕𝜃
= −𝐽𝑜 [ 
𝑟
ℒ cos 𝜗
[(1 − 𝜉) 𝜅 sin 𝜅𝜉 + cos 𝜅𝜉] cos 𝜗 −  (1 − 𝜉) cos 𝜅𝜉 sin 𝜗
𝐻 cos 𝜃
𝑎 cos 𝜗
 ] (94) 
 
𝜕𝐽𝜃
𝑠
𝜕𝜃
= −𝐽𝑜 [ 
1
ℒ
 [(1 − 𝜉) 𝜅 sin 𝜅𝜉 + cos 𝜅𝜉] −
𝐻
𝑎
 (1 − 𝜉) cos 𝜅𝜉
sin 𝜗
cos 𝜗
cos 𝜃 ] (95) 
𝜂𝜃
𝑠 =
1
𝑟 sin 𝜃
(
𝜕𝐽𝜃
𝑠
𝜕𝜃
 sin 𝜃 + 𝐽𝜃
𝑠 cos 𝜃) (96) 
 
𝜂𝜃
𝑠 =
−𝐽𝑜
𝑟 sin 𝜃
[ 
1
ℒ
 [(1 − 𝜉) 𝜅 sin 𝜅𝜉 + cos 𝜅𝜉] sin 𝜃 −
𝐻
𝑎
 (1 − 𝜉) cos 𝜅𝜉
sin 𝜗
cos 𝜗
cos 𝜃 sin 𝜃
+ (1 − 𝜉) cos 𝜅𝜉 cos 𝜗 cos 𝜃] 
(97) 
 
From (58), divergence of current element in radial direction on the conical surface can be written 
as 
𝜂𝑟
𝑐 =
𝜕𝐽𝑟
𝑐
𝜕𝑟
 +
2
𝑟
 𝐽𝑟
𝑐 (58) 
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The component of current element in radial direction on the conical surface using (18) can be 
written as  
𝐽𝑟
𝑐 = 𝐽𝑜(1 − 𝑟𝑐) cos 𝜅𝑟𝑐 (18) 
𝜂𝑟
𝑐 =  𝐽𝑜 [−
𝜅
ℒ
 (1 − 𝑟𝑐) sin 𝜅𝑟𝑐 −
1
ℒ
cos 𝜅𝑟𝑐 +
2
𝑟
 (1 − 𝑟𝑐) cos 𝜅𝑟𝑐] (98) 
 
𝜂𝑟
𝑐 =  𝐽𝑜 [(1 − 𝑟𝑐) ( 
2
𝑟
 cos 𝜅𝑟𝑐 −
𝜅
ℒ
sin 𝜅𝑟𝑐) −
1
ℒ
cos 𝜅𝑟𝑐]  (99) 
 
 
3.6. Results and Discussions  
 
Since TDFT antenna is intended for radiation within biological tissues, equations derived for 
antenna immersed in lossy dielectric medium i.e. it is considered electrically long compared to 
wavelength are imported in MATLAB to numerically calculate magnetic vector potential 𝑨 and 
scalar electric potential Φ in in the vicinity near the antenna structure (near zone).  
3.6.1. Current Distribution on Electrically Long Antenna (𝓛 ≥ 𝝀/𝟐) 
 
Current distribution on the antenna surface is calculated by importing equations (18) and (21) in 
MATLAB. Figure 34 illustrates current distribution on the surface of TDFT antenna immersed in 
lossy biological tissue. Length of the antenna became electrically long compared to wavelength 
approximately 
3
2
 𝜆𝑒𝑓𝑓 when inserted in lossy biological medium i.e. liver tissue. For electrically 
long antenna, current distribution varies sinusoidally along the length of the antenna and decays 
gradually towards the antenna end as shown in Fig. 34. Magnitude of electric current sheet is 
depicted in Fig. 35 along the antenna length.  
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Figure 34. Distribution of the electric current sheet along the circumferential length of TDFT antenna when 
immersed in biological tissue. 
 
Figure 35. Distribution of the magnitude of the electric current sheet along the circumferential length of TDFT 
antenna when immersed in biological tissue. 
 
3.6.2. Evaluation of the electric field distribution in the near zone  
Electric field 𝐸 components in the near zone can be evaluated numerically in the surrounding space 
using the following formulas presented in cartesian coordinates (Hussein, 2007): 
𝐸𝑥 =  −𝑗𝜔𝐴𝑥 −
Δ𝜙
Δ𝑥
 
𝐸𝑦 =  −𝑗𝜔𝐴𝑦 −
Δ𝜙
Δ𝑦
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𝐸𝑧 =  −𝑗𝜔𝐴𝑧 −
Δ𝜙
Δ𝑧
 
 
Prior to numerical calculations mentioned above, antenna structure and its surroundings are then 
modelled in MATLAB to calculate nearfield distribution at a point at radial distance 𝑟𝑓 with respect 
to any point on the surface of TDFT antenna. To enable such calculation, a segmentation of antenna 
structure and the surrounding space is applied in such way that facilitates the numerical evaluation 
of magnetic vector potential 𝑨 and electric scalar potential Φ due to current element flowing at 
any point on the antenna structure (?́?, ?́?, ?́?) and the corresponding radiated electric field at a point 
in the near zone (𝑟𝑓, 𝜃𝑓, 𝜙𝑓). The space around the antenna is chosen to be a sphere with radius 𝑟𝑓 
to imitate the nearfield calculation using commercial software package (ANSYS). 3D grid of 
TDFT antenna structure employed in the numerical calculation of radiated near field using 
MATLAB is depicted in Fig. 36. 
 
 
Figure 36. 3D grid representation of TDFT antenna structure in MATLAB. 
 
 A point in the near field was pre-defined to be at radial distance of 46 mm away from the antenna 
structure. This point was chosen to further compare the radiated electric field obtained using semi-
analytical model with that using commercial software packages (ANSYS Electronic Desktop suite 
v.16 previously introduced as HFSS). As calculations of radiated electric field in the near zone are 
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performed over a specified sphere with defined radius (𝑟𝑓) around the antenna model in HFSS, a 
decomposition of radial distance 𝑟𝑓 in cartesian coordinates has been done in numerical calculation 
of the electric field using MATLAB. Radiated electric field components numerically calculated 
using the algorithm presented in (Hussein, 2007).  
Electric field components are then transformed using (35) to calculate the radiated electric field 
components in spherical coordinates instead of cartesian coordinates to be further compared with 
the results obtained using electromagnetic simulation. Effective wavelength and other antenna 
parameters are also included in numerical calculation given the dielectric properties of each 
surrounding i.e. egg-white, liver and tumour. The radiated electric field in the elevation and 
azimuth planes is illustrated in Fig. 37 at radial distance of 46mm away from the antenna axis in 
egg-white model as these results are to be compared with that using numerical electromagnetic 
simulation using Ansoft HFSS (recently presented as electronic desktop suite) in chapter 4 where 
nearfield calculation is conducted over a  sphere of radius 46mm surrounding the antenna model. 
3D representation of nearfield pattern of TDFT antenna is also calculated and illustrated in Fig. 
38.  Electric field radiated in tumour model is also calculated in both elevation and azimuth planes 
and presented in Fig. 39 at radial distance 46mm away from antenna structure. 3D representation 
of electric field radiated in tumour model over a spherical surface of radius 46mm around the 
antenna is illustrated in Fig. 40. It is clearly observed that Electric field patterns has no null 
radiation along the antenna axis. Electric field evaluated using numerical calculations be furtherly 
compared to that obtained using commercial software packages (ANSYS Electronics Desktop 
Suite v.16). 
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Figure 37. Near-Field patterns on a sphere of radius 4.6 cm centered at the location of TDFT antenna when 
immersed in egg-white (𝛆𝐫=56, 𝛔=10) at 7.3 GHz in the elevation and azimuth planes. 
 
 
Figure 38. 3D Near field distribution on a sphere of radius 4.6 cm centered at the location of TDFT antenna when 
immersed in egg-white (𝛆𝐫= 56, 𝛔 =10) at 7.3 GHz. 
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Figure 39. Near-Field patterns on a sphere of radius 4.6 cm centered at the location of TDFT antenna when 
immersed in tumour tissue (𝜺𝒓 = 𝟒𝟔, 𝝈 = 𝟖. 𝟏𝟔) at 7.3 GHz in the elevation and azimuth planes. 
 
 
Figure 40. 3D Near field distribution on a sphere of radius 4.6 cm centered at the location of TDFT antenna when 
immersed in hepatic tumour model (𝜺𝒓 = 𝟒𝟔, 𝝈 = 𝟖. 𝟏𝟔) at 7.3 GHz. 
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Nearfield distribution is also calculated within different biological tissues such as kidney, heart, 
breast and bone to investigate the capability of UWB feature associated with TDFT antenna to 
efficiently heat tumours exist in other organs of human body and highlight the efficacy of UWB 
feature to provide wideband mapping of heterogeneous dielectric properties of biological tissues 
hindered to attain using narrowband applicators. Table 3 illustrates dielectric and thermal 
properties of other biological tissues included in the analytical model at 7.3 GHz (Hasgall, P.A., 
et al., 2015).  
Table 3. Dielectric and thermal properties of biological tissues at 7.3 GHz. 
Tissue Type Conductivity 𝜎  Permittivity 𝜀𝑟 Mass Density 𝜌 
Specific Heat 
Capacity 𝐶 
Thermal 
Conductivity 𝑘 
Kidney 7.8275 44.368 1066 3763 0.53 
Heart 7.892 46.5 1081 3686 0.56 
Breast 
Glandes 7.89 49.6 1041 2960 0.33 
Fats 0.5456 4.2462 911 2348 0.21 
Bone 
Cancellous 2.776 14.294 1178 2274 0.31 
Cortical 1.5147 9.0531 1908 1313 0.32 
 
Effective wavelength was calculated using the following equations (John & Ronald , 2002) given 
the dielectric properties in Table 3, 
𝜆𝑒𝑓𝑓 =  
𝑐
𝑓√𝜀𝑟
 
Where c is the speed of light in vacuum 3 × 108 m/s, f is the frequency of operation in Hz and 𝜀𝑟 
is the complex relative dielectric permittivity of the surrounding medium (John & Ronald , 2002).  
 
𝜀𝑟 = 𝜖𝑟 −  𝑗
𝜎
𝜔𝜖𝑜
 
 
where, 𝜖𝑜 is the permittivity of free space, 𝜖𝑟 is the dielectric constant of the medium and 𝜎 is 
electrical conductivity of dielectric medium in S/m. Antenna length is found to be electrically long 
compared to the effective wavelength for all tissue types. Current distribution is also calculated 
the antenna surface given length of TDFT antenna loaded in each tissue model. Electric field 
distribution is calculated in the elevation and azimuth planes when TDFT antenna is loaded in 
Kidney, heart and illustrated in Figs 41, 42, respectively. From Figs 41 and 42, due to similarities 
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found between dielectric properties of liver, kidney and heart tissues, current distributions and 
consequent nearfield patterns are very close to that calculated within liver tissue. In addition, it is 
observed that electric field pattern in the elevation plane has no-null radiation region with no-
backward radiation in the vicinity surrounding the antenna structure. Moreover, directed field is 
observed in the axial direction along the antenna axis. These results emphasize on the efficacy of 
TDFT antenna to provide directed radiation which in-turn creates confined heating within kidney 
and heart tissue.  
 
 
Figure 41. 3D nearfield distribution on the left and nearfield patterns on a sphere of radius 4.6 cm centered at the 
location of TDFT antenna when immersed in kidney tissue model on the right (𝜺𝒓 = 𝟒𝟒. 𝟑𝟔𝟖. 𝟓, 𝝈 = 𝟕. 𝟖𝟐𝟕𝟓) at 7.3 
GHz in the elevation and azimuth planes. 
 
 
Figure 42. 3D nearfield distribution on the left and nearfield patterns on a sphere of radius 4.6 cm centered at the 
location of TDFT antenna when immersed in heart tissue model on the right (𝜺𝒓 = 𝟒𝟔. 𝟓, 𝝈 = 𝟕. 𝟖𝟗𝟐) at 7.3 GHz in 
the elevation and azimuth planes. 
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In addition, nearfield distributions are also calculated in glandular breast tissues and depicted in 
Figs 43. It is observed that TDFT antenna can also provide directed axial radiation within breast 
tissue. Despite the difference between dielectric properties of both glandes and fats within breast 
tissue model, TDFT antenna can create directed radiation and consequent confined heating. 
  
 
Figure 43. 3D nearfield distribution on the left and nearfield patterns on a sphere of radius 4.6 cm centered at the 
location of TDFT antenna when immersed in glandular breast tissue model on the right (𝜺𝒓 = 𝟒𝟗. 𝟔, 𝝈 = 𝟕. 𝟖𝟗) at 
7.3 GHz in the elevation and azimuth planes. 
 
Further Nearfield calculations are also conducted in cancellous and cortical bone tissues and 
illustrated in Figs 44 and 45, respectively at radial distance of 46 mm away from the antenna axis 
in egg-white model.  
 
 
Figure 44. 3D nearfield distribution on the left and nearfield patterns on a sphere of radius 4.6 cm centered at the 
location of TDFT antenna when immersed in cancellous bone tissue model on the right (𝜺𝒓 = 𝟏𝟒. 𝟐𝟗𝟒, 𝝈 = 𝟐. 𝟕𝟕𝟔) 
at 7.3 GHz in the elevation and azimuth planes. 
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Figure 45. 3D nearfield distribution on the left and nearfield patterns on a sphere of radius 4.6 cm centered at the 
location of TDFT antenna when immersed in cortical bone tissue model on the right (𝜺𝒓 = 𝟗. 𝟎𝟓𝟑𝟏, 𝝈 = 𝟏. 𝟓𝟏𝟓) at 
7.3 GHz in the elevation and azimuth planes. 
 
 
Due to significant difference between high permittivity tissue such as liver, kidney with high water 
content and low dielectric permittivity bone tissue, a noticeable flaring in nearfield pattern is 
observed. This can be attributed to low permittivity of surrounding dielectric medium creates 
shorter antenna length compared to effective wavelength within targeted tissue than that loaded in 
higher dielectric permittivity medium. As the antenna length gets slightly shorter currents excited 
on the antenna surface decays faster as it flows towards the tip and causes wider beam-width 
radiation. Nevertheless, TDFT antenna achieves radiation directed in the axial direction with no-
null radiation region found around the antenna axis.  
 
Furthermore, maxima of nearfield distributions found are approximately the same for all tissue 
types which helps providing homogenous SAR and consequent confined heating sufficient for 
successful ablation.  From the analytical and numerical solutions presented above, one can observe 
for tissues of high dielectric permittivity and conductivity such as kidney, heart and liver, TDFT 
antenna with the given dimensions can efficiently provide highly directed axial radiation and 
confined heating within these tissues. However, for tissues with low dielectric permittivity and 
conductivity such as bone or fat-based tissues and higher directivity is required specially for 
treating varicose veins or critically located bone tumours to reduce organ malfunction, further 
parametric analysis is required to provide longer antenna length for the higher directivity required.  
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Further extensive parametric analysis using commercial software package (electromagnetic 
desktop suite) is conducted to find the optimum antenna dimensions including maximum diameter 
and length to attain minimum reflection and minimum backward radiation taking into 
consideration constraints of applicator dimensions (see section 3.2). 
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Chapter Four 
Implementation and numerical modeling of Teardrop Flared Tipped 
antenna design  
4.1. Proposed Research Design 
 
Tear Drop Flared Tipped (TDFT) antenna design is proposed as interstitial microwave applicator 
for treating focal liver tumours to provide more precise ablation zones. Figure 46 illustrates the 3D 
geometry of tear drop flared tipped (TDFT) design proposed in this study. TDFT is adopted in this 
research because of its compact dimensions, ease of implementation, the ability to minimize as 
much reflection as possible during the ablation procedure while maintaining less backward 
radiation.  
 
4.1.1. Synthesis of Teardrop Flared Tipped Antenna Structure  
The synthesis of TDFT structure is distinguished from the conventional microwave applicator 
designs proposed in the literature as it is created by gradually changing the radius of the inner 
conductor of the coaxial cable towards the tip to be exploited in providing ultra-wide band feature. 
TDFT structure seeks to not only improve the impedance match between the feed line and antenna, 
but also to reduce the return currents and subsequent heating along the feed line.  
 
 
Figure 46. 3D schematic representation of the proposed TDFT antenna design. 
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As shown in Fig. 46, The proposed TDFT antenna is initially designed by using the inner conductor 
of the coaxial cable gradually flared outwards and terminated with hemispherical tip of diameter 
1.66 mm to create elongated teardrop-like structure. ANSOFT HFSS is used to build a 
computational model of TDFT structure to be simulated at 7.3 GHz. This operating frequency was 
preferred because of two reasons. First, high-frequency microwave ablation was recently 
demonstrated to be as effective as low frequency microwave ablation in producing large ablation 
volumes (Sawicki, et al., 2018). Secondly, at higher frequencies, the smaller wavelength helps to 
reduce the active length of the antenna without compromising the size of the ablation zones which 
in turn reduces the invasiveness of the whole procedure (Luyen, Hung T., et al., 2015; Luyen, 
Hung, et al., 2014).  
As most thermal ablation devices intended for percutaneous and interstitial use are currently 
between 1.5 mm and 2.5 mm to minimize the complication associated with larger diameter needles 
such as bleeding, coaxial cable adopted for TDFT feeding is with inner and outer conductors of 
diameters 0.496 mm and 2.159 mm respectively (Brace, Christopher L, 2010). The coaxial 
dielectric material used is Teflon of diameter 1.7 mm and with dielectric permittivity of 2.1. The 
material of coaxial feed line of inner and outer conductors is initially assigned to be perfect electric 
conductor (PEC).  
The whole teardrop structure is enclosed entirely in Teflon to provide structural support for the 
antenna, ease the insertion of the applicator into the tumour tissue and avoid any adhesiveness of 
charred or desiccated tissues during or after the ablation process. The active length of the antenna 
loaded in tissue is nominally (2n-1) λeff/4 where n is an integer and λeff is the effective wavelength 
within the dielectric material which can be calculated using (100) to maximize energy deposition 
rate within the targeted tissue and less heating of the feed line is encountered (Balanis, Constantine 
A, 2012; Balanis, Constantine A, 2005; Kraus, John D & Marhefka, Ronald J, 2002).  
 
𝜆𝑒𝑓𝑓 =  
𝑐
𝑓√𝜀𝑟
 (100) 
 
Where c is the speed of light in vacuum 3 × 108 m/s, f is the frequency of operation in Hz and 𝜀𝑟 
is the complex relative dielectric permittivity of the surrounding medium (John & Ronald , 2002).  
𝜀𝑟 = 𝜖𝑟 −  𝑗
𝜎
𝜔𝜖𝑜
 
(101) 
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where, 𝜖𝑜 is the permittivity of free space and 𝜖𝑟 is the complex relative permittivity of the 
medium. Teardrop structure is initially created using a solid cone with lower diameter similar to 
that of the inner conductor of coaxial cable and upper diameter of 1.66 mm. Due to the abrupt 
transition between the coaxial cable and cone structure which may cause high increase in 
reflection, more smooth transition is applied by etching the outer conical surface as shown in Fig. 
47 through inner surface of ring torus with inner and outer radii of 0.496 and 103.8063 mm, 
respectively using the following equations of characteristic impedance of 𝜆/4 transmission line 
section, capacitance and inductance per unit length of transmission line (Balanis, Constantine A, 
2012; Balanis, Constantine A, 2005; Kraus, John D & Marhefka, Ronald J, 2002). This chokes the 
currents at the starting point of the antenna which minimize the subsequent currents flowing back 
on the surface of the outer conductor of the coaxial feed. Choke length is found to be approximately 
(2n-1) 𝜆𝑒𝑓𝑓/4 which minimizes mismatch during ablation and acts a 𝜆/4 transformer between low 
impedance upper conical structure and high impedance inner conductor of the coaxial cable (John 
& Ronald , 2002).  
 
𝑍𝑖𝑛 (𝐿 =
𝜆
4
) =  𝑍𝑜 (
𝑍𝐿 + 𝑗 𝑍𝑜 tan(𝛽𝐿)
𝑍𝑜 + 𝑗 𝑍𝐿 tan(𝛽𝐿)
) 
𝑍𝑜 =  √𝑍𝑖𝑛 𝑍𝐿  ,   𝛽 =  
2 𝜋
𝜆
  
𝐶/𝐿 =  
2 𝜋 𝜖𝑜 𝜖𝑟
ln(𝐷/𝑑)
, ℒ/𝐿 =  
𝜇𝑜 𝜇𝑟
2 𝜋
ln(𝐷/𝑑)  
Where 𝑍𝑖𝑛 is the input impedance measured at a given distance 𝐿 from load impedance 𝑍𝐿 and 𝛽 
is the propagation constant, 𝑍𝑜 is the characteristic impedance of transmission line, 𝐶 and ℒ are 
the capacitance and inductance of transmission line per unit lengths, respectively. 𝐷 and 𝑑 are the 
outer and inner diameters of coaxial line. 𝜇𝑜 and 𝜇𝑟 are permeability of vacuum and relative 
permeability of dielectric material of coaxial cable, respectively. This gradual smooth flaring 
provides teardrop-like structure elongated slowly from the base which exhibits wideband 
performance unlike the bulb structure of conventional volcano-smoke structure presented in (L. 
Paulsen, et al., 2003). High impedance of the slimmer section added by the introduction of 
embedded choke alleviates return currents excited on the outer conductor due to unbalanced nature 
of coaxial cabling system (John & Ronald , 2002).  
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Figure 47. Synthesis of teardrop like structure by etching the outer surface of a solid cone. 
 
Therefore, choke or sometimes referred to as balun i.e. a section introduced to allow more balance 
to coaxial cable by hindering inherently return currents flowing on outer conductor resulting in 
more balanced transmission (Balanis, Constantine A, 2005; John & Ronald , 2002). Moreover, the 
new embedded choke introduced approximately 27% total reduction in antenna size compared to 
original design which helps provide less invasiveness ablation.   
 
4.1.2. Simulation Results of TDFT antenna in Saline and Healthy Liver  
 
4.1.2.1. Electromagnetic Analysis  
 
Finite element modelling (FEM) simulation using ANSOFT HFSS is employed to optimize the 
antenna design. The antenna is modelled along z-axis in both 0.9% saline and liver tissue and 
radiation boundary conditions were applied for both models. The analyzed model has the following 
assumptions, where liver tissue model is considered as linear, homogenous and isotropic medium, 
and the wave equation under time harmonic conditions can be written as (102)  
 
∇ × [
1
𝜀
 ∇ × ?̅?] − 𝜇𝜔2?̅? = 0, (102) 
                                                 
 
Where 𝐻 stands for magnetic field intensity (A/m), 𝜔 =  2𝜋𝑓 denotes the angular frequency of 
EM field source (rad/s) and 𝜇 is a permeability of tissue (H/m). Moreover, the frequency-
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dependent complex permittivity can be calculated using (101) where 𝜀0 =  8.85 × 10
−12 𝐹/𝑚  
and 𝜀𝑟 the relative permittivity and σ is the electrical conductivity of the surrounding medium. The 
relative permittivity and conductivity of the liver tissue as well as 0.9% saline solution are given 
in Table 4 adopted from (Kim, Jung-Mu, et al., 2005; Carrara, Nello & IFAC-CNR, Italy, 2014; 
Hasgall, P.A., et al., 2015). 
Table 4. Electrical properties of liver tissue and 0.9% Saline at 7.3 GHz. 
Dielectric Material Dielectric permittivity εr Conductivity σ [S/m] 
Liver 36.042 6.2775 
0.9% Saline 68 1.55 
 
 
The simplest way to understand the lossy biological characteristics is to use saline solution as a 
phantom material where water with additional NaCl becomes lossy dielectric material. Saline is a 
widely employed in surgical and clinical use to minimize the high mismatch encountered by abrupt 
contact of high-conductivity tumour surrounded by low-conductivity healthy tissues or In-vitro 
analysis to reduce the effect of boundaries in tissue phantom (Neelakanta, 1995). 
 
A rectangular model for both liver and saline is considered for this study with length, width and 
height of 20mm, 20 mm and 30 mm, respectively to observe the antenna capabilities while it is 
entirely surrounded by Liver or saline which will provide good insight of the antenna performance 
as a microwave coagulator. The dielectric properties of both liver and 0.9% saline presented in this 
study are adopted from literature (Carrara, Nello & IFAC-CNR, Italy, 2014; O’Rourke, Ann P., et 
al., 2007; Kim, Jung-Mu, et al., 2005; Hasgall, P.A., et al., 2015). In addition, Frequency dependent 
dielectric properties of both liver and 0.9% saline are consolidated in the numerical simulations to 
obtain adequate results regarding the reflection coefficient and Near-Field pattern. FEM simulation 
utilizes adaptive mesh technique at frequency of 7.3 GHz for ∆S < 0.02 over frequency range from 
1 ~ 20 GHz using both interpolating and discrete sweep points to ensure the most accurate analysis 
and iterative method is applied to employ less memory for analysis. Once the nominal problem is 
solved, parametric studies are computed to obtain optimized results for achieving minimum 
mismatch losses and backward radiation. The simulation started with normalized input power of 
1W as it is the default power value in HFSS using actual dielectric properties of human Liver. The 
dimensions of the TDFT antenna loaded in human liver and 0.9% saline at 7.3 using HFSS are 
given in Table 5. 
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Table 5. Physical parameters of the TDFT antenna 
Frequency [GHz] Active Length of TDFT [mm] Dielectric material 
7.3 GHz 
11.895 Liver 
11.895 0.9% Saline 
 
A significantly important factor to assess the antenna performance is reflection coefficient and is 
specified by the power losses 𝑃𝑟 related to the total incident power 𝑃𝑖𝑛 at the feeding port. The 
lower the mismatch is, the higher the power deposited in the surrounding tissues. Reflection 
coefficient denoted as S11 scattering parameter can be calculated using (103): 
 
𝑆11 = 20 log10|Γ| = 10 log10
𝑃𝑟
𝑃𝑖𝑛
 [𝑑𝐵],   (103) 
 
 
Choosing the active length of teardrop structure to be of length 11.895 mm ((2𝑛 − 1)/4 𝜆𝑒𝑓𝑓 ) 
improved return loss and reduces fields flowing back on the coaxial outer conductor. Moreover, 
synthesis of teardrop structure attained minimum mismatch loss stability over ultra-wide band of 
frequency. In-turn, more energy is deposited in the tissue. For a 11.895 mm TDFT structure loaded 
in 0.9% saline, Γ reflection coefficient was found to be -23.27 dB at 7.3 GHz. For the same antenna 
inserted in liver tissue, Γ reflection was found to be -27.81 dB at 7.3 GHz. Return loss 
characteristics for TDFT antenna loaded in Liver tissue and in 0.9% Saline are illustrated in Figs 
48 and 49, respectively. 
 
 
Figure 48. Return loss characteristics (S11) of the TDFT antenna loaded in liver. 
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Figure 49. Return loss characteristics (S11) of the TDFT antenna loaded in 0.9% Saline. 
 
Voltage Standing Wave Ratio (VSWR) characteristics of TDFT design presented in Fig. 50 shows 
values less than 2 over a fractional bandwidth (FBW) more than 11.7: 1 measured from 1.7 GHz 
to more than 20 GHz. Overall efficiency of TDFT design is found to be 99% (VSWR less than 
1.2) not only at the operating frequency 7.3 GHz but also over frequency band extended from 5.7 
GHz to 20 GHz. From return loss and VSWR characteristics, ultra-wide bandwidth feature 
emphasizes on how the proposed TDFT design is immune to increasing reflection due to shifting 
in frequency of operation during the ablation process encountered in narrow bandwidth designs 
previously proposed in the literature (Luyen, Hung T., et al., 2015; Luyen, et al., 2015). 
 
 
Figure 50. Voltage Standing Wave Ratio (VSWR) of the proposed TDFT antenna in liver tissue. 
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The current distribution along the length of TDFT structure, the inner and outer conductor of the 
coaxial cable at 7.3 GHz are shown in Fig. 51.  Reduced fields flowing on the outer conductor of 
the coaxial cable can be observed in current distribution in Fig. 51 which results in less heating of 
the feed line and protection of healthy tissues along antenna shaft. 
 
 
Figure 51. Current density along TDFT structure, inner and outer conductor of the entire antenna. 
As illustrated in Fig. 52, etching of the conventional conical structure chokes the currents flowing 
at the starting point of the teardrop structure which in-turn reduces the current excited on the outer 
conductor of the coaxial feed by approximately 65% and alleviates the subsequent heating of the 
coaxial cable during the ablation process. 
 
 
Figure 52. Comparison between current distributions on the outer conductor of the coaxial feed of Teardrop 
structure with and without embedded choke.  
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Near Field pattern is one of the indispensable considerations in designing applicators for 
microwave ablation therapy as it gives preliminary understanding of how the electric field around 
the antenna will be well-distributed. Figure 53 illustrates 3D Near field radiation pattern of the 
TDFT antenna loaded in Liver tissue. 
  
 
Figure 53. 3D Near Field distribution of TDFT antenna in liver. 
 
TDFT design exhibits axial radiation and with no null along the antenna axis which can be depicted 
in Fig. 53. Moreover, TDFT structure provides minimum backward radiation with more localized 
radiation along the TDFT structure which is clearly depicted from azimuth and elevation cuts 
presented in Fig. 54. This can be attributed to relatively large amount of the current concentrated 
around the tear drop structure, which induces more electron emission (Ahn, Hee-Ran & Lee, 
Kwyro, 2005). Therefore, electric field intensity may be concentrated in the vicinity around the 
tear drop structure unlike conventional applicator with a null radiation along antenna axis which 
in turn produces tissues not being successfully ablated after the procedure. Consequently, the 
proposed TDFT structure is quite suitable for treating focal tumours.  
 
 
Chapter Four          Implementation and Numerical Modeling of Teardrop Flared Tipped antenna design  
90 
 
 
Figure 54. Near-Field radiation patterns of the proposed TDFT at 7.3 GHz in both azimuth and elevtation planes. 
 
4.1.2.2. Thermal Analysis 
 
A critical parameter in any ablation system is specific absorption rate (SAR) which gives an insight 
of how the energy will be well-absorbed by biological tissues when they are exposed to 
electromagnetic fields. It is defined as the ratio of the power absorbed per unit volume to the tissue  
mass density. SAR is calculated or averaged over specific volume typically either 1 gram or 10 
grams of tissue. In this research, the interaction between electromagnetic waves and dielectric 
biological tissue and shape of ablation volume in biological tissue is described using SAR 
distribution. The heating dose criterion is quantified in terms of SAR which can be expressed using 
the electric field intensity within the tissue (Wu, et al., 2015) as follows: 
 
𝑆𝐴𝑅 =  
𝑃𝑜𝑤𝑒𝑟 𝑎𝑏𝑠𝑜𝑟𝑏𝑒𝑑 
𝜌
=  
𝜎 . 𝐸2
𝜌
, [𝑊/𝑘𝑔] (104) 
 
Where, σ is the electric conductivity of the dielectric tissue [S/m], E is the RMS value of electric 
field intensity [V/m] and ρ is the tissue mass density [kg/m3]. SAR can also be calculated in non-
perfused homogeneous model at the beginning of radiation exposure before thermal conduction 
starts to have a significant effect (Wu, et al., 2015) using (105) 
 
𝑆𝐴𝑅 =   
𝑐 ∇𝑇
∇𝑡
, [𝑊/𝑘𝑔]     (105) 
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Where c is the specific heat capacity (J.kg-1.Cᵒ-1) of tissue, ΔT is change in temperature in Cᵒ within 
tissue and Δt is the duration of exposure. The thermal characteristics of both 0.9% saline and liver 
are employed to calculate SAR distribution based on the power delivered, geometry, material 
characteristic such as thermal conductivity, specific heat, etc. shown in Table 6 (Holmes, 2009; 
Hasgall, P.A., et al., 2015; Kim, Jung-Mu, et al., 2005). 
  
Table 6. Material thermal parameters used in numerical simulation. 
Material Mass density ρ [kg/m3] Specific heat capacity C [J/(kg.K)] 
Thermal Conductivity k 
[W/(m.K)] 
Liver 1079 3540 0.52 
0.9% Saline 998 4183 0.7 
 
A simple homogeneous rectangular model for liver is considered for this study to evaluate SAR 
distribution for power level of 1 W. The applicator is inserted into Liver model with the tip of the 
antenna at 10 mm from its surface. SAR distribution is averaged over 1g of Liver. Figures 55 and 
56 illustrate SAR values in vertical and horizontal cuts through Liver model, respectively. From 
Fig. 55, maxima of SAR values slowly degraded from the midpoint of the teardrop structure and 
as distance increases away from antenna axis, a slow decrease of SAR is observed to reach its 
minimum value at the boundary of Liver model as depicted in Fig. 56.  
 
 
Figure 55. Distribution of SAR along central axis of the TDFT antenna. 
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Figure 56. Transverse slice of SAR values across the TDFT structure. 
 
Average SAR distribution is also calculated versus the central axis of antenna and plotted in Fig. 
57 while SAR values are calculated over a perpendicular distance across the central axis of the 
antenna through midpoint of the teardrop structure illustrated in Fig. 58. 
 
 
Figure 57. SAR distribution along the central axis of the TDFT antenna. 
 
Chapter Four          Implementation and Numerical Modeling of Teardrop Flared Tipped antenna design  
93 
 
 
Figure 58. SAR distribution at a distance perpendicular to the central axis of the antenna through the midpoint of 
teardrop structure. 
 
From Fig. 57, maxima of SAR distribution are observed along the whole length of the antenna 
including the midpoint of TDFT structure where SAR recorded its highest value to be 
approximately 669 W/kg. This high value of SAR distribution emphasises on how teardrop 
structure attained large energy deposition in the targeted tissue around the antenna structure. In 
addition, SAR values are gradually decrease as the distance from the antenna axis increases as 
depicted in Fig. 58 which illustrates slow energy absorption by surrounding tissues to ensure how 
effectively the proposed design destroys the surrounding targeted tissues while maintains 
minimum radiation exposure towards the healthy tissues. SAR results showed homogeneous 
distribution in both vertical and horizontal cuts which minimizes the possibility of tissues being 
unsuccessfully ablated after the procedure.  
 
4.1.3. Simulation Results of TDFT in Malignant Tissue 
 
4.1.3.1. Electromagnetic Analysis 
 
A simple spherical portion of Liver tumour of diameter 20 mm surrounded by healthy liver tissue 
is modelled using ANSOFT HFSS where tumour tissue is placed at 10 mm from the surface of the 
liver tissue. The antenna is inserted into tumour with its tip at the centre of the tumour. Frequency 
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dependent dielectric properties of both healthy and malignant tumour tissues of Liver such as 
relative permittivity εr and conductivity σ are adopted from (Holmes, 2009; O’Rourke, Ann P., et 
al., 2007; Carrara, Nello & IFAC-CNR, Italy, 2014) and illustrated in Table 7. 
 
Table 7. Dielectric properties of healthy liver tissue and malignant tumour tissue at 7.3 GHz  
Tissue Type Dielectric permittivity εr Conductivity σ [S/m] 
Healthy liver 36.042 6.2775 
Malignant liver 46.8546 8.16 
 
 
FEM simulation of TDFT antenna revealed that reflection is minimized for active length of 11.895 
mm. Figure 59 shows the return loss of TDFT antenna loaded in tumour model. Γ reflection was 
found to be -23 dB at 7.3 GHz. Choosing (2n-1) λeff /4 length of teardrop structure reduces fields 
flowing back on the coaxial outer conductor allowing more power deposition within the tumour 
tissue.  
 
Figure 59. Return Loss of TDFT antenna inserted in tumour tissue surrounded by healthy Liver tissue. 
 
VSWR shows values less than 2 from 1.3 GHz till more than 20 GHz. Overall efficiency is 
observed to be 98.2 % not only at the operating frequency but also extending from 5.5 GHz to 
more than 20 GHz showed in Fig. 60. From VSWR results, ultra-wide bandwidth feature of 
teardrop structure was attained despite the change in the dielectric properties of the surrounding 
tissue. 
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Figure 60. VSWR of TDFT antenna inserted in tumour tissue of Liver 
 
Current distributions along the length of TDFT structure and the outer conductor of the coaxial 
cable at 7.3 GHz are shown in Fig. 61.  Reduced fields flowing on the outer conductor of the 
coaxial cable can be observed from current distribution illustrated in which results in less heating 
of the feed line and protection of healthy tissues along antenna shaft. 
 
 
Figure 61. Current distributions along TDFT antenna and outer conductor of the coaxial cable. 
 
Near Field pattern shows how the electric field around the antenna will be well-distributed. Figure 
62 illustrates 3D Near field radiation pattern of the TDFT antenna loaded in tumour tissue.  
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Figure 62. 3D plot of Nearfield pattern of TDFT antenna loaded in Liver tumour. 
 
From Fig. 62, Nearfield distribution is nearly spherical along the TDFT structure and with 
maximum axial radiation towards the antenna tip unlike omnidirectional patterns proposed in 
literature. The nearly spherical radiation provides equal distribution of microwave power within 
the tumour tissue which results in tissues being successfully ablated after the procedure. Moreover, 
TDFT structure provides minimum backward radiation which is clearly depicted from azimuth 
and elevation cuts through 3D Nearfield pattern presented in Fig. 63. 
 
 
Figure 63. Near-Field radiation patterns of  TDFT antenna loaded in tumour tissue at 7.3 GHz in both azimuth and 
elevation planes. 
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4.1.3.2. Thermal Analysis  
Average SAR is calculated over 1g of tissue where thermal characteristics of both healthy and 
malignant tissues of Liver are adopted from (Suseela, et al., 2015; Hasgall, P.A., et al., 2015) such 
as thermal conductivity, specific heat, etc. and illustrated in Table 8. 
Table 8. Thermal characteristics of healthy and malignant of Liver 
Tissue type 
Mass density ρ 
[kg/m3] 
Specific heat capacity c 
[J/(kg.K)] 
Thermal Conductivity k 
[W/(m.K)] 
Healthy Liver 1079 3540 0.52 
Malignant liver 1043 3621 0.5 
 
Figure 64 illustrates SAR distribution along the antenna axis while Figure 65 shows SAR values 
in transverse slice cut through the midpoint of the teardrop structure. Maxima of SAR values 
started from the midpoint of the antenna and thermal energy slowly diffused within the tumour 
model as depicted in Fig. 65. On the other hand, as distance increases from the antenna, SAR 
decreases gradually which produces homogenous SAR pattern within tumour. Therefore, the 
teardrop structure provides localized precise ablation zone which is suitable for treating focal 
tumours of diameter less than or equal to 10 mm. 
 
 
Figure 64. Distribution of SAR along central axis of the TDFT antenna within Tumour model. 
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Figure 65. Transverse slice illustrating SAR values through the midpoint of Teardrop structure. 
Variation of average SAR is also observed versus the distance along the central axis of antenna 
which is depicted in Fig. 66. In addition, Figure 67 illustrates SAR values versus distance 
perpendicular to antenna axis at the midpoint of the teardrop structure. 
 
 
Figure 66. SAR values in the vicinity along the length of the teardrop structure. 
 
From Fig. 66, highest values of SAR are distributed within tumour model along the whole length 
of the antenna specially at the midpoint of TDFT structure where it recorded its maximum to be 
approximately 368 W/kg. The peak SAR value emphasises on how TDFT structure attained 
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minimum reflection along with high power deposition in the targeted tissue around TDFT 
structure. 
 
 
Figure 67. SAR values along a distance through the midpoint of the teardrop structure. 
 
SAR values gradually decrease as the distance from the antenna axis increases. Abrupt decrease 
in SAR is observed to be 27 W/kg near the tumour/Liver interface which is depicted in Fig. 67. 
From SAR analysis, SAR pattern recorded its highest values concentrated within tumour model 
which ensure homogeneous SAR pattern can be attained using TDFT structure.  
 
SAR peak is also investigated using different power levels along a distance perpendicular to the 
antenna axis through its mid-point to observe the extent of the ablated lesion that could be attained 
using TDFT structure. One can observe from Figs 68 and 69 that the higher power level applied, 
the wider the extent of the ablated lesion attained. In addition, maxima of SAR are centred within 
the tumour model approximately at the mid-point of teardrop structure for all values of power 
starting from 1 to 4 Watts. Even though TDFT antenna operates at such low power level (1W), 
high value of SAR is attained to be 368 W/kg and slowly distributed within the tumour unlike 
maximum SAR obtained in literature using the same power level (Suseela, et al., 2015). Using low 
power level in addition to ultra-wide band feature provides more control over the energy deposited 
and achieves more confined SAR lesion than that generated by the conventional antenna designs 
with narrow bandwidth and much higher power level (Trujillo-Romero, CJ, et al., 2017; Zhang, 
Huijuan, et al., 2012).  
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Figure 68. SAR values versus distance through the midpoint of TDFT structure for different power levels. 
 
Figure 69. SAR values versus axial distance through TDFT antenna length for different power levels. 
 
The SAR outside the tumour recorded a value of 27 W/kg which slowly decreased away from the 
tumour model. To give more realistic power loss distribution within the tumour and the 
surrounding liver model, material properties for TDFT antenna and outer conductor of the coaxial 
feed were modified from perfect electric conductor (PEC) to Copper. In Addition, an input power 
of 2 Watts (the default input power is 1W in HFSS) was chosen to check the minimum power level 
that could achieve the temperatures required for successful ablation.  Electromagnetic analysis was 
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then re-conducted to ensure no difference in the electromagnetic and SAR results previously 
presented.  
 
ANSYS software package can interpret electromagnetic results evaluated in Ansoft-HFSS and 
compute steady-state as well as transient temperature response. HFSS – recently known as ANSYS 
Electronics Desktop starting from 2016− and ANSYS are two separate commercial software 
packages based on two different platforms integrated together to model accurately the 
electromagnetic- thermal interaction, i.e., finding the thermal map corresponding to power loss 
distribution within any given model. In ANSYS, information exchange between different modules 
is a built-in feature of the software, so that the model can be established by one single software 
and related data can be transferred easily and more efficiently between the two packages (Ansoft 
Corporation, 2016; ANSYS Inc, 2016).  
Temperature rise in any given material when exposed to electromagnetic radiation can be 
attributed to either inherent conductor loss or dielectric losses. Herein, A coupled electromagnetic-
thermal analysis was performed to attain the temperature profile and consequent ablation lesion in 
tumour and surrounding liver model based on the power delivered, duration and material 
characteristics such as density, thermal conductivity and specific heat capacity.  
 
Electromagnetic analysis using HFSS was first performed and different types of losses obtained. 
First, surface loss density [W/m2] which results from conductor loss was evaluated on the surfaces 
of both TDFT structure and the outer conductor of the coaxial feed. Second, Volume loss density 
[W/m3] which attributed to dielectric lossy material was evaluated within Teflon, malignant and 
surrounding healthy non-perfused liver model. HFSS model and Losses are then imported into 
ANSYS Workbench to thermally analyze TDFT antenna in tumour/liver model. Each evaluated 
loss represents different imported thermal load in ANSYS Workbench i.e. surface loss density is 
imported as heat flux load to compute the temperature distribution on the conductor surface while 
volume loss density is imported as internal heat generation load to evaluate the temperature profile 
within a dielectric medium. The temperature on the boundary of the model was set to 37 °C similar 
to normal healthy liver with surrounding blood circulation. Figure 70 illustrates the schematic of 
HFSS - ANSYS Workbench link analysis. Prior steady state thermal analysis is conducted to 
determine the temperature level reached within the tumour model and then transient thermal 
analysis is applied to examine the ablated volume attained with increasing time intervals.   
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Figure 70. The schematic of HFSS - ANSYS Workbench link analysis. 
 
 
Figures 71 and 72 depict the temperature levels within the tumour and the surrounding liver models 
based on steady state thermal analysis. High agreement between SAR results and temperature 
profile attained where maximum temperature of 65.159 °C reached at the midpoint of TDFT 
antenna. From steady state thermal analysis, temperatures above 50°C extend to a diameter of 
approximately 20 mm in the horizontal direction and 18 mm in the vertical direction observed 
through the midpoint of the teardrop structure within the tumour model where irreversible changes 
in tissue properties occur as a result of dehydration which in-turn cause instantaneous cell death 
(Rossmann & Haemmerich, 2014). 
 In addition, one can notice that 60°C contour is confined within a diameter of 14 mm from the 
midpoint of the teardrop structure. From Fig. 72, minimum temperature was observed along the 
antenna shaft which can be attributed to the nature of teardrop design itself acting as a current 
choke as it was first synthesized by slightly etching a solid cone at its base. Therefore, currents 
flowing back on the outer conductor of the coaxial feed were minimized which alleviates the 
consequent overheating of the antenna shaft. In addition, one can observe that maximum 
temperature of 56 °C is attained at the tumour-liver interface and then sharply decreases to 50 °C 
within 5 mm away from tumour boundary which satisfies the acceptable ablation safety margin of 
surrounding healthy tissue to ensure complete eradication of tumour and alleviates the possibility 
of cancer recurrence (Prakash, Punit, 2010; Poulou, Loukia S, et al., 2015; Singh & Repaka, 2017). 
This emphasizes on the efficacy of TDFT antenna to produce confined and more controlled ablated 
lesion.  
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Figure 71. Steady-state temperature levels through horizontal and vertical cuts within the tumour model . 
 
Figure 72. Steady-state temperature levels in the surrouding healhy liver model. 
 
Transient thermal analysis is then conducted for input power of 2 Watts and time duration of 60 
secs (1 minute).  Similarly, surface loss and volume loss densities are imported in Transient 
thermal model where each evaluated loss represents different imported thermal load in ANSYS 
Workbench i.e. surface loss density is imported as heat flux load to compute the temperature 
distribution on the conductor surfaces while volume loss density is imported as internal heat 
generation load to evaluate the temperature distribution within a dielectric medium. Steady-state 
thermal solution was imported as initial temperature condition in the transient thermal analysis to 
determine the extent of thermal map that could be achieved using TDFT antenna at different time 
intervals and to make sure therapeutic temperature range is attained within the targeted lesion 
without reaching vaporization level which may results in instability of microwave equipment.  
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Figure 73. Temperature distribution in horizontal cut for different time durations 5, 15, 30 and 60 secs. 
 
 
Figure 74. Temperature distribution in vertical cut for different time durations 5, 15, 30 and 60 secs. 
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As the steady state thermal analysis was imported into transient simulation, the variation in the 
maximum temperatures increases very slowly as the tissue dehydration was already reached at 60 
°C yielding tissue coagulation and instantaneous cell death.  Temperature profiles in horizontal 
and vertical cuts within the tumour model are showed in Figs 73 and 74, respectively for different 
time durations of radiation exposure where maximum temperature was found to be 66.093 °C for 
total time duration of 60 secs (1 minute) which provide a final ablated volume of 14.3 mm diameter 
where 60 °C contour circularly distributed and full eradication of cancerous cells occurs. 
 In addition, as application time increases, no tissue vaporization was observed – i.e. temperatures 
in excess of 100 °C– and temperatures are slowly elevated after reaching 60 °C limit which assure 
normal operation and avoid abrupt termination of ablation due to instability of microwave 
equipment during ablation (Hancock, et al., 2015). From Fig. 74, temperatures above 50°C contour 
encompass a diameter of 20 mm and 19 mm observed in the horizontal and vertical directions 
respectively through the mid-point of the antenna where irreversible changes in tissue properties 
are encountered due to tissue dehydration.  
Temperature distributions in the surrounding healthy liver model are also calculated in transverse 
and longitudinal cuts and illustrated in Figs 75 and 76, respectively. From Fig. 75, one can observe 
that maximum temperature of 56.67 °C is attained at the tumour-liver boundary and then gradually 
decreases to 50 °C in 5 mm contour away from tumour boundary which satisfies the acceptable 
ablation safety margin of healthy tissue to ensure complete eradication of tumour and alleviates 
the possibility of cancer recurrence. Temperatures along the antenna shaft were clearly minimized 
as shown in Fig. 76 as the proposed TDFT antenna design chokes the currents following back on 
the outer coaxial feed which in-turn reduces the consequent overheating of the antenna shaft. 
Transient thermal analysis highly agrees with SAR results as temperature distribution recorded its 
highest value at the mid-point of TDFT antenna.  
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Figure 75. Temperature distribution in transverse cut for different time durations 5, 15, 30 and 60 secs in the 
surrounding liver model. 
 
From SAR results and thermal analysis, TDFT antenna proved to be a standalone microwave 
applicator in producing comparable ablated zones to that proposed in literature at the same 
frequency band and much higher microwave power as introduced in (Luyen, Hung, et al., 2017; 
Mohtashami, Yahya, et al., 2017). Structure of the proposed TDFT antenna was synthesized such 
that a natural current choke embodied in the teardrop structure itself which increases the 
compactness of the applicator size and hinders the possibility of using any additional external 
chokes as previously presented in (Luyen, Hung, et al., 2017). 
The efficacy of TDFT antenna as a microwave coagulator is clearly depicted in producing 
circularly ablated lesion of 14.3 mm diameter and up to approximately 20 mm zone of irreversible 
changes in tissue properties yet to be fully destroyed using only 2 Watts of microwave power in 
60 seconds of radiation exposure. Moreover, ultrawide band feature of TDFT antenna facilitates 
the introduction of low power microwave ablation which proved to be more efficient in providing 
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more control over the heating zone within the targeted section (Trujillo-Romero, CJ, et al., 2017; 
Fallahi, Hojjatollah, et al., 2017; Zhang, Huijuan, et al., 2012). 
 
 
Figure 76. Temperature distribution in longitudinal cut for different time durations 5, 15, 30 and 60 secs in the 
surrounding liver model. 
 
In addition, TDFT antenna achieved the safety margin of healthy tissues required to ensure 
successful ablation of tumour and reduce of the possibility of having cancer metastasis condition 
in cancer patients. Despite low frequencies have higher penetration depth which was claimed to 
achieve larger ablated volume, studies proved that at low frequency bands, inhomogeneous heating 
zones with tissue not being successfully ablated were attained after the procedure. Therefore, 
choosing frequency of operation to be 7 GHz unlike the conventional frequency bands associated 
with previously proposed designs such 915 MHz and 2.45 GHz (Neagu, 2017; Martínez-Valdez, 
R., et al., 2017; Luyen, et al., 2017) has significant advantages such as: at higher frequency bands, 
thermal conductivity of biological tissues and power absorption rate in both non-perfused and 
strongly perfused regions are found to be higher than that at lower frequencies (Sawicki, et al., 
2018) which was exploited in providing homogeneous ablated zones and more confined heating 
dose within targeted areas as clearly depicted  in temperature profiles of  the proposed TDFT 
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antenna. Furthermore, more flexibility and size compactness of antenna is rather achieved at higher 
frequency than that at low frequencies. Low temperature along the antenna shaft and outer 
conductor of coaxial cable was clearly depicted from thermal analysis which can be attributed to 
the synthesis of TDFT antenna structure with natural choke at the starting point of the coaxial feed. 
Consequently, overheating problem encountered in microwave ablation procedure is noticeably 
alleviated and protection of healthy tissues along is significantly achieved using TDFT antenna 
(Mays, R. Owen, et al., 2016; Sharma, Shashwat & Sarris, Costas D., 2016).   
The electromagnetic and thermal analysis of the TDFT antenna introduced above gives a 
preliminary idea on the antenna performance in different dielectric mediums and the extent of the 
temperature distribution especially the 55-60 °C contours where irreversible changes in tissue 
properties and instantaneous cell death attained. In the next section a study regarding the 
realization of TDFT antenna is conducted which includes modifications introduced in the 
prototype design to facilitate its manufacturing. Further studies are then applied to observe the 
effect of the input power on the duration of radiation exposure and the total ablated volume 
attained. Thermal analysis also investigates the total duration of radiation exposure to reach the 
temperature levels required to fully destroy the targeted tumour and its peripheries.  
 
4.2. Realization of Prototype of TDFT antenna  
 
As mentioned earlier, Teardrop structure has such significant features that distinguish it as a 
standalone design among other microwave applicators proposed in literature. nevertheless, the 
only difficulty encountered is its fabrication as stated by Eng. Aiden in Maker space at university 
of SALFORD “it is a very small structure to be manufactured in a traditional manner at the 
tolerances given for many reasons.” One of which is that the smallest diameter to be manufactured 
as checked with a couple of manufacturing companies is 1mm while the current smallest diameter 
of TDFT antenna is 0.5 mm. Therefore, TDFT antenna should be re-scaled a in bigger size 
provided that there are no significant differences in the simulated results attained before.  
The most important factors to be considered in re-scaling the antenna in bigger size are: 
• Maximum diameter of the antenna doesn’t exceed 3.5 mm in order not to cause 
complications after the ablation procedure (see chapter 1 section 1.4) while minimum 
diameter of the antenna should be no less than 1mm.  
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• Minimum reflection S11 is required to minimize the currents excited on the outer conductor 
of the coaxial feed. 
• Homogeneous distribution of electric field (E) is required which in-turn provides 
homogenous temperature profile. 
• Acceptable SAR values to achieve the temperature levels required for successful ablation.  
 
Parametric studies were applied to teardrop structure loaded in tumour/Liver model using ANSYS 
Electronics Desktop v.16 (previously introduced as Ansoft HFSS) to obtain the optimum 
dimensions of TDFT antenna to achieve the specifications required for successful ablation. With 
the new design considerations mentioned above, coaxial cable is chosen to be 50-ohm low loss 
semi-rigid coaxial cable with inner conductor, dielectric and outer conductor diameters are 1.025, 
3.4, 3.9 mm, respectively. The coaxial dielectric material used is Teflon with dielectric permittivity 
of 2.1. The material of inner and outer conductors is assigned as copper. Teardrop structure is then 
created using a solid cone with lower diameter similar to that of the inner conductor of coaxial 
cable. Due to the abrupt transition between the coaxial cable and conical structure which may 
increase reflection, more smooth transition is applied by etching the outer conical surface using 
inner surface of ring torus with inner and outer radii of 0.5125 and 64.3439 mm, respectively to 
choke and minimize the currents flowing back on of the outer conductor of the coaxial feed which 
in-turn reduce the consequent overheating of the cable.  
 
Several study scenarios were modelled and simulated electromagnetically using Electromagnetic 
Desktop suite (previously named as HFSS) and thermally using ANSYS Workbench such as 
different cone radius, the length of conical structure. First, a study of different cone radii is 
conducted with changing the length of conical structure to reach the optimum upper cone radius 
where minimum possible reflection is achieved. Table 9 shows the minimum reflection attained at 
7.3 GHz for different cone lengths with respect to different cone upper radii as depicted in Fig. 77.  
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Figure 77. Side view of TDFT antenna. 
 
Table 9. Parametric study of different cone radius and lengths versus reflection attained at 7.3 GHz 
 
 
 
From the simulated results provided in Table 9, the smaller the cone radius, the higher the 
reflection attained at fixed length. One can also observe that reflection increases with the increase 
of cone length at fixed upper cone radius while with increasing the upper cone radius at fixed cone 
length, reflection noticeably decreases. 1.66 mm cone radius showed the minimum reflection of -
22.18 dB which is the closest value to that previously provided with the smaller version of teardrop 
design. In addition, 1.66 mm cone radius gives maximum antenna diameter of 3.3 mm which is 
considered a good compromise as the whole structure of the antenna is yet to be coated with a 
Teflon layer which minimize any adhesiveness with desiccated or charred tissues after the ablation. 
Therefore, cone radius of 1.66 mm was chosen for further parametric study to reach the optimum 
cone length to achieve axial radiation with lowest possible backward radiation and acceptable SAR 
level at 7.3 GHz. Table 10 illustrates the study of different lengths of conical structure with 
corresponding minimum reflection at 7.3 GHz and maximum SAR value obtained.  From the 
simulation results obtained in Table 10, the longer the cone length is, the less is the reflection 
attained. However, on the other hand, SAR values decreases with increasing the length of the 
conical structure which might affect the temperature levels required for successful ablation (≈ 50 
to 60 °C).   
Cone length [mm] Cone upper radius [mm] Reflection at 7.3 GHz (S11) 
9 
1.1 
-16.6775 
10 -15.7474 
11 -14.7032 
11 1.2 -16.029 
11 1.5 -20.857 
11 1.66 -22.1008 
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Table 10. Study of different cone lengths with corresponding reflection and maximum SAR value attained 
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Cone Length [mm] Reflection at 7.3 GHz Maximum SAR attained [W/kg] 
8.63 -25.1643 370.9 
8.75 -24.2525 368.86 
9 -24.4541 364.81 
10.235 -23.341 345.62 
11.065 -25.0566 333.35 
12 -25.8888 322.46 
13 -27.6855 313.84 
14 -30.2184 308.28 
15 -29.3912 304.13 
 
Choosing the optimum teardrop length necessitates further thermal analysis to ensure homogenous 
temperature levels with nearly spherical distribution achieved. To minimize the time consumed by 
thermal analysis, temperature distribution won’t be presented at all cone lengths mentioned above 
in Table 10.  Figure 78 shows the steady state temperature distribution of cone lengths 10.235, 
11.065, 12 and 14 mm for input power of 2W. High agreement were found between SAR results 
and temperature distribution attained for different teardrop lengths presented in Fig. 78.  The 
highest temperature was found to be 61.453 °C for teardrop length of 10.235 mm which can be 
attributed to the highest SAR value obtained among all teardrop lengths encompassed in the 
thermal analysis while lowest temperature attained was 45.294 °C for 14 mm teardrop length as it 
has the lowest SAR value among all teardrop lengths presented in Fig. 78.  
From the temperature profiles presented in Fig. 78, all teardrop lengths achieved the temperature 
level required for successful ablation at the same power level except 14 mm cone length.  The low 
SAR results and hence low temperature distributions when increasing antenna length can be 
attributed to as the longer the antenna length is, more directive radiation pattern is, which makes 
the radiated fields produced less susceptible to be well absorbed by the surrounding tissues. 
Nevertheless, longest cone lengths i.e. 12mm and 14mm produce nearly spherical and confined 
heating zones around the antenna structure than that produced by smaller cone lengths.   
Despite 10.235- and 11-mm cone lengths achieve the highest temperature level and SAR values, 
50 °C contours in the temperature distributions were found to have more elliptical shapes through 
the vertical cuts along tumour model presented in Fig. 78 (highlighted in dashed black line). On 
the other hand, 12 mm teardrop length achieves more spherical and confined temperature 
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distribution where the highest temperature found at approximately the midpoint of teardrop 
structure is 60.589 °C and gradually decreases towards the tumour/liver interface. Thus, choosing 
12 mm cone length is more power efficient than 14 mm as it will require less power to reach the 
temperature levels required for successful ablation in addition to creating nearly spherical confined 
ablation zone Nevertheless, to compensate the lower SAR value associated with 12 mm cone 
length, input power will be increased to meet the safety margin standard i.e. less than 10 mm of 
healthy tissues fully eradicated around the tumour to minimize the possibility of having cancer 
recurrence.  
 
 
Figure 78. Steady state temperature distribution of cone lengths 10.235, 11.065, 12 and 14 mm for input power of 
2W. 
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4.2.1. Simulation Results of TDFT in Malignant Tissue 
4.2.1.1. Electromagnetic Analysis 
  
ANSYS Electronics Desktop V.16 is then used to build a computational model of TDFT antenna 
of new total length of 13.66 mm which composed of cone length and cone upper radius at the 
hemispherical tip to be simulated at 7.3 GHz with 3W input power. The new dimensions of TDFT 
antenna and coaxial feed are shown in Table 11 as depicted in Fig. 79. 
 
 
Figure 79. Structure of the new TDFT antenna 
 
Figure 80 shows the return loss of TDFT antenna loaded in tumour model. Γ reflection was found 
to be -25.89 dB at 7.3 GHz. Reflection less than 15 dB is maintained all over a bandwidth extending 
from 3 GHz to more than 20 GHz. VSWR shows values less than 2 from 1.5 GHz till more than 
20 GHz as depicted in Fig. 81. Overall efficiency is observed to be 99.17 % (reflection less than 
20 dB) not only at the operating frequency but also extending from 4.6 GHz to 17.6 GHz. From 
VSWR and S11 results, the new dimensions of TDFT antenna achieved less reflection than that of 
the smaller version of TDFT antenna previously presented. 
 
Table 11. New dimensions of TDFT antenna and coaxial cable 
Dimension Units in [mm] 
DInner Diameter of Inner conductor of coaxial feed 1.025 
DTeflon Diameter of Teflon Dielectric 3.4 
DOuter Diameter of outer conductor of coaxial feed 3.9 
L Total Length of TDFT antenna 13.66 
DTip Maximum diameter of TDFT at the tip 3.32 
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Figure 80. Return loss of TDFT antenna loaded in tumour model. 
 
 
Figure 81. VSWR of TDFT antenna loaded in tumour model 
 
 
Current distributions along the length of TDFT structure and the outer conductor of the coaxial 
cable at 7.3 GHz are shown in Fig. 82.  Reduced currents are clearly noticed flowing back on the 
outer conductor of the coaxial cable which results in less heating of the feed line and protection of 
healthy tissues along antenna shaft. 
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Figure 82. Current distributions along the length of TDFT structure and the outer conductor of the coaxial cable at 
7.3 GHz. 
 
Figure 83 illustrates 3D Near field radiation pattern of the TDFT antenna loaded in tumour model 
and the distribution of electric field in both azimuth and elevation plans is depicted in Fig. 84. 
TDFT antenna recorded higher values of nearfield along the TDFT structure than that obtained in 
the smaller design with maximum axial radiation towards the antenna tip unlike omnidirectional 
patterns proposed in literature. This nearly spherical radiation participates in providing spherical 
heating zone within the tumour tissue which alleviates the possibility of tissues not being 
successfully ablated using TDFT antenna. Moreover, minimum backward radiation is clearly 
observed from Fig. 84 which may help protect the healthy tissues along the antenna shaft. 
 
 
Figure 83. 3D plot of Nearfield of TDFT antenna. 
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Furthermore, nearfield results illustrated in Fig. 84 showed a significantly good agreement with 
the electric field distribution attained using numerical model illustrated in Figs 39 and 40 at the 
same radial distance from the antenna structure. This emphasizes on the efficacy of semi-analytical 
numerical calculation of electric field distribution due to a current sheet flowing on the antenna 
surface.  
 
 
Figure 84. Near-Field radiation patterns of TDFT antenna loaded in tumour tissue at 7.3 GHz in both azimuth and 
elevation planes. 
 
 
4.2.1.2. Thermal Analysis  
 
Average SAR was then calculated for 3W input power averaged over 1 gram of tissue including 
thermal characteristics of both healthy and malignant tissues of Liver as illustrated in Table 8. 
Figure 85 illustrates SAR distribution along the antenna axis while Figure 86 shows SAR values 
in transverse slice cut through the midpoint of the teardrop structure. Maxima of SAR values 
started from the midpoint of the antenna and slowly diffused within the tumour model. On the 
other hand, as distance increases from the antenna, SAR decreases gradually which produces 
homogenous SAR pattern within tumour. High SAR values obtained for only 3W input power 
emphasizes on the efficacy of TDFT antenna as a microwave applicator among previously 
proposed designs with bigger size and much higher power level.  
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Figure 85. SAR distribution along the antenna axis. 
 
 
Figure 86. SAR values in transverse slice cut through the midpoint of the teardrop structure. 
 
Variation of average SAR is also observed versus the distance along the central axis of antenna 
which is depicted in Fig. 87. In addition, Figure 88 illustrates SAR values versus distance 
perpendicular to antenna axis at the midpoint of the teardrop structure. 
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Figure 87. Average SAR is also observed versus the distance along the central axis of antenna. 
 
From Fig. 87, highest values of SAR are distributed within tumour model along the whole length 
of the antenna at approximately the midpoint of TDFT structure where it recorded its maximum to 
be 967.38 W/kg. SAR gradually decreases as the distance from the antenna axis increases as 
depicted in Fig. 88 which provides homogeneous SAR pattern with its highest values concentrated 
within tumour model.  SAR at tumour boundary abruptly decreases to 129.6 W/kg and gradually 
decays over a radial distance between 5 mms away from the tumour model. 
 
 
Figure 88. SAR versus distance perpendicular to antenna axis at the midpoint of the teardrop structure. 
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To ensure full eradication of any peripheral tumours and satisfy the safety margin standard of less 
than 10 mm of  surrounding healthy tissues which prevent tumour metastasis in any other part of 
the body, a coupled electromagnetic-thermal analysis was performed to attain the temperature 
profile and consequent ablation lesions in tumour and surrounding liver model based on the power 
delivered, duration and material characteristics such as density, thermal conductivity and specific 
heat capacity...etc.  
After performing electromagnetic and SAR analysis using ANSYS Electronics Desktop v.16, 
different types of losses obtained. First, surface loss density [W/m2] which results from conductor 
loss was evaluated on the surfaces of both TDFT structure and the outer conductor of the coaxial 
feed. Second, Volume loss density [W/m3] which can be attributed to dielectric lossy material was 
evaluated within Teflon, malignant and surrounding healthy non-perfused liver model. Losses are 
then imported into ANSYS Workbench to thermally analyze TDFT antenna loaded in tumour/liver 
model. Each evaluated loss represents different imported thermal loads in ANSYS Workbench i.e. 
surface loss density is imported as heat flux to compute the temperature distribution on the 
conductor surface while volume loss density is imported as internal heat generation to evaluate the 
temperature distribution within a dielectric medium. The temperature on the boundary of the model 
was set to 37 °C similar to that of normal healthy liver with surrounding blood circulation.  
 
Figures 89 and 90 depict the temperature levels found within the tumour and the surrounding liver 
models based on steady state thermal analysis. High agreement between SAR results and 
temperature profile obtained where maximum temperature of 72.375 °C reached at approximately 
the midpoint of TDFT antenna.  
 
Figure 89. Temperature distribution in vertical and horizontal cuts through tumour model. 
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Figure 90. Temperature distribution in vertical and horizontal cuts thourgh tumour model 
 
From Figs 89 and 90, temperatures above 50°C exceeded the tumour boundary to a diameter of 
approximately 30 mm in the horizontal direction and 28.6 mm in the vertical direction through the 
midpoint of the teardrop structure where irreversible changes in tissue properties occur as a result 
of dehydration which in-turn causes instantaneous cell death (Rossmann & Haemmerich, 2014). 
In addition, one can notice that 60°C contour is confined within a horizontal diameter of 18 mm 
from the midpoint of the teardrop structure and 15 mm vertical diameter along the antenna length.  
 
In addition, maximum temperature of 59.524 °C is attained at the tumour-liver interface and then 
sharply decreases to 50 °C within a radius of approximately 4.5 mm away from tumour boundary 
to ensure complete eradication of tumour and alleviates the possibility of cancer recurrence. Figure 
91 illustrates the temperature on the surface of the outer conductor of the coaxial cable. Maximum 
temperature observed on the surface of the outer conductor of the coaxial feed is 41.52 °C which 
is much less temperature level than that required for hyperthermia (above 45°C) or ablation (50-
60°C). Minimum temperature was attained along the antenna shaft as observed from Fig. 91 can 
be attributed to the nature of teardrop design itself acting as a current choke as it was first 
synthesized by slightly etching a solid cone at its base. Therefore, currents flowing back on the 
outer conductor of the coaxial feed were minimized which in-turn alleviates the consequent 
overheating of the antenna shaft. 
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Figure 91. temperature on the surface of the outer conductor of the coaxial cable. 
 
Steady state analysis mentioned above introduces the extent of temperature levels within the 
tumour and liver model to be reached using TDFT antenna. However, to observe the total duration 
of radiation exposure required to reach this steady state temperature, transient thermal Analysis is 
conducted with initial condition is applied to the whole model where initial temperature is set to 
37°C which is the normal body and blood circulation temperature.  Similar to prior steady state 
thermal analysis, surface loss density [W/m2] -evaluated on the surfaces of both TDFT structure 
and the outer conductor of the coaxial feed- and volume loss density [W/m3]-attributed to dielectric 
lossy material evaluated within Teflon, malignant and surrounding healthy non-perfused liver 
model- are imported into ANSYS Workbench to inspect the antenna performance due to transient 
radiation exposure within the tumour/liver model. Each evaluated loss represents different 
imported thermal loads in ANSYS Workbench i.e. surface loss density is imported as heat flux to 
compute the temperature distribution on the conductor surface while volume loss density is 
imported as internal heat generation to evaluate the temperature distribution within a dielectric 
medium. The temperature on the boundary of the model was set to 37 °C similar to that of normal 
healthy liver with surrounding blood circulation. 
 
Due to long time consumed and large disk space needed to simulate transient thermal simulation, 
transient analysis was set to simulate the model for a total duration of only 180 secs (3 minutes) to 
inspect the total time needed to reach the temperature level required for ablation. Figures 92 and 
93 illustrate the transient thermal analysis in horizontal and vertical cuts through the tumour model 
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at different time intervals 30, 60, 120 and 180 secs. Temperature profile of TDFT antenna within 
the tumour model shows homogeneous distribution of temperature along the antenna length 
through horizontal and vertical cuts within tumour model as illustrated in Figs 92 and 93, 
respectively. In addition, contours of highest temperatures noticeably increase in spherical manner 
within the tumour model. 
 
 
Figure 92. Transient thermal analysis in horizontal cut through tumour model at different time intervals 30, 60, 120 
and 180 secs. 
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Figure 93. Transient thermal analysis in vertical cuts through tumour model at different time intervals 30, 60, 120, 
180 secs. 
 
Maximum temperature of 61.722 °C is observed at approximately the mid-point of TDFT antenna 
which highly agrees with SAR results and steady state thermal analysis. For 3 minutes of radiation, 
50 °C contours are distributed in nearly spherical manner within the tumour model achieving a 
horizontal and vertical diameter of 17.4 and 16.3 mms, respectively within the tumour model 
where irreversible changes in dielectric properties and instantaneous cell death occurs as illustrated 
in Figs 92 and 93, respectively.  Transient thermal analysis is also evaluated in the surrounding 
non-perfused healthy liver model at different time intervals 60, 120, 180 secs and depicted through 
horizontal and vertical cuts in Figs 94 and 95, respectively.  
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Figure 94. Transient thermal distribution in horizontal cut in the surrounding liver model at different time intervals 
60, 120 and 180 secs. 
 
 
Figure 95. Transient thermal distribution in vertical cut in the surrounding liver model at different time intervals 60, 
120 and 180 secs. 
 
From Figs 94 and 95, maximum temperature of approximately 48°C is found in the surrounding 
tissues for 180 secs of radiation. Thermal profile of TDFT antenna shows a significant agreement 
with the total nearfield of the antenna where more microwave power deposited and confined 
significantly within the tumour model than that in the surrounding healthy tissues. In addition, 
thermal profile recorded a temperature of 40.3°C in the tissues along the antenna shaft which is 
lower temperature level than that required for hyperthermia (45-50°C). Minimum backward 
radiation was observed which reduces the consequent thermal damage associated with previously 
proposed designs. To achieve the required safety margin i.e. from 5 to 10 mm from surrounding 
healthy tissues to be eradicated, longer radiation duration or higher input power is recommended.  
From transient and steady state thermal analysis, TDFT antenna has an exceptional capability of 
providing thermal confinement within the targeted area, reducing radiation exposure and 
consequent thermal damage in the surrounding healthy tissues and successfully reaching the 
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temperature levels required for cancer ablation at such low power level in short duration (3 
minutes) of radiation.  
 
Transient thermal analysis was also conducted to evaluate the temperatures recorded on the outer 
surface of the outer conductor of the coaxial cable which illustrated in Fig. 96.  Maximum 
temperature on the outer conductor of the coaxial cable was found to be 40.269 °C at 180 secs of 
radiation which can be clearly illustrated in Fig. 96.   
 
 
Figure 96. Transient thermal analysis on the outer conductor of the coaxial cable during the ablation process at 
different time intervals 30, 60, 120, 180 secs. 
 
From Fig. 96, minimum temperature levels are achieved on the outer conductor of the coaxial 
cable during the ablation which can be attributed to the nature of TDFT antenna where is initially 
synthesized to choke the currents flowing back on the outer conductor of the coaxial cable and 
minimize the overheating of the cable during ablation. Reducing the overheating of the coaxial 
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cable contributes greatly in protecting the healthy tissues along the antenna shaft and alleviating 
the complications encountered with thermal ablation after the procedure.  
 
4.2.1.3. Testing TDFT in Egg white 
 
Prior to microwave ablation experiments, numerical simulations of TDFT antenna was performed 
in Egg white model to give a preliminary idea on the shape and extent of the ablation lesion that 
could be achieved using the antenna proposed. The whole antenna enclosed in Teflon was inserted 
in egg white where the antenna tip placed at the centre of a spherical model of egg white.  
Frequency dependent dielectric properties in addition to thermal properties of egg-white were 
adopted from (Mohtashami, Yahya, et al., 2017; Abbasnezhad, Behzad, et al., 2016) and imported 
in Electronics desktop suite (HFSS) to perform full wave EM simulation and in Ansys workbench 
to perform steady-state thermal analysis, respectively.  Table 12 illustrates dielectric and thermal 
properties of Egg-white imported in numerical simulations.  
Table 12. Dielectric and thermal properties of Egg-white imported in numerical simulation. 
Dielectric permittivity εr [F/m] 56.196 
Electrical conductivity σ [S/m] 10.973 
Mass Density ρ [kg/m3] 1041 
Thermal conductivity k [W m-1 K-1] 0.55 
Specific heat capacity c [J kg-1 K-1)] 3800 
 
Antenna length was determined by frequency of operation and dielectric properties of the 
surrounding mediums. Figure 97 illustrates S11 result for TDFT antenna in egg white which 
revealed that 13.66 mm length gives -22.27 dB reflection with minimum backward radiation at 7.3 
GHz. From simulation results, reflection ≤ -10 dB can be observed at frequencies starting from 2.5 
GHz till more than 20 GHz.   
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Figure 97. S11 results of TDFT antenna in Egg white 
 
Nearfield is also evaluated in egg white model surrounding the antenna illustrated in Fig. 98 where 
axial radiation is attained along the antenna axis.  Although antenna length of 13.66 mm doesn't 
have the minimum possible reflection attained all over the bandwidth, this length was chosen as a 
compromise between minimum backward radiation and minimum acceptable reflection at the 
operating frequency. A good agreement between numerical calculation of radiated electric field 
shown in Fig. 38 with that obtained by electromagnetic simulation illustrated in Fig. 98. 
 
Figure 98. Nearfield pattern of TDFT antenna loaded in Egg white model. 
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4.3. Disparity of Ablated Lesion Size Based on the Applied Microwave Power 
and the Application Time  
 
Two study scenarios were considered to investigate the effect of different power levels and the 
duration of radiation exposure on the total ablated volume obtained. 
 
4.3.1. Ablated Lesion Size Dependence on the Applied Microwave Power 
 
Prior to thermal analysis, electromagnetic analyses were conducted using Electronics Desktop 
suite to analyze TDFT antenna at different input power separately. Then the surfaces and volume 
losses were imported into steady state thermal analysis using Ansys workbench to determine the 
extent of ablated volume achieved at each input power. Figures 99, 100 and 101 illustrate the 
temperature distribution within the tumour model for 3, 4- and 5-Watts input power, respectively.  
 
60 °C contour represents the total ablated volume by TDFT antenna where instantaneous cell death 
occurs while temperature above 50 °C represent irreversible changes in tissue properties due to 
blood coagulation and cell necrosis. 60°C noticeably expands as the power increases which can be 
clearly illustrated in Fig. 99. For input power of 3W, 60°C contour was observed in a horizontal 
diameter of 18 mm from the midpoint of the teardrop structure and 15.2 mm in vertical direction. 
In addition, maximum temperature of 59.524 °C is attained at the tumour-liver interface and then 
decreases to 50 °C within a radial distance of approximately 4 mm away from tumour boundary 
which satisfies the acceptable ablation safety margins of surrounding healthy tissue to ensure 
complete eradication of tumour and alleviates the possibility of cancer recurrence as shown in Fig. 
99. On the other hand, for input power of 4W, 60°C was found horizontally in a diameter of 22.7 
mm through the mid-point of the antenna and vertically in 17.3 mm diameter while for 5W input 
power, a diameter of 24.27 mm in the horizontal direction and 19.2 mm in the vertical direction 
through the mid-point of TDFT antenna was completely covered by 60 °C contour as illustrated 
in Figs 100 and 101. 
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Figure 99. steady state temperature within tumour model for 3W input power. 
 
 
Figure 100. Steady state temperature within tumour model for 4W input power. 
 
 
Figure 101. Steady state temperature distribution within tumour model for 5W input power. 
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Furthermore, the safety margin achieved in the surrounding healthy tissues as shown in Fig. 102 
changes with the increase of input power. Safety margins achieved for 3W, 4W and 5W were 
found to be approximately 4 mm, 5 mm and 5.8 mm, respectively in a radial distance away from 
the tumour/liver boundary which satisfies the acceptable safety margin to ensure total eradication 
of tumour and its peripherals in the surrounding healthy tissues which minimizes the possibility of 
cancer metastasis.  
 
 
Figure 102. Temperature distribution in the surrounding tissues indicating safety margin achieved for each power 
level. 
 
Figure 103 shows the total ablated volume attained for each power level. One can notice that 
increase of input power significantly disparate the total ablated volume attained by TDFT antenna. 
In addition, thermal diffusion of the energy deposited within the targeted tissue is equally 
distributed in the transverse direction across the tumour model while thermal energy is slightly 
confined in the longitudinal direction along the antenna length away from the tumour/liver 
boundary.  
 
Chapter Four          Implementation and Numerical Modeling of Teardrop Flared Tipped antenna design  
131 
 
 
Figure 103. total ablated volume attained based on 60°C contour for each power level. 
 
Steady state temperature was also calculated in the outer conductor of the coaxial cable and 
compared for different input powers. Figure 104 depicts the maximum temperature obtained on 
the outer conductor of the coaxial cable for 3, 4 and 5 W respectively. From Fig. 104, one can 
observe that maxima of temperature achieved doesn’t exceeds the temperatures for hyperthermia 
(45-50°C) or ablation (50-60°C) which emphasizes on the significance of TDFT antenna to choke 
the currents excited on the outer conductor of the coaxial feed which in-turn minimizes the 
overheating of cabling encountered with previously proposed designs. From steady state thermal 
analysis, one can observe that the higher the input power is, the larger the ablated volume attained 
(Preston, et al., 2018; Luyen, Hung T., et al., 2015; Gas, 2015; Brace, Christopher L, et al., 2009). 
 
 
Figure 104. Temperature distribution along the outer conductor of the coaxial cable for different input power 
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4.3.2. Ablated Lesion Size Dependence on the Application time  
 
To investigate the effect of radiation application time, transient thermal Analyses were then 
employed and compared at each power level of 3, 4, and 5W. Due to the long time and large disk 
space consumed by transient analysis, this simulation was performed on a server with CPU E3-
1240 v5 @ 3.5 GHz, 3.5 GHz under 64 bits windows server 2012 R2 Standard operating system, 
64 GB of Ram and 9 Terabytes hard disk to study the effect of changing the radiation exposure 
time on the ablated volume.  
Figures 105 and 106 show transient thermal analysis at different time intervals of a total time 
duration of 180 seconds (3 minutes) for power of 3, 4 and 5 W through horizontal and vertical cuts 
within tumour model, respectively. One can observe the 50 °C contour expands as the duration of 
radiation exposure increases where the thermal conductivity of both tumour and liver takes over 
the thermal convection within tumour and surrounding tissues. In addition, the higher the power 
level is, the wider the ablated volume attained. For 3 minutes, Irreversible changes in tissue 
properties confined in 50 °C contour were found at diameter approximately of 16, 16.4, 17.44 mm 
along the antenna axis for 3, 4 and 5 W, respectively. It also extended horizontally to a diameter 
of 15.6, 16.07, 17.2 mm through approximately the midpoint of the antenna for input power 3, 4 
and 5 W, respectively.  
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Figure 105. Transient thermal analysis at different time intervals (60, 120 and 180 secs) for input power of 3, 4 and 
5 W through horizontal cut within tumour model. 
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Figure 106. Transient thermal analysis at different time intervals (60, 120 and 180 secs) for input power of 3, 4 and 
5 W through vertical cut within tumour model. 
 
From transient thermal analysis, TDFT antenna can produce a nearly spherical ablation which is 
noticeably showed from spherical expansion of 60°C contour with the increase of application time 
and applied power. Moreover, thermal profiles presented in Figs 105 and 106 are significantly in 
a good agreement with the nearfield distribution and SAR Pattern of TDFT antenna where 
maximum temperature distributed from the midpoint of TDFT antenna and expands spherically 
towards tumour/liver boundary. Transient thermal analysis presented in Figs 105 and 106 showed 
that TDFT antenna can produce symmetrical ablated lesion around the antenna axis in a plane 
perpendicular to the antenna axis from its midpoint. This agrees with nearfield distribution as 
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TDFT antenna has a rotationally symmetrical structure which generates a rotationally symmetrical 
nearfield distribution around the antenna axis. 
 
Temperature gradient within tumour model for each input power is illustrated in Fig. 107. From 
Fig. 107, Temperature gradient increases as the application time increases to reach its maximum 
value of approximately 78.1 °C at the longest application time (180 secs) for the highest applied 
power (5W). Furthermore, for application time less than 30 secs, temperature gradient increases 
almost linearly for each power level. However, as application time increases more than 30 secs, 
temperature increases nonlinearly which can be attributed to thermal conductivity of tumour which 
takes over the thermal convection within tumour and its surroundings. Moreover, temperature 
gradients recorded for each input power were noticeably diverged from the start of the ablation 
process and as the application time to reach 3 min, temperature gradient increased from 20 ℃ to 
almost 40℃ for each input power.  In addition, maximum temperature attained was elevated by 
10 ℃ as input power increases by 1W.  
 
 
 
Figure 107. Temperature gradient within tumour model for each input power. 
 
The lateral and longitudinal radii of the ablated lesion within 50°C contour was presented at 
different time intervals and illustrated in Table 13. One can also notice that ablated lesions expand 
in a spherical manner clearly depicted in the closeness between the vertical and horizontal radii of 
the ablated lesions presented in Table 13. In addition, as the application time and applied power 
increase, the total ablated volume increases which can be observed from the expansion of 50°C 
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contour volume. The total volume confined in 50°C contour is calculated using (106) where a and 
b are lateral and longitudinal radii of the total ablated lesion, respectively. Geometrical 
representation of ablated lesion is illustrated in Fig. 108. 
 
𝑉 =  
4
3
𝜋 𝑎2 × 𝑏 (106) 
 
 
Figure 108. Geometrical representation of ablated volume. 
 
Lesion spherical ratio (L.S.R.) can be expressed as the ration between lateral radius and 
longitudinal radius of the ablated lesion as stated in (107). L.S.R. equals to 1 means the shape of 
ablated lesion is exactly sphere. From Table 13, ablated lesion is found to be more spherical with 
the increase of the applied power for application time of 1 minute which clearly observed from 
LSR values approaching unity. The minimum LSR values were found at the start of the ablation 
process (application time ≤ 1 minute) for each applied power. For fixed applied power, ablated 
lesion tends to be more spherical as the application time increases.   
 
𝐿𝑒𝑠𝑖𝑜𝑛 𝑆𝑝ℎ𝑒𝑟𝑖𝑐𝑎𝑙 𝑅𝑎𝑡𝑖𝑜 (𝐿. 𝑆. 𝑅) =  
𝐿𝑎𝑡𝑒𝑟𝑎𝑙 𝑅𝑎𝑑𝑖𝑢𝑠 (𝑎)
𝑙𝑜𝑛𝑔𝑖𝑡𝑢𝑑𝑖𝑛𝑎𝑙 𝑅𝑎𝑑𝑖𝑢𝑠 (𝑏)
    (107) 
 
Table 13. Radii of ablated volume at different time interval for each input power 
Applied power  3W  4W  5W  
Time interval  a[mm] b[mm] L.S.R a[mm] b[mm] L.S.R a[mm] b[mm] L.S.R 
60 s 4.183 4.683 0.893 5.235 6 0.873 6.623 7.3255 0.904 
120 s 6.765 7.0885 0.95 7.291 7.4 0.985 7.81 8.2555 0.946 
180 s 7.7975 8.0455 0.97 8.035 8.2 0.98 8.6 8.725 0.986 
 
 
Volume of the ablated lesions attained for each input power at different time intervals is calculated 
using (106) and presented in Table 14. As the application time increases, volume of the ablated 
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lesion increases. The largest ablated lesion attained of volume 3.6 cm3 centered at the midpoint of 
TDFT antenna at input power 5W for 180 secs.  
 
Table 14. Volume of the ablated lesion in cm3 for different input power at different time intervals. 
 Volume of ablated lesion in cm3 
 3W 4W 5W 
60 s 0.3 0.92 1.795 
120 s 1.79 2.2 2.81 
180 s 2.73 2.96 3.60 
 
From Tables 13 and 14, As the applied power increases, heating grows faster, and ablated lesion 
expands wider than that at lower input power. TDFT antenna can achieve a successful ablation of 
cancerous lesions with diameters of 15.5, 16 and 17.5 mm in 3 minutes for input power of 3, 4 and 
5W, respectively where 50°C contour encompasses irreversible changes in tissue properties 
yielding blood coagulation and cell necrosis. Transient thermal simulations of longer ablation time 
should be conducted using servers with much higher specifications to determine the application 
time needed for eradicating tumours of 3 cm diameter. 
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4.4. Fabrication of The Proposed TDFT Antenna Design 
 
The prototype of TDFT antenna and its dielectric shield were fabricated to verify their performance 
in either biological substance such as Egg-white solution or in ex vivo liver ablation experiments. 
Due to the nature of TDFT antenna design and its outer dielectric shield, there were certain 
constraints found regarding its fabrication which governs the pace and adequacy of manufacturing. 
These constraints necessitate applying design modifications in order to facilitate the manufacturing 
process of the whole design using lathe.  
 
First, the structure of TDFT antenna was made of pure Copper and it was slightly modified by 
introduction of a flat cylindrical area to the rear of the hemispherical tip with a minimum length 
of 2 mm to make it easier for holding the Copper part in the lathe. After applying the design 
modifications recommended, TDFT antenna were re-modeled in the numerical simulations again 
to ensure there is no significant changes in the simulated results obtained before. Figure 109 shows 
the original and modified TDFT antenna. Second, manufacturing of the dielectric 
Polytetrafluoroethylene (PFTE) -brand name Teflon- shield was very challenging as it is very 
difficult to carve out the PFTE shield to the exact outer shape of the Copper core of TDFT antenna 
without it slipping or deforming massively. In addition, considering splitting the dielectric shield 
in two halves would make it easier to machine using lathe, but the issue comes when attempting 
to stick it back together again as the key selling point of PTFE (brand name Teflon) is its non-stick 
properties. 
 
 
Figure 109. The original and modified Copper structure of TDFT antenna.  
Chapter Four          Implementation and Numerical Modeling of Teardrop Flared Tipped antenna design  
139 
 
Due to the difficulty of manufacturing the dielectric shield at the tolerances given using traditional 
manner and the slippery nature of PFTE material, a hollow cylinder shaped like a test tube was 
considered when manufacturing the dielectric shield and securing the part to TDFT antenna with 
adhesive resin. The thicker the wall of the tube is, the better and much easier to machine to facilitate 
its fabrication without exceeding the total diameter allowed for microwave applicator (≤ 3.5 mm).  
Figure 110 shows the fabricated prototype of TDFT antenna and its dielectric 
Polytetrafluoroethylene (PFTE) shield. 
 
 
Figure 110. The fabricated prototype of TDFT antenna and its dielectric PFTE shield. 
 
Flexible low loss 50-ohm Pasternack coaxial cable (PE-300) was employed to connect TDFT 
antenna to the signal generator.  Due to the difficulty faced in attaching the inner conductor of the 
coaxial cable to TDFT antenna using regular tin solder, the antenna tip and the inner conductor of 
the coaxial cable were inserted into a hollow metallic pin – shown in Fig. 111 – to effectively help 
supporting both the antenna tip and the inner conductor of the coaxial feed. The metallic pin was 
enclosed by PFTE cylinder and a part of outer conductor to minimize the losses that might 
encountered using the metallic pin. 
 
 
Figure 111. Hollow metallic pin used to hold both antenna tip and the inner conductor of the coaxial cable. 
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TDFT antenna is then enclosed by the dielectric shield and a heat-shrink tube was then employed 
to help holding the dielectric shield with the coaxial cable. Final prototype of TDFT antenna 
connected to the coaxial cable is shown in Fig. 112. The resulting antenna has a diameter of 3.4 
mm including the dielectric Teflon (PFTE) shield insulation, and it doesn’t include a cooling 
mechanism. 
 
 
Figure 112. Fully assembled prototype of TDFT applicator connected to the coaxial cable. 
 
Two studies scenarios were conducted in one in egg-white solution and the other in Bovine liver. 
First, eggs were picked up on the day of experiment to monitor the total reflected power in egg-
white solution first and then apply an input power of 1W to determine the volume of solidified 
egg-white. Secondly, Bovine liver was procured from the slaughterhouse on the morning of lab 
experiments where it was stored in a chiller in the slaughterhouse. Reflection measurements and 
ablation experiments were conducted on the day of pickup to prevent spoilage. Prior to conducting 
the ablation experiments, antenna was inserted into both bovine liver sample and egg-white 
solution to measure its reflection coefficient using a vector network analyzer VNA (Agilent 
Technologies, FieldFox microwave analyzer, N9918A, 26.5GHZ, now Keysight Technologies). 
The Experimental setup and verification of reflection for TDFT antenna in bovine liver and egg-
white solution is illustrated in Figs 113 and 114, respectively.  
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Figure 113. Experimental setup and verification of reflection for TDFT antenna in Bovine Liver sample. 
 
 
Figure 114. Experimental setup and verification of reflection for TDFT antenna in egg-white solution. 
 
Figures 115 and 116 illustrate a comparison between the simulated and measured results of 
reflection for TDFT antenna in Bovine liver and egg-white solution, respectively. Reflected power 
was monitored for each experiment which didn’t exceed 10% of the source output power for 
different insertion depths at the frequency of operation.  Moreover, a good agreement between the 
simulated and measured results was found from Fig. 115 and 116 where TDFT antenna recorded 
a reflection of – 24.19 dB when inserted in Bovine liver sample while a reflection of –25.9 dB was 
monitored in egg-white solution at 7.3 GHz. From return loss measurements, the total reflected 
power of TDFT antenna was consistently in the range of ~0.003 W at the frequency of operation.  
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From reflection measurements, TDFT antenna can operate efficiently in different surroundings 
whether inserted in a single tissue or in different mediums with different dielectric properties. In 
addition, reflection measurements showed that TDFT antenna can operate at different frequency 
bands unlike previously proposed designs where more than one applicator was used at each 
frequency band separately (Sawicki, et al., 2018) 
.  
 
Figure 115. Comparison between simulated and measured S11 of TDFT antenna in bovine liver sample. 
 
 
Figure 116. Comparison between simulated and measured S11 of TDFT antenna in egg-white solution. 
 
 
The difference between measured and simulated results of S11 can be attributed to difficulties 
encountered in soldering the antenna to the inner conductor of the coaxial cable and introducing a 
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metallic pin – shown in Fig. 111 – at the antenna base to hold both the antenna tip and inner 
conductor of the coaxial cable yielding an increase of the length of TDFT antenna which in-turn 
increases the ohmic losses of whole structure and the possibility of introducing air-gaps between 
the inner conductor and the antenna structure. Nevertheless, ultra-wide band operation was clearly 
observed from a total bandwidth of approximately 2 GHz between where reflection measurements 
attained ≤ -10 dB.  
 
For ablation experiments, the antenna was driven by a PSG Vector signal generator (Agilent 
Technologies E8267D 250KHz - 44GHz) connected to mini-circuits amplifier (ZVE-8G+ 
~31dBm gain over 2 - 8GHz) for 7.3 GHz ablation as shown in Fig. 117. Due to the restrictions 
and government regulations regarding using high gain microwave amplifiers in Egypt, maximum 
available input power offered in Microwaves lab at Electronics research institute in Cairo, Egypt 
where ablation experiments were conducted was limited to only 1 W at the frequency of operation 
using microwave amplifier with approximately 31dBm gain. Therefore, ablation experiments for 
both egg-white solution and Bovine liver was performed at only 1W input power which entailed a 
longer application time of input power than that provided earlier in the numerical simulations to 
achieve solidified lesion in egg-white or ablated tissue in bovine liver.   
 
 
Figure 117. Microwave generation equipment and experimental setup of ablation in egg-white solution.  
 
A small volume of egg-white solution was used to demonstrate the ablation experiment due to the 
limitation of total available power (1W).  Snapshots of the ablated volume of TDFT antenna in 
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egg-white solution are presented at different time intervals in Fig. 118.  It is observed that the 
highest temperature attained at the midpoint of TDFT antenna where a solidified white mass of 
egg-white is noticeably formed at the beginning of the ablation experiment (at 5 and 7 mins) which 
agrees with thermal simulation where the temperature maxima were observed at the mid-point of 
TDFT antenna. Moreover, a spherical white mass of egg-white was clearly observed at application 
time of 9 min which agrees with steady-state thermal profile of TDFT antenna attained in egg-
white solution for 1W input power shown in Fig. 119. 
 
 
Figure 118. Snapshots of the ablated volume of TDFT antenna in Egg-white solution at different time intervals. 
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Figure 119. steady-state temperature distribution of TDFT antenna in Egg-white model. 
 
From Fig. 106, one can observe that 50°C contour extends spherically within a diameter of 9.5 mm 
from the mid-point of TDFT antenna where temperature distribution recorded its maxima to be 
53.457 °C through horizontal and vertical cuts in egg-white model. Figure 120 illustrates a close-
up of solidified white mass of egg-white solution demonstrating a complete ablation where a total 
volume of 1.355 cm3 of egg-white (a height and diameter of 1.5 cm contained in test tube shown 
in Fig. 120 was successfully ablated in approximately 30 min for input power of 1W. Egg-white 
ablation experimental results agrees with SAR results and thermal analysis of TDFT antenna in 
egg-white solution.  
 
 
Figure 120. A close-up of solidified white mass of egg-white solution demonstrating a complete ablation. 
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TDFT antenna was then inserted through three liver samples, each for different application time 
at a position where the organ was thick enough so that the active length of TDFT antenna was 
completely enclosed. Experimental setup and microwave generation for liver ablation is shown in 
Fig. 121. 
 
 
Figure 121. Microwave generation equipment and experimental setup of liver ablation. 
 
Small liver samples were chosen to compensate the limited input power allowed for ablation 
experiments. Each sample was kept in a plastic beaker for each ablation experiment to maintain a 
consistent non-perfused portion of the organ and occlude heating within the targeted sample. The 
antenna position was fixed while 1W of continuous microwave power was applied for different 
application time 15, 30 and 90 mins. Figure 122 illustrates a close-up of TDFT antenna inserted in 
liver sample and a sample punctured after first ablation experiment.   
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Figure 122. A close-up of TDFT antenna inserted in liver sample and a sample punctured after 90-min ablation 
experiment. 
 
For each ablation experiment, liver sample was bisected along the antenna axis to examine the size 
of the ablated lesion achieved at each application time. Figure 123 presents the total ablated lesion 
achieved for 15-, 30- and 90-min ablation experiment. The boundary of the ablated volume was 
considered between the dark red (unaffected) tissue and peach/light brown coagulated tissue. For 
15-min ablation, longitudinal and lateral diameters were found to be approximately 16 and 19.5 
mm, respectively. However, as the application time increases, ablated lesion expanded to be 
approximately within longitudinal and lateral diameters of approximately 24 and 25.2 for 30 min 
ablation and for 90-min experiment, ablated volume was found to be approximately 28.5 and 32 
mm in longitudinal and lateral directions. The shape of each ablated lesion was slightly deformed 
which can be attributed to the inconsistency often found in thickness of each liver sample.  
 
Nevertheless, ablation started to form a spherical light orange/brown lesion and become firmer as 
the application time increased which is clearly depicted at 15-min ablation shown Fig. 123. 
Moreover, maximum temperature was found at the mid-point of TDFT antenna which can be 
depicted from the slightly darker brown portion in each liver sample. This agrees with numerical 
results of SAR and temperature distribution of TDFT antenna. In addition, coagulated tissues were 
found along the antenna shaft which is clearly noticed from 15- and 30-min ablation experiments 
as heating zones was noticeably confined along the antenna length. No ablated tissues were found 
in the reverse direction which emphasizes on that backward heating is noticeably diminished by 
TDFT antenna. 
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Figure 123. Total ablated lesion achieved for 15, 30- and 90-min ablation experiment. 
 
EM and thermal analysis of TDFT antenna in liver model was also re-simulated for 1W microwave 
input power to study the agreement between simulated and measured results attained in ablation 
experiments. Due to long time and large disk space consumed by transient thermal simulation, 
time settings for transient analysis were set to only 10 mins application time for isotropic non-
perfused liver model to determine the thermal extent that could be achieved using TDFT antenna 
at 1W input power. Figure 124 illustrates temperature distributions through horizontal and vertical 
cuts within liver model at 2 different time intervals 5 mins (300 secs) and 10 mins (600 secs), 
respectively. Temperature gradient slowly increases as the application time increases which can 
be found in the extension of 50 °C contour at 300 and 600 secs to be approximately 6.7 and 9.75 
mm along the antenna axis; and 7.7 and 10 mms measured perpendicularly to the antenna axis at 
its mid-point, respectively. From Fig. 124, one can observe that size of the ablated lesion attained 
using numerical simulation is close to the one obtained in 15-min ablation experiment. Numerical 
simulation and ablation experiments have proven that TDFT antenna is efficiently capable of 
creating a nearly spherical confined ablated lesion at such low power level.  
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Figure 124. Transient thermal profile of TDFT antenna through horizontal and vertical cuts within Liver model for 
300 secs and 600 secs at 1W input power. 
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Chapter Five  
Evaluation of TDFT Design Compared to Previously Proposed 
Designs 
 
5.1. TDFT antenna parameters compared to that attained in MWA therapy  
 
Assessment of proposed TDFT antenna is achieved through numerical and thermal simulations 
and it is compared with previously proposed designs according to several parameters such as 
reflection, bandwidth, radiation pattern, current distribution and SAR values achieved as illustrated 
in Table 15 (née Reimann, et al., 2019; Preston, et al., 2018; Luyen, Hung T., et al., 2015; Gas, 
2015; Brace, Christopher L, et al., 2005).  
TDFT antenna provides low power cancer ablation with self-embedded choke to create confined 
heating by generating homogenous current distribution on the antenna surface.TDFT antenna was 
modelled and analysed in several dielectric surroundings such as egg-white, healthy and malignant 
tissue models. Symmetrical ablated lesion with no backward radiation attained using TDFT design 
helps overcome the nonuniform broadside radiation associated with commonly used designs. 
Electromagnetic simulations proved that TDFT antenna achieved -25.89 dB reflection over a 
bandwidth of more than 7:1 in malignant/healthy tissue model. Thermal simulations emphasize 
the capability of TDFT antenna of creating a confined uniform heating. Highest SAR value 
attained of 967.3 W/kg for 3W input power emphasized on the confined heating that can be 
achieved using TDFT antenna. Thermal analysis also revealed that TDFT antenna can fully ablate 
cancerous lesions of 15.5 mm diameter in 3 minutes for 3W input power. TDFT antenna was 
fabricated and tested in egg-white and bovine liver where a good agreement was attained between 
measured and simulated results. Minimum reflection was found to be -24.19 dB and -25.9 dB at 
7.3 GHz in bovine liver and egg-white, respectively which highly agrees with numerical 
simulations using commercial software package and emphasizes on high power deposition and 
suppressing back currents of TDFT antenna. Ablation experiments were conducted in egg-white 
and bovine liver for 1W input power where feasibility of TDFT antenna was observed in 
destroying lesions of 16×19.5×19.5 mm3 for 15-min ablation. TDFT antenna facilitates operation 
at variable frequency bands only for cancer treatment but also for other numerous clinical uses 
deploying low input power in achieving desired heating.   
Chapter Five                                 Evaluation of TDFT Design Compared to Previously Proposed Designs 
 
151 
 
Table 15. TDFT antenna parameters versus most commonly used microwave applicators in cancer ablation.  
Antenna 
Characteristics 
TDFT Other Microwave applicators 
R
ef
le
ct
io
n
 
Minimum reflection   attained    is -27.81 
dB in liver tissue, -23.27 dB in saline and 
-25.89 dB in tumour 
Linear  ~ -19 dB : - 46 dB 
Slot ~ -29 dB 
Helix ~ -22 dB 
B
a
n
d
w
id
th
 More than 13:1 with VSWR less 2 (less 
than 1.2 over a bandwidth extending 
from 4.6 GHz to more than 17 GHz). 
 
Linear  ~ 3.5:1 
Slot ~ 2:1 
Helix ~ Narrow bandwidth of nearly 200 MHz 
R
a
d
ia
ti
o
n
 
P
a
tt
er
n
 Nearly spherical axial radiation pattern 
with no null along the antenna axis in 
both liver and tumour tissue  
Linear  Ellipsoidal elongated pattern 
Slot Elongated Pattern 
Helix Omnidirectional pattern 
C
u
rr
en
t 
d
is
tr
ib
u
ti
o
n
 
Minimum currents on the outer 
conductor without the need of using 
baluns. Maximum temperature recorded 
on the surface of the outer conductor is 
41 °C which is much less temperature 
level required for hyperthermia or 
ablation.   
Linear 
Reduced current distribution using 
metallic needle surrounding the antenna 
structure 
Slot 
Overheating of the antenna shaft due to 
high current distribution on the outer 
conductor 
Helix 
Large portion of power absorbed by 
tissues and skin along the antenna shaft 
S
A
R
 a
n
d
 t
h
er
m
a
l 
p
ro
fi
le
 
Homogeneous confined SAR pattern 
with maximum of 967.38 W/kg in 
tumour model for only 3W input power. 
Spherical lesion fully eradicated (within 
60°C contour) is of 20 mm diameter. 
50°C contour is approximately 30 mm 
within tumour model.  
Linear  Elongated SAR pattern 
Slot 
inhomogeneous elongated SAR pattern 
with its maximum near the slot 
Helix 
Elongated SAR pattern with high 
radiation exposure toward healthy tissue 
along the insertion depth of the antenna. 
Chapter Five                                 Evaluation of TDFT Design Compared to Previously Proposed Designs 
 
152 
 
5.2. A comparison between TDFT antenna and other MW applicators presented in Literature  
 
In this section, performance of TDFT antenna has been assessed numerically and experimentally; and compared with other previously 
proposed microwave applicators; and illustrated in Table 16. 
Table 16. Assessment of TDFT antenna performance compared to previously proposed designs in literature 
Design f GHz S11 [dB] Input Power [W] Application Time [min] Ablated Lesion (D Longitudinal × D Lateral) 
Proposed 
TDFT antenna 7.3 
Simulated ≤-25.89 Simulated 1 3 4 5 Simulated 3 10 Simulated 
3
 m
in
 16 ×15.6 
1
0
 m
in
 
9.75 × 10 16.4 ×16.07 
17.44 ×17.2 
Measured ≤-24.19 Measured 1 Measured 15 30 90 Measured 16×19.5  23.5×25.2 28.5×32  
(Luyen, Hung, 
et al., 2017) 7 -18 30 5 37 × 28 
(Luyen, Hung, 
et al., 2017) 7 -27 30 5 43 × 28  
(Luyen, Hung, 
et al., 2017) 
7 -24 30 5 41 × 27  
(Luyen, Hung, 
et al., 2017) 7 -23 30 5 40 × 28  
(Preston, et al., 
2018) 5.8 -14.87 
19.12 (2s on-5s off)  6 24 × 20 
19.12 (2.2s on-5s off) 5 27 × 23 
(Ahn, Hee-Ran 
& Lee, Kwyro, 
2005) 
2.45 -28.4 20 3 45 × 24.5  
(Alnassan, 
Hussein, et al., 
2014) 
2.45 - 50,60,70 5,10,15 23 on active region (directional)  
(Fallahi, 
Hojjatollah, et 
al., 2017) 
2.4 -12  40 1 19.7 × 12 
(Mohtashami, 
Yahya, et al., 
2017) 
7 -20  20 5 45 × 17   
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(Luyen, Hung, 
et al., 2014) 10 ≤-10 45 10 60×40 
(Maini, Surita & 
Marwaha, 
Anupama, 
2013) 
2.45 -27 60 1 43 × 20  
(Taj-Eldin, 
Mohammed & 
Prakash, Punit, 
2014) 
2.45 NA 30 (Array) 10 54 × 37  
(Maini, 2016) 2.45 -24.8 20 Short duration pulses 0.19 × 0.38 
(Hancock, Chris 
P, et al., 2013) 14.5 -17 50 2 20 × 19 
(Liu, et al., 
2017) 
2.45 NA 60 (array) NA 100 × 150 
(Trujillo-
Romero, CJ, et 
al., 2017) 
2.45 -17.5 5  10, 15 7.99 cm3 (bone) 
(Gas & 
Szymanik, 
2018) 
2.45 -44.24  
3.64 
6.66  
0 
20.53 17 mm 
(Sawicki, et al., 
2018) 
6 -10 25 5 25.8 × 38.8  
(Fallahi & 
Prakash, 2019) 
0.915 -20 60 3 40.5 × 65.1 
(née Reimann, 
et al., 2019) 
5.8 -15 
10 
10 
23 × 18 
20 28 × 22 
(Taplin, et al., 
2018) 5.8 -20 62 
1 17 × 11.5 
2 18.5 × 14 
3 18.5 × 19 
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From Results presented in Table 16, it was observed that with TDFT antenna created ablated 
lesions at input powers from 3 to 5 W comparable to that obtained at much higher power levels 
(19W:60W) (Preston, et al., 2018; Fallahi, Hojjatollah, et al., 2017; Alnassan, Hussein, et al., 2014; 
Hancock, Chris P, et al., 2013; Luján, et al., 2017; Gas & Szymanik, 2018). Moreover, TDFT 
antenna has a superior performance achieving more spherical ablated lesions than that obtained in 
(Ahn, Hee-Ran & Lee, Kwyro, 2005) at the same application time (3 min) with much less input 
power (20W). In addition, simulated and measured results showed the feasibility of TDFT antenna 
in creating confined spherical ablated lesions at lower power level (3-5W) in shorter application 
time i.e. 3 min than that required in (née Reimann, et al., 2019) as observed in Table 16. 
Furthermore, TDFT antenna created larger ablated lesion at an input power of only (1W) with 
shorted application time (10 min) compared that obtained in (Luján, et al., 2017) which can be 
attributed to confined power deposition and minimum reflection attained using TDFT antenna. 
Nevertheless, the input power offered for measurement was limited to 1W, TDFT antenna 
produced a spherical ablated lesion in only 15 min comparable to the ones obtained in (Gas & 
Szymanik, 2018; née Reimann, et al., 2019).  More confined heating was reached using TDFT 
antenna at higher frequency band with much lower input powers (3-5W) than that obtained at 5.8 
GHz in (Taplin, et al., 2018) for the same application time with much higher input power.   
There is trade-off between which power level and time duration needed to achieve successful 
ablation. For instances, for tumours less than or equal 15 mm diameter, an input power of 3W for 
a time of 3 minutes would be suitable. On the other hand, for larger tumour sizes, 4 and 5W with 
3 min or longer application time are recommended to achieve fast ablation and more confined 
homogenous ablated lesions yielding a full eradication of tumour and its peripherals.  
The proposed TDFT design yielded an improved performance creating equally distributed EM 
fields resulting in confined power deposition, achieving homogeneous temperature distribution 
and attaining return loss being minimally affected by the change in dielectric properties of the 
surrounding tissues with diminished backward heating. Simulation and experimental results also 
emphasized on the feasibility of TDFT antenna in diminishing the shortcomings and limitations 
encountered with previously proposed designs using much less input power and shorter ablation 
time which can be attributed to providing more confined fields over the targeted lesion, alleviating 
the overheating of the cabling, minimizing ablation prone to hot spots or elongated lesions and 
reducing as much reflection as possible during ablation with ultra-wide band feature. 
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Furthermore, TDFT antenna with highly-directed radiation noticeably achieves confined heating 
that facilitates using only 60% of the lowest input power recorded in literature to attain successful 
ablation in standard radiation exposure time of 15 mins. This reduces the input power used by 
microwave applicator by almost 40% of the lowest input power used in literature. Although TDFT 
antenna significantly reduces the input power required by microwave applicator used and achieve 
successful ablation in minimum standard duration of cancer ablation i.e. 15 mins, input power 
used, and duration of radiation exposure depend greatly on the size and location of tumour. 
In addition, it was found that using lower input power helps eradicating critically located tumours 
such as bone tumours or tumours near large vessels which minimizes organ mal-function after 
ablation. This also facilitates the possibility of applying longer ablation operations in much safer 
manner without the risk of patients being exposed to high radiation using higher input power levels 
as presented in literature. All these features distinguished TDFT antenna to help providing less 
invasive microwave ablation with minimum complications and faster recovery time for cancer 
patients.  
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Chapter Six  
 
6.1. Conclusion 
 
A comprehensive overview on thermal tumour therapy was presented highlighting advantages and 
drawbacks of each technique. A literature review on numerous microwave antenna designs 
previously proposed was demonstrated focusing on the limitations and shortcomings of each 
design. Solutions were presented and summarized through applicator design considerations to 
emphasize and narrow down the most significant factors and basic requirements needed for 
antenna designs to synthesize the optimum microwave applicator for future research.  
Development of microwave antenna design for microwave cancer ablation is proposed in this 
research investigating highly-directed radiation produced by the synthesized Tear Drop Flared 
Tipped (TDFT) design to treat focal nearly spherical tumours. Synthesis of TDFT structure is 
developed by prior identification of a radiation pattern conformal to tumour shape using semi-
analytical model of TDFT antenna and its surrounding was built using Matlab to calculate the 
current distributions on the antenna surface to generate such radiation. This gives a preliminary 
idea of antenna structure that provides the required radiation. TDFT antenna is then numerically 
loaded in Liver, 0.9% saline and tumour model to study the performance of the proposed design 
using ANSOFT HFSS. The gradual synthesis of TDFT structure attained ultra-wide band feature 
along with stability in maintaining minimum reflection over an ultra-wide bandwidth. In addition, 
TDFT structure improved not only the impedance match between the feed line and antenna, but 
also reduced the subsequent overheating of the feed line by slightly etching the teardrop structure 
at its base to choke the currents flowing back on the outer conductor of the coaxial feed. TDFT 
design is distinguished among other conventional narrowband microwave applicators as it is 
immune to high reflection encountered due to shifting in operating frequency during the ablation 
process.  
TDFT active length was optimized to be approximately (2n-1) λeff/4 operating in higher frequency 
band which is found to provide maximum energy deposition rate within the targeted tissue, 
accomplish more design compactness and in-turn less invasive yet faster ablation treatment for 
cancer patients. Minimum reflection stability of TDFT is attained without the need of using baluns 
or matching networks in saline, Liver and tumour model with overall efficiency of 99.17% in 
malignant tissue model at the operating frequency 7 GHz. Voltage Standing Wave Ratio (VSWR) 
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characteristics of TDFT design demonstrated values less than 2 measured from 1.2 GHz extending 
to more than 20 GHz in liver model and values less 1.5 in tumour model over bandwidth extending 
from 5.5 GHz to more than 20 GHz. Current distributions of TDFT design showed reduced fields 
flowing on the outer conductor of the coaxial cable without the need of baluns which results in 
less heating of the feed line and protection of healthy tissues along antenna shaft. In addition, 
nearfield distribution of TDFT design is nearly spherical along the TDFT structure with no null 
radiation towards the antenna tip unlike omnidirectional patterns proposed in literature. The nearly 
spherical radiation provides equal distribution of microwave power within the tumour tissue which 
results in tissues being successfully ablated after the procedure.  
Moreover, TDFT structure provides minimum backward radiation which was clearly depicted 
from azimuth and elevation cuts of 3D Nearfield pattern. Ultra-wide band feature allowed teardrop 
structure to operate at such low power level compared to that reported in literature yet provided 
highly confined nearly spherical SAR pattern with maximum of 669 and 368 W/kg in Liver and 
tumour model, respectively for only 1W input power. To ensure full eradication of any peripheral 
tumours and satisfy the safety margin standard of less than 10 mm of  surrounding healthy tissues 
which prevent tumour metastasis in any other part of the body, a coupled electromagnetic-thermal 
analysis was performed to attain the temperature profile and consequent ablation lesions in tumour 
and surrounding liver model based on the power delivered, duration and material characteristics 
such as density, thermal conductivity and specific heat capacity...etc. High agreement between 
SAR results and temperature profile obtained where maximum temperature of 72.375 °C reached 
at approximately the midpoint of TDFT antenna for only 3W input power. 60°C contour was 
confined within a diameter of 20 mm from the midpoint of the teardrop structure and maximum 
temperature of 59.524 °C was found at the tumour-liver interface. Temperatures decreased 
gradually to 50 °C within a radius of 5 mm away from tumour-liver interface which satisfies the 
acceptable ablation safety margins of surrounding healthy tissue to ensure complete eradication of 
tumour and alleviates the possibility of cancer recurrence. Maximum temperature observed on the 
surface of the outer conductor of the coaxial feed was 41.52 °C which is much less than that 
required for hyperthermia (above 45°C) or ablation (50-60°C). Minimum temperature attained 
along the antenna shaft can be attributed to the nature of teardrop design itself acting as a current 
choke as it was first synthesized by slightly etching a solid cone at its base. Therefore, currents 
flowing back on the outer conductor of the coaxial feed were minimized which in-turn alleviates 
the consequent overheating of the antenna shaft.  
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Due to the limitations found regarding the manufacturing of TDFT antenna, antenna dimensions 
were re-scaled and parametric studies were applied to ensure no significant changes in the 
previously obtained results. A 3.4 mm diameter of total length 13.66 mm gives a reflection was of 
-25.89 dB at 7.3 GHz. Reflection less than 15 dB was maintained all over a bandwidth extending 
from 3 GHz to more than 20 GHz yielding VSWR values of less than 2 from 1.5 GHz till more 
than 20 GHz. Overall efficiency is observed to be 99.17 % (reflection less than 20 dB) not only at 
the operating frequency but also extending from 4.6 GHz to 17.6 GHz. In addition, Reduced 
currents were clearly noticed flowing back on the outer conductor of the coaxial cable which 
results in less heating of the feed line and protection of healthy tissues along antenna shaft. TDFT 
antenna recorded higher values of nearfield along the TDFT structure than that obtained in the 
smaller design with maximum axial radiation towards the antenna tip unlike broadside radiation 
patterns proposed in literature. This nearly spherical radiation participates in providing spherical 
heating zone within the tumour tissue which alleviates the possibility of tissues not being 
successfully ablated using TDFT antenna. Moreover, minimum backward radiation is clearly 
observed which may help protect the healthy tissues along the antenna shaft. SAR were calculated 
for 3W input power over 1 gram of tissue which reached its maximum value to be 967 W/kg and 
slowly diffused within the tumour model. Steady state thermal analysis was conducted where 
maximum temperature of 72.375 °C reached at approximately the midpoint of TDFT antenna for 
3W input power. 
In addition, temperatures above 50°C exceeded the tumour boundary to a diameter of 
approximately 30 mm in the horizontal direction and 28.6 mm in the vertical direction through the 
midpoint of the teardrop structure where irreversible changes in tissue properties occur because of 
dehydration which in-turn causes instantaneous cell death.  Due to long time consumed and large 
disk space needed to simulate transient thermal simulation, transient analysis was set to simulate 
the model for a total duration of only 180 secs (3 minutes) to inspect the total time needed to reach 
the temperature level required for ablation. Maximum temperature of 61.722 °C was observed at 
approximately the mid-point of TDFT antenna which highly agrees with SAR results and steady 
state thermal analysis. For 3 minutes of radiation, 50 °C contours are distributed in a nearly 
spherical manner within the tumour model achieving a horizontal and vertical diameter of 17.4 
and 16.3 mms, respectively. Moreover, a temperature of 40.3°C was observed along the antenna 
shaft which was lower temperature level than that required for hyperthermia (45-50°C). Minimum 
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temperature levels were achieved on the outer conductor of the coaxial cable during the ablation 
which alleviated the overheating of the cable during ablation.  
Several study scenarios were applied to investigate the effect of applied power and application 
time on the final ablated lesion. It was found that the increase of total applied power and application 
time significantly affect the ablated volume achieved.  Steady state and transient thermal studies 
showed that TDFT antenna can produce symmetrical ablated lesion in a plane perpendicular to the 
antenna axis from its midpoint. Significant agreement was found between thermal analysis and the 
rotationally symmetrical nearfield distribution. Furthermore, studies showed that TDFT antenna 
can achieve a successful ablation of cancerous lesions with diameters of 15.5, 16 and 17.5 mm in 
3 mins for input power of 3, 4 and 5W, respectively where 50°C contour encompasses irreversible 
changes in tissue properties yielding blood coagulation and cell necrosis.  
TDFT antenna was fabricated and tested in egg-white solution and bovine liver. Ablation 
experiments for both egg-white solution and bovine liver was performed at only 1W input power 
which entailed a longer application time of input power than that provided earlier in the numerical 
simulations to achieve solidified lesion in egg-white or ablated tissue in bovine liver. A good 
agreement between the measured and simulated results where minimum reflection of was of -24.19 
dB and -25.9 dB attained at the operating frequency in bovine liver and egg-white, respectively. 
Due to the restrictions regarding using high gain microwave amplifier, ablation experiments were 
conducted in egg-white solution and bovine liver for only 1W input power. Ablation experiments 
showed the feasibility of TDFT antenna as a microwave coagulator in producing ablated lesion of 
16×19.5×19.5 mm2 for 15-min ablation. TDFT antenna facilitates the operation at variable 
frequency bands which is required not only for cancer treatment but also for other numerous 
clinical uses deploying low input power in achieving the desired heating.  TDFT antenna with 
highly-directed radiation noticeably achieves confined heating that facilitates using only 60% of 
the lowest input power recorded in literature to attain successful ablation in standard radiation 
exposure time of 15 mins. This reduces the input power used by microwave applicator by almost 
40% of the lowest input power used in literature. Although TDFT antenna significantly reduces 
the input power required by microwave applicator used and achieve successful ablation in 
minimum standard duration of cancer ablation i.e. 15 mins, input power used, and duration of 
radiation exposure depend greatly on the size and location of tumour. 
In addition, it was found that using lower input power helps eradicating critically located tumours 
such as bone tumours or tumours near large vessels which minimizes organ mal-function after 
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ablation. This also facilitates the possibility of applying longer ablation operations in much safer 
manner without the risk of patients being exposed to high radiation using higher input power levels 
as presented in literature. All these features distinguished TDFT antenna to help providing less 
invasive microwave ablation with minimum complications and faster recovery time for cancer 
patients.  
6.2. Future Work 
 
Due to the long-time taken to ethically approve the experimental work in actual tissues, TDFT will 
be further tested on real tumour tissues to validate its performance as a microwave coagulator. In 
addition, the effect of varying the input power and application time on measuring heat generation 
and the total ablated volume within the actual tissues. Nevertheless, TDFT antenna has 
significantly enhanced features exploited in microwave cancer ablation, it is highly efficient for 
treating focal nearly spherical tumours of diameter ≤20 mm. As TDFT antenna has a capability of 
thermal energy confinement in the longitudinal direction, this can be further exploited in 
eradicating tumours that exist near large vessels without damaging the vessel wall by inserting the 
antenna perpendicular to the vessel axis.  
Furthermore, TDFT antenna can be tuned and tested to perform local hyperthermia at power range 
from 1 to 2W for shorter application time to intentionally create reversible changes in tissue 
properties and increase the potency of drugs in chemotherapy.  
In addition, testing TDFT antenna at different frequencies in real biological tissues to investigate 
the antenna performance in real-time in-vivo ablation experiments and the effect of changing 
frequency of operation on the size of ablated volume, temperature levels reached and confinement 
of heating.  
Investigating different antenna designs is inevitable as cancer can be formed in any shape and 
inhabit critical locations of human body where one of which can be very critical to treat. For 
instance, bone cancer or osteosarcoma is very critical to treat as ablation of bone tumour or 
sometimes called bone drilling requires precise and directional thermal heating in both zenith and 
elevation planes to minimize the damage that might be encountered in the surrounding healthy 
organ and reduce the possibility of organ malfunction after the treatment.  
Moreover, there are still limitations regarding the antenna manufacturing as the feasibility of 
producing compact antennas is still limited as it will be very beneficial in achieving less invasive 
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ablation treatment and eradicating tumours inhabit critical locations that cannot be reached using 
traditional antenna size.  
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